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Abstract 
In this Thesis, the suitability of 37 actuator Micro-machined membrane deformable mir-
rors (MMDM) for adaptive optics at cryogenic temperatures is evaluated. A method is 
described to safely cool MMDMs to 78K. The initial surface figures of three MMDMs are 
examined using a Zygo phase shifting interferometer to evaluate the effects of both evac-
uating and cooling the M M D M . The cooling process increases the aberrations inherent in 
the MMDMs' membranes. One of the MMDMs evaluated is found to have intrinsic aber-
rations sufficiently small to leave substantial dynamic range free for wavefront correction; 
the available range is determined by the beam diameter being corrected. The influence 
functions of the actuators of the MMDMs are then examined; the cooling process leaves 
the form of the influence functions unchanged, but reduces the magnitude by 20%. 
The dynamic response is evaluated for MMDMs up to a driving frequency of 500Hz. 
Evacuation, which removes air damping, has no effect on the dynamic response. Cooling 
the MMDMs shows a high frequency ringing at a frequency of 2kHz, irrespective of 
M M D M driving frequency. This effect is very small for the M M D M with the superior 
initial surface figure, which can be considered to be suitable for operation in a cryogenic 
adaptive optics system. This was the first demonstration of an adaptive optical element 
functioning at cryogenic temperatures. 
A simulation is developed to demonstrate that an adaptive optics system could be 
constructed utilising a M M D M and a curvature sensor that corrects wavefronts without a 
wavefront reconstruction step. This system gives good correction for defocus, coma and 
spherical aberration, with reasonable correction for astigmatism. Potential avenues for 
future exploration are discussed, notably the prospect of optimising the design of MMDMs 
for cryogenic operation. 
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Chapter 1 
Introduction 
1.1 Background 
The purpose of an astronomical observation is to obtain information about an cistronomi-
cal object. The principle goal of astronomical instrumentation is to increase the amount of 
information being collected. The main limitation to the information that can be gathered 
from a ground-based observation is that the atmosphere itself distorts the incoming light 
from the astronomical object, a phenomenon called seeing. Adaptive optics (AO) is the 
science of detecting these distortions and correcting them through some form of adaptive 
optical element, so that the detector measures the corrected wavefront, and hence the 
observation has a higher resolution (Hardy 1998, Roddier 1999). AO systems have been 
deployed on numerous telescopes, for optical and near-infrared observations. A review 
of astronomical adaptive optics systems for medium-sized telescopes has been conducted 
by Rigaut (1996). A l l proposed and existing large ground-based telescopes now include 
some form of adapative optics system; a summary for the systems on existing large tele-
scopes can be found in Table 2.1. AO systems have yet to be deployed further into the 
mid-infrared since the adaptive optical element has to be in the optical path leading to 
the detector, and the infrared emissions from the adaptive optical element would negate 
the benefits of the AO system. Cryogenic adaptive optics would be advantageous for both 
ground-based infrared astronomy and space-based astronomy. Space-based systems would 
not require conventional adaptive optics, since the observations are not taken through a 
distorting atmosphere, but some form of optical correction wil l be required for large space-
based telescopes (Holota, Vdovin, Collings, Sodnik, Sesselmann and Manhart 1999). A 
solution to both of these problems is to devise some form of adaptive optical element 
which functions adequately at cryogenic temperatures, such that it can be utilised in an 
AO system. One potential solution is discussed in this Thesis. The devices being ex-
amined here are micromachined membrane deformable mirrors, kindly donated to this 
project by OKO Technologies (Vdovin 2001b). 
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1.2 Aims of this Thesis 
The aims of this Thesis are to examine the suitabihty of micromachined membrane de-
formable mirrors for wavefront correction at cryogenic temperatures. This involves several 
stages, outlined below. 
In Chapter 2, a summary of the historical development of AO is presented. This pro-
ceeds into an exploration of the current state of the art, including a summary of current 
wavefront sensors and correctors. The motive for cryogenically cooling an AO system 
is then investigated, before the characteristics of an ideal cryogenic temperature wave-
front corrector are explored. Micro-machined Membrane Deformable Mirrors (MMDM) 
are then introduced, before being evaluated against the criteria of an ideal cryogenic 
temperature wavefront corrector. 
In Chapter 3, the method used to cool the micromachined membrane deformable 
mirrors is analysed. In particular, the issues that need to be considered when designing 
a system for the cooling of MMDMs are investigated. A method for remotely sensing the 
temperature of the MMDMs is also described. 
In Chapter 4, static performance measurements of the MMDMs are presented. Quan-
titative measurements of the variation in the primary Seidel aberrations with membrane 
temperature are presented for 3 M M D M . Phase maps are then shown for three sets of en-
vironmental conditions; room temperature and atmospheric pressure, room temperature 
and evacuated and evacuated at 78K. The phase maps are used to qualitatively illustrate 
the initial aberrations inherent in the membranes' surface for each MMDM, and to ex-
plore the influence functions of each actuator for each device. Finally, three questions are 
quantitatively answered through the use of cross-sections through these influence func-
tions. These questions are: 
1) Does the influence function for an actuator depend on the azimuthal position of the 
actuator? 
2) What is the effect on an actuators' influence functions of the device being in air or 
vacuum? 
3) What effect does cryogenically cooling the device have on the influence functions of 
the actuators? 
In Chapter 5, dynamic performance measurements of the MMDMs are presented. 
Here, the dynamic response of the electronics used to drive the MMDMs is quantified. 
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The effects of evacuation on the dynamic response is then assessed. Finally, the effect on 
the dynamic response due to cryogenic cooling is evaluated. 
In Chapter 6, a simulation is constructed to demonstrate the feasibility of using a 
curvature wavefront sensor and an M M D M to perform wavefront correction without ex-
plicitly reconstructing the wavefront. Various parameters within this system are investi-
gated, such as the effect of the beam diameter. The response of the wavefront sensor to 
each actuator is then presented, along with the wavefront sensor response to the low-order 
Zernike aberrations. These are then combined to demonstrate wavefront correction. 
Finally, in Chapter 7, conclusions from the preceding Chapters are drawn. Areas for 
potential future work are then discussed. 
Chapter 2 
Background 
2.1 Active and Adaptive Optics 
The resolution of astronomical observations are limited, for all but the very smallest 
of telescopes, by wavefront distortions introduced as the wavefront passes through the 
turbulent atmosphere, a phenomenon known as seeing. There are two approaches to 
prevent this happening. The most obvious is to move the astronomical telescope above 
the atmosphere, in other words, to put the telescope into space. This approach has been 
successful, but is not without drawbacks. The most obvious problem is cost; for example, 
the second servicing mission of HST cost a total of US$448 million for the space shuttle 
flight alone (Jones and Savage 1997). This was routine maintenance work for an orbital 
telescope with a 2.4m diameter primary mirror. The total cost for building the two Gemini 
telescopes, with 8m diameter primary mirrors, is US$184 million (Roche 2000). As can 
be seen, space-based observatories are an expensive solution to this problem. 
The alternative approach is to measure the wavefront distortions introduced by the 
atmosphere, and to subsequently compensate for the wavefront distortions. Where a 
wavefront corrector is used to correct the wavefront distortions, this is known as adaptive 
optics ^. Active optics is an arbitrarily defined subset of adaptive optics, concentrating 
on the slowest deformations, and generally only correcting for tip and ti l t aberrations. 
Throughout this thesis, the acronym AO wil l be used to refer to Active and Adaptive 
Optics; those parts that relate to only active or only adaptive optics will explicitly state 
this. 
A generic astronomical ^ AO system is depicted in Figure 2.1. The incoming light 
from both the guide star and the object being studied pass through the turbulent layers 
of the atmosphere. This light then passes through the optical system of the telescope. 
'Another solution is to only observe when the seeing is at a minimum, by using some system to measure 
the seeing and only exposing the detector when the seeing is below some threshold value (Piatt 1957). 
^Throughout this thesis, the term 'astronomical AO' will, unless explicitly stated otherwise, refer to 
non-solar astronomy. For a review of AO for solar astronomy see Rimmele (2000) 
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Figure 2.1: A generic astronomical adaptive optics system 
The t ip- t i l t mirror is generally present, but may be ommitted. See text for an 
explanation of why the t ip-t i l t correction is usually done by a separate mirror. The beam 
splitter may be an intensity splitter or a dichroic mirror. Adapted from Hardy (1998) 
Conventionally, this is then reflected from a seperate t ip-t i l t mirror onto a deformable 
mirror. After the deformable mirror, the beam is split into two parts, one of which goes 
to the science camera and the other to the wavefront sensor. The science camera image 
is the one used for the astronomical observation. The wavefront sensor measures some 
property of the corrected image from which the residual aberrations can be calculated by 
the wavefront reconstructor. This then determines the control signals appropriate for the 
deformable and t ip-t i l t mirrors to minimise the residual aberrations. 
Several features are worth commenting on. Firstly, the light from the science object 
does not pass through exactly the same turbulence as that of the guide star, except in 
the special case where the science object is sufficiently bright to be used as the guide star. 
As the angular separation between the guide star and the science object increases, this 
discrepancy becomes greater, and the quality of correction of the image of the science 
object deteriorates. The maximum acceptable angular separation between the guide star 
and the science object is the isoplanatic angle, and the area of sky in which adequate cor-
rection is achieved is called the isoplanatic patch. Secondly, the utility of an AO system 
is limited by the number of guide stars available above the requisite brightness thresh-
old for the system to receive enough photons for the wavefront sensor to operate. This 
therefore limits the sky coverage to those areas within the isoplanatic angle of a suitably 
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bright guide star. This has led to one of the two current main areas of development in 
adaptive optics: the use of laser guide stars (Foy and Labeyrie 1985). Two methods have 
been proposed, Rayleigh scattering from stratospheric particles, typically at an altitude 
of 10-20km but up to an altitude of 35km, and sodium resonant backscattering from the 
sodium layer at an altitude of ~90km(Quirrenbach 2000). The lower altitude Rayleigh 
scattering approach is simpler to implement but has a drawback in that it leaves any 
distortions introduced by the atmosphere above the beacon undetected, and hence un-
corrected. Both the Rayleigh scattering and the sodium backscatter methods suffer from 
focal anisoplanatism, also called the cone effect, where the laser guide star is not at an 
infinite focal distance, so some parts of the atmosphere are not sensed. Obviously, since 
the sodium layer is 5-10 times higher than the Rayleigh scattering layer, this is more 
of a problem for the Rayleigh scattering approach. The Rayleigh scattering plume from 
the laser beacon exciting the sodium layer is brighter than the sodium spot, however the 
extended plume is not suitable for wavefront sensing (Max 2000). A final drawback for 
both laser guide star methods is that a natural guide star is still required for tip and 
t i l t measurements, since the laser light experiences equal and opposite overall tip and 
t i l t upon the upward path and the return beam. This guide star can be fainter than for 
fu l l turbulence correction, so laser guide stars relax the sky coverage constraints for AO 
systems, rather than remove them completely. 
The other major current development for AO is the concept of multi-conjugate adap-
tive optics (MCAO). In this scheme, the isoplanatic patch size is greatly increased by 
using multiple deformable mirrors and wavefront sensors, with each deformable mirror 
conjugate to a different turbulent layer within the atmosphere (Rigaut, Ellerbroek and 
Flicker 2000). Aside from the inherent complexity of the multiple systems involved, the 
other major drawback for MCAO is the necessity to have multiple guide stars in order 
to achieve a three dimensional measurement of the atmospheric turbulence. Due to this, 
MCAO development is closely tied to the development of laser guide stars. 
The final comment about the generic AO system is that the tip-ti l t correction and the 
higher order correction are conventionally done by different devices. This is due to the 
fact that t ip-t i l t is the largest component of atmospheric turbulence, and it is difficult to 
construct a suitable wavefront corrector with the large dynamic range required to correct 
for t ip and t i l t , yet still have sufficient dynamic range left over to correct for the higher 
order aberrations. In a novel twist on this idea, the Canada-France-Hawaii Telescope 
mounted a deformable mirror directly onto a tip-ti l t stage (Roddier 1999). Although 
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this method is elegant, it does not alter the control loop required to separately drive the 
deformable mirror and the tip-ti l t corrector. 
2.1.1 History of Adaptive Optics 
Babcock (1953) was the first to propose the concept of adaptive optics. Technological 
advances yielded the first working astronomical system, "COME-ON", in 1989 (Rousset, 
Fontanella, Kern, Gigan and Rigaut 1990). Interestingly, multi-conjugate adaptive optics 
was proposed before adaptive optics systems had been built (Dicke 1975). Susbequently, 
AO has grown to become essentially a standard component of large telescopes (greater 
than 5m diameter), as well as being common on smaller telescopes. A summary of opera-
tional astronomical AO systems is presented in Table 2.1. Rigaut (1996) reviews the AO 
systems on medium diameter telescopes, in more depth than is presented here; a survey 
of equivalent depth is not available for larger telescopes. Two of these medium-telescope 
projects are worth a particular mention: NAOMI on the W H T which uses a segmented 
mirror for the wavefront correction, which is unusual in functioning astronomical AO 
systems and ALFA, on the Calar-Alto telescope in Spain which was the first astronom-
ical AO system with a laser guide-star (Benn 2001, Benn, Longmore, Myers, Gregory 
and Davenhall 2001, Hippler, Kasper, Feldt, Weiss, Looze, Montoya, Aceituno, Ott and 
Davies 2000). 
Some of the larger telescopes also have systems worth commenting on. The M M T 
has a scheme where the telescopes secondary mirror is the wavefront corrector (Lloyd-
Hart, Wildi , Martin, McGuire, Kenworthy, Johnson, Fitz-Patrick, Angeli, Miller and 
Angel 2000), a proposal that is also being considered by Lund University for one of 
the deformable mirrors in their proposed 50m telescope (Andersen, Owner-Petersen and 
Gontcharov 2001). The Gemini telescopes have short-term plans to implement proven 
technologies, before trying to push the envelope of AO with second generation projects. 
Currently, Gemini-North uses Hokupa'a, while development continues on the facility laser 
guide star AO system, Altair (Graves, Northcott, Roddier, Roddier, Potter, O'Connor, 
Rigaut and Chun 2000, Roberts, Fitzsimmons, Szeto, Anthony, Siddall, Gaunt, Shott, 
Sebesta, Taylor and Duncan 2000). A duplicate Hokupa'a system will be utilised at 
Gemini-South, until the MCAO program bears fruition (Rigaut et al. 2000). 
An interesting trend in astronomical instrumentation is that some instruments are now 
being designed to incorporate embedded AO systems. Examples of this trend include 
NICI , a near-infrared coronagraphic imager for Gemini (Trueblood 1999), the Mount 
2. Background ^ 8 
Wilson Adaptive Optics Coronagraph (Gao, Ftaclas, Shelton and Turner 2000), and the 
GI2T interferometer (Hamdani 2001). 
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2.1.2 Constituent parts of an A O System 
A theoretical AO system, as explored above in Section 2.1, consists of three sections, 
a wavefront sensor (WFS), a control loop and a wavefront corrector (WFC). The role 
of the WFS is to measure the deviations in the incoming wavefront. The signal from 
the WFS in then interpreted by the control loop, which drives the wavefront corrector. 
Conventionally, the wavefront sensor measures the beam after wavefront correction. The 
reasons for this are that the deformations tend to be smaller, hence the sensor does not 
need as large a dynamic range. Secondly, any error in the wavefront correction will be 
measured by the WFS, and subsequently corrected. 
2.1.2.1 Wavefront Sensors 
The purpose of the wavefront sensor is to measure the phase errors in the incoming beam. 
Historically, three types of wavefront sensor have been used for Eistronomy, the lateral 
shearing interferomer, Shack Hartmann-sensor and the curvature sensor, although there 
are a large number of alternative techniques. Here, the three main wavefront sensors will 
be discussed, along with a brief summary of some of the alternatives. 
The lateral shearing interferometer was the first wavefront sensor to gain widespread 
acceptance for adaptive optics, and remains the most commonly used interferometer in 
non-astronomical AO (Hardy, Lefebvre and Kohopoulos 1977, Greenwood and Primmerman 
1992, Sandler, Cuellar, Lefebvre, Barrett, Arnold, Johnson, Rego, Smith, Taylor and 
Spiv 1994, Roddier 1999). The principle is illustrated in Figure 2.2. 
Shearing 
Device 
Incoming 
Wavefront 
(p(r) 
9(r+s).^, Pupil image overlap 
Fringe pattern 
(p(r)»} Sheared 
Wavefronts 
Figure 2.2; Principle of operation of a Lateral Shearing Interferometer 
From Roddier (1999). 
A shearing device splits the incoming beam into two components and shifts one of 
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them, by a shear of distance s. The beams then interfere in their area of overlap. This 
interference pattern gives a measurement of the local wavefront slope. 
This teclmicjue is not common in astronomical AO systems now, since it suffers from 
several drawbacks. Firstly, two channels are required (one for x-slope measurements, 
and one for y-slopes), reducing the efficiency of the device and hence the interferometer 
requires more light which could be used for the science camera, and also reduces the sky 
coverage i f a natural guide star is used. Secondly, being interferometric. it is best suited 
to monochromatic light; i f white light is used, the fringe contrast is reduced. Finally, it 
tends to have complex hardware requirements, making implementation and maintenance 
more difficult than for the available alternatives. 
The second common wavefront sensor for AO, and the most common for astronomical 
AO, is the Shack-Hartmann wavefront sensor (Roddier 1999). The most significant ad-
vantage over the lateral shearing interferometer is that the Shack-Hartmann sensor can 
be used with white light. The principle of operation is shown in Figure 2.3. 
a) 
Image Pattern: 
Reference 
Plane 
Wave 
Reference 
b) 
Pupil Focal 
Plane Plane 
Lenslet Detector 
Array Array 
i i 
Incoming 
Wavefront 
<P(r) 
Disturbed 
Figure 2.3: Principle of operation of a Shack-Hartmann wavefront sensor 
Case (a) for a plane wave, (b) for a disturbed wave. From Roddier (1999). 
A lenslet array is placed in a conjugate pupil plane. I f the incoming wavefront is plane, 
then each lenslet forms an on-axis image. However, when the wavefront is not plane, the 
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focused spot from each sub-aperture is displaced. The displacement of this spot is a direct 
measurement of the local slope in the wavefront sampled by the subaperture. Generally, 
either a quadrant cell photodetector is used for each lenslet (Schmutz, Bowker, Feinleib, 
Landon and Tubbs 1980) or a CCD array is used for all of the lenslet spots (Doel, Dunlop, 
Buscher, Myers, Sharpies and Major 2000). 
The Shack-Hartmann Wavefront Sensor has many properties that are useful to astro-
nomical AO. These include that it can be applied to extended sources, even up to solar 
imaging (Rimmele, Radick, Richards and Dunn 1999). Another benefit is the simplicity 
of the Shack-Hartmann Wavefront Sensor, both in concept and in implementation. The 
main disadvantage of Shack-Hartmann sensors is that they are blind to certain modes. 
For example, i f the subapertures are arranged in the Fried geometry^, 'Wafffe modes', 
where the adjacent lenslet spots are alternately out of phase, forming a chess board type 
pattern, are not detectable, hence this mode must be trapped by the control loop. In 
general, though, there are no other disadvantages to using a Shack-Hartmann Wavefront 
Sensor. However, in certain specific cases, as will be seen, a curvature sensor may be more 
appropriate. 
Curvature sensing is a more recent development (Roddier 1988), and fundamentally 
differs from the Shack-Hartmann sensor and the Lateral Shearing Interferometer in that it 
measures the Laplacian of the wavefront, rather than the slope. The principle is illustrated 
in Figure 2.4. In practice, i t is conventional to use a single detector array and a vibrating 
membrane in the optical path to change the focal length of the system, moving the focal 
plane alternately in front of and behind the detector. Other solutions can potentially be 
used, such as using a beam splitter and two cameras. 
I t can be shown that, in the geometrical optics approximation the difference between 
the two plane irradiance distributions (Pi and P2) is a measurement of the local wave-
front curvature inside the beam, and of the radial first derivative at the edge of the 
beam (Roddier 1987). I t is then possible to reconstruct the wavefront , by solving the 
Poisson equation. However, the key advantage of the Curvature Sensor over the Shack-
Hartmann sensor is that a membrane or bimorph mirror can be used, in principle, to 
directly solve the differential equations, due to their mechanical nature (see Section 2.3), 
hence removing all matrix multiplication from the feedback loop. For this reason, should 
a membrane or bimorph mirror be used for an AO system, then it is more appropriate to 
^In the Fried geometry, each subaperture is aligned to be at the center of the quare defined by four 
actuators. 
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Telescope Plane P 
Excess of 
Illumination 
Plane P 
Lack of 
Illumination 
Incommg 
Wavefront 
Figure 2.4: Principle of operation of a Curvature sensor 
The field lens is required to re-image the pupil plane for symetry. An example section of 
the incident wave is traced out with blue lines, giving an excess illumination in detector 
plane P\ and a defecit of illumination in Pi- Adapted from Roddier (1988). 
use a curvature sensor system than a Shack-Hartmann sensor system. The curvature sen-
sor is also achromatic and suitable for use with extended sources. One interesting feature 
is that it is possible to adjust the sensitivity, by changing the distance / in Figure 2.4. 
where a smaller / implies a greater sensitivity but a lesser dynamic range (Roddier 1995). 
This means that, before the loop is closed, a large / can be used, due to large wavofront 
disturbances. After the loop is closed, however, the distance I can be reduced since the 
magnitude of the residual disturbances should be small, increasing the sensitivity of the 
sensor. The principal drawback for curvature sensors is that they have not yet been widely 
deployed, so experience in their assembly is more scarce than for a Shack-Hartmann sys-
tem. For wavefront correctors where it is necessary to reconstruct the wavefront. in other 
words, non-membrane or bimorph correctors, the wavefront reconstruction is also more 
complex than for a Shack-Hartmann sensor. 
There are alternative wavefront sensors and a brief summary will be presented here, 
along with reasons why they are less common for astronomical AO. Firstly, the Gerchberg-
Saxton iterative algorithm is an elegant solution to wavefront sensing, in that it requires 
no additional optics (Gonsalves 1976). The phase disturbance is determined by a process 
of iterative Fourier and inverse Fourier transforms of the intensity distribution. However, 
it is extremely computationally intensive. The Phase Diversity technique (Paxnian and 
Fienup 1988, Paxman, Schulz and Fienup 1992) is another focal plane technique, but is 
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not dissimilar to the curvature sensor. However, unlike curvature sensing, it requires the 
use of a narrow spectral band, and the computing burden is substantial (Kendrick, Acton 
and Duncan 1994). The pyramid sensor is another pupil plane technique, with a variable 
sensitivity similar to that of the curvature sensor (Ragazzoni 1996, Ragazzoni, Ghedina, 
Baruffolo, Marchetti, Farinato, Niero, Crimi and Ghigo 2000). The principle drawback of 
the pyramid sensor is that i t has yet to be widely implemented in real AO systems. 
Several interferometric techniques can be used for AO. These include the Smartt 
point-diffraction interferometer (Underwood, Wyant and Koliopoulos 1983), where the 
reference is generated from a spatially filtered part of the object beam. This approach 
has two main disadvantages for astronomical AO; it requires large spatial coherence in 
the incoming beam, and the intensities of the two interfering beams are not equal, which 
limits the sensitivity of the method. Similar to the lateral shearing interferometer are 
the rotational shearing interferometer (Willard 1993), and the radial shearing interferom-
eter (Hariharan 1988). The lateral shearing interferometer has tended to be preferred, 
due to simplicity, but variations on the rotational shearing interferometer are being con-
sidered for the detection of extrasolar planets (Strojnik and Paez 1999). Angel (1994) 
also proposes the use of a Mach-Zender interferometer wavefront sensor for the same 
application. 
A summary of commercially available off-the-shelf wavefront sensors can be found 
in Collings (1999). 
2.1.2.2 Control Loop 
The control loop is the vital part of an AO system that converts the measured wavefront 
sensor signal into the appropriate signals to drive the wavefront corrector. The goal of 
the control loop is to minimise the residual phase distortions on the wavefront detected 
by the wavefront sensor. The discussion here wil l be limited to the general principles of 
an AO control loop. These general principles are independent of the type of wavefront 
sensor or wavefront corrector used, these only become significant in the detail of a specific 
control loop. 
Wi th reference to Figure 2.1, it should be noted that the loop is a feedback loop, where 
the sensor is measuring the wavefront after correction by the wavefront corrector. There 
are three reasons for doing this. Firstly, the deviations from a plane wavefront should 
be minimised. Secondly, imperfections in the wavefront corrector, such as hysteresis or 
non-linear response, are measured by the sensor and should be corrected upon subsequent 
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Input 
Disturbance 
Mirror Response 
I 
Accumulator 
Si 
Averager 
l-exp(-z27r/Tj 
V: 
Wavefront 
Sensor 
I 
Noise 
^noise(f) 
Output 
> > 
Deformable Mirror 
Figure 2.5: Servo model of an A O loop 
The error signal at the wavefront sensor is averaged for a period of r^. The accumulator 
drives the wavefront corrector w i t h an impulse drive signal at the end of each integration 
interval , which is held u n t i l the next i teration. From Tyson (2000). 
iterations. Final ly, the non-common path of the wavefront sensing and science beams are 
minimised. Hence the distortions measured by the sensor are most likely to be the same 
as those present at the science camera. 
The control loop for an A O system can be represented as in Figure 2.5. (ptur represents 
the uncompensated wavefront, where (ptur{x, y, t) denotes the phase at position {x, y) and 
t ime t. 
The correction applied to the wavefront is denoted by (pcorr{x, y, t), yielding a resultant 
wavefront of ipj-esi^^yji) f r o m equation 2.1. 
(Pres{x,y,t) = (pturix,y,t) - (Pcorr{x,y,t) (2.1) 
I n the fo l lowing discussion, |P) represents the m-dimensional vector of the wavefront 
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measurements of fres, where m is the number of wavefront measurements. The signal 
sent to the wavefront corrector is represented by \V), a vector o f n-dimensions where 
n is the number of actuators i n the wavefront corrector. Throughout , | ) w i l l be used 
to represent a column vector, and ( | a row vector. Also, italicised capitals, such as P , 
represent matrices. 
The determinat ion of the control matr ix , D*, i n a closed loop A O system assumes 
that the A O system is linear. This is generally a valid assumption, since the values of 
|P) are typical ly small i n closed loop, and wavefront correctors usually have large linear 
regimes. The behaviour of the A O loop system can be f u l l y described by knowledge of the 
opt ical interaction mat r ix , D (Boyer and Gaffard 1991). This m x n matr ix defines the 
sensitivity of the the wavefront sensor to the wavefront corrector deformations. The n t h 
column corresponds to the response of the wavefront sensor to a uni t voltage applied to 
the n t h actuator, so is a representation of the influence func t ion of the wavefront corrector 
(see Section 2.1.2.3). The behaviour of the A O system can be described by equation 2.2: 
\P) = D\V) (2.2) 
To create an A O system, i t is necessary to determine what actuator signals should be 
sent for a given detected wavefront, i n other words the inverse of equation 2.2, as shown 
i n equation 2.3. : 
\V)=D-'\P) (2.3) 
Hence, i t is necessary to determine the mat r ix D*. I n general matr ix D is rectangular, 
since n ^ m. Therefore, a cri ter ion must be defined to compute the pseudo-inverse control 
mat r ix , D*. A common choice for this cri ter ion is that , for a given measurement vector 
| P ) , D* must lead to a control vector \V) min imiz ing the norm' ' of the the residual 
measurement vector. The best estimate of \V) is therefore: 
* Where the norm is defined as: 
\\\A)f = {A\\A) = J2^^ 
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\Vbest)=D*\P) (2.4) 
and the residual measurement vector is given by: 
\e)=D{\V)-\V,est)) = {I-DD*)\P) (2.5) 
where / is the ident i ty matr ix . The minimizat ion of | | |£ ) |p w i t h respect to the co-
efficients of the control ma t r ix gives a set of linear equations, f r o m which the following 
solution is obtained (Roddier 1999) 
D* = {D^D)-^D* (2.6) 
where * is the transposition operator. This shows that the control matr ix to minimize 
llle)!!-^ only exists i f the square mat r ix D^D is invertible. This matr ix , D^D characterises 
the coupling between the wavefront corrector actuators and the wavefront sensor mea-
surements. The diagonalisation of this mat r ix provides a set of independent modes in the 
wavefront sensor space, which define an orthonormalised basis for the vector space of the 
wavefront corrector actuators. Each mode represents a particular shape of the wavefront 
corrector. There are alternative methods to generate the pseudo-inverse control matr ix, 
D*; for example, using a singular value decomposition of the mat r ix D. 
This description is for a generalised modal control loop. Where a zonal wavefront 
corrector is used (see Section 2.1.2.3), i t is possible to use a simpler zonal control loop, 
which is a subset of the modal control system. There are two major advantages to 
persisting w i t h the f u l l , generalised modal control, however. First ly, there is the possibility 
of filtering out modes that are sensitive to measurement noise. I n other words, those 
modes for which the wavefront sensor is less sensitive, can be given less weight than those 
modes for which the wavefront sensor is most sensitive. Indeed, those modes to which a 
given wavefront sensor is b l ind can be ignored completely (for example, piston mode is 
not detectable by any non-interferometric wavefront sensor). 
The second advantage is that i t becomes possible to use mult iple wavefront correctors 
w i t h i n one system, w i t h each corrector dedicated to the correction of certain modes. 
This is most commonly used to remove t i p - t i l t correction f r o m the main adaptive optical 
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element and instead have a dedicated t i p - t i l t correction mirror , as shown i n Figure 2.1. I n 
this scheme, the t i p - t i l t modes are used to drive the t i p - t i l t mir ror , while the correction 
of the higher order modes is performed by the deformable mirror . I n the case of Dayton, 
Restaino, Gonglewski, Gallegos, McDermot t , Browne, Rogers, Vaidyanathan and Shilko 
(2000) and the Canada-France-Hawaii Telescope (Roddier 1999), the deformable mirror 
used was itself mounted onto a t i p - t i l t stage, resulting in one less reflection in the optical 
system. 
The preceding discussion has also omit ted temporal considerations. This w i l l be ex-
plored through the use of a servo model, i l lustrated i n Figure 2.5 
The input wavefront is modulated by the wavefront corrector, and a fraction of the 
ou tpu t is sensed by the wavefront sensor. I n addi t ion to measuring the residual phase 
error i n the wavefront, the sensor also generates a noise component. The output f rom the 
wavefront sensor is averaged over an integration t ime r^. The averaged wavefront sensor 
signal is the input into an accumulator, which has an adjustable gain parameter, gi, used 
to vary the loop bandwidth . The wavefront corrector response is modeled as having an 
exponential t ime constant, r^jf^. 
The overall performance of the system can be characterised by the abihty of the 
system to simultaneously suppress bo th the turbulence-induced and wavefront sensor 
noise-induced wavefront distortions. The properties of the ind iv idua l components of the 
A O control loop can best be expressed by the frequency domain transfer functions, as 
i l lus t ra ted i n Figure 2.5, which can then be applied to the power spectrum of the turbulent 
atmosphere. The transfer func t ion f r o m the wavefront corrector is given by: 
T t i f ) ^ 
while that for the noise is: 
l + HavU)Hacc{f)H^fc{f) 
(2.7) 
T n i f ) 
HaM)HaccU)H^fc{f) (2.8) 
where, i n bo th cases, Hav, Hacc and H^f^ correspond to the averager, accumulator 
and wavefront corrector transfer functions, respectively. 
Taking the power spectrum of the turbulence figure (the distorted wavefront omi t t ing 
t i p - t i l t ) , Fjig, f r o m Greenwood and Fried (1976), to be: 
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0.msec{C)k^D'f,l'/'u;/J'f'/\ f < 0 .705Z) -Vo '^^5^3 
0.0326sec(C)A;2i/5/3/-8/3, / > 0.705i?-Vo' ' '^5/^3 
where the terms are defined i n Table 2.2. 
(2.9) 
Term Def in i t ion 
c Zeni th angle 
k Optica l wavenumber {k = 27r/A) 
D Telescope Diameter 
Mo Zeroth-order turbulence moment of the atmosphere 
^5/3 5/3 order velocity moment of the atmosphere 
Table 2.2: Definit ions of terms i n Equat ion 2.9. 
A similar expression for the effect of t i p and t i l t can be found in Tyler (1994). The 
power spectrum of the residual error is then the sum of the turbulence and noise outputs: 
Ferrorif) = Tt{f)Ffig{f)+Tnif)Fnorse{f) (2.10) 
A similar expression is found for the power spectrum of the residual error i n the t ip -
t i l t correction loop, using the appropriate t i p - t i l t corrector parameters in place of the 
wavefront corrector parameters, and using the expression for the t i p - t i l t power spectrum 
f r o m Tyler (1994) in place of equation 2.8. 
On ly two parameters may be tuned w i t h i n an existing A O system, the integration 
t ime and the loop gain. A shorter integration time, and therefore a higher bandwidth, 
reduces the number of photons collected each cycle, and hence decreases the wavefront 
sensor signal to noise rat io. A higher loop gain improves the rejection of low-frequency 
turbulence. However, the loop gain can not be a rb i t ra r i ly large, since the high frequency 
components are amplif ied, and an instabif i ty results. 
The other system parameters, such as the wavefront corrector response, are a conse-
quence of the i n i t i a l system design. Care must be taken to ensure that the AO system is 
well-suited to the eventual location where i t w i l l be deployed. Hence, i t is common for the 
atmospheric profile at telescope sites where A O systems w i l l be deployed to be studied in 
detail; examples include (Masciadri and Garfias 2001, Giovanelli, Darhng, Sarazin, Yu, 
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Harvey, Henderson, HoflFman, Keller, Barry, Cordes, Eikenberry, Gul l , Harrington, Smith, 
Stacey and Swain 2001a, Giovanelli, Dar l ing, Sarazin, Y u , Harvey, Henderson, Hoffman, 
Keller, Bar ry , Cordes, Eikenberry, Gu l l , Harr ington, Smith, Stacey and Swain 2001b, H i -
das, Bur ton , Chamberlain and Storey 2000). 
2.1.2.3 Wavefront Correctors 
The wavefront corrector is the component of the A O system that modifies the original 
beam to provide real t ime compensation for the phase errors i n the wavefront. Many 
devices exist to pe r fo rm this compensation, a review can be found in Roddier (1999), 
w i t h less theoretical summaries i n CoUings (1999) and Tyson (2000). A brief overview 
of commercially available wavefront correctors w i l l be presented here, along w i t h some 
comments about general wavefront corrector characteristics, and desired characteristics in 
a wavefront corrector for cryogenic operation. The discussion w i l l then proceed to consider 
the Micro-Machined Membrane Deformable M i r r o r ( M M D M ) f r o m O K O Technologies ^ 
i n more detail , as that is the wavefront corrector chosen for this project. 
A summary of commercially available wavefront correctors is presented in Table 2.3, 
a subset f r o m Colhngs (1999), where the values are taken f r o m published literature (Lee, 
Cowan, Welsh, Br igh t and Roggemann 1998, Burns, lonescu, Geneczko, Grasso and 
Davidson 1997, Love 1997, Oppenheimer, Palmer, Dekany and Sivaramakrishnan 1997, B i -
fano, Kr ishnamoor thy M a l i , Dor ton , Perreault, VandeUi, Horenstein and Castanon 1997, 
V d o v i n 1998). 
^OKO Technologies have recently been renamed as Flexible Optical BV. 
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Company Type N d( / im) Layout Speed 
(Hz) 
Stroke 
(^m) 
Advantage 
ThermoTrex SM 76 10000 Square 5000 0.3 Modular 
Wrigh t A F B D M 128 203 Square 0.3 M E M S 
Nor th rop-Grumman D M 1024 1000 Square 1 M E M S 
Meadowlark L C D 69 2000 Hexagonal 26 0.633 Low 
Voltage 
Xinetics D M 349 7000 Square 100 4 Tested 
Boston Universi ty D M 9 250 Square 66000 0.4 M E M S 
O K O Technologies D M 37 1750 Hexagonal 500 9 M E M S 
Cilas B M 31 15000 Concentric 1000 15 Tested 
Cilas S A M 185 8000 Square 1000 5 Tested 
Table 2.3: Summary of commercially available wavefront correctors 
Legend: SM: Segmented Mi r ro r ; D M : Deformable Mi r ro r ; L C D : L iqu id Crystal Device; 
B M : B i m o r p h Mi r ro r ; S A M : Stacked Actuator Mir ro r ; N : Number of Actuators; d: center 
to center actuator separation; M E M S : Micro-electro-mechanical system. For original 
sources of in format ion , see text. Adapted f r o m Colhngs (1999) 
The commercially available wavefront correctors f a l l into 5 types. The first of these is 
the segmented mir ror , where the reflecting surface is broken into several small, individual ly 
actuated segments. Each segment may have piston only control, or piston, t ip and t i l t 
control . The actuators are generally piezo-electric materials, controlled by high voltages. 
Piezo-electric actuators suflfer f r o m a phenomenon known as hysteresis; this means that 
the posi t ion of the actuator for a given control signal is not repeatable. The typical 
material used for piezo-electric actuators, lead zirconium niobate (PZT) has hysteresis i n 
the range of 5-20% (Tyson 2000). 
These are zonal correctors, defined as each actuator only affecting the region local to 
tha t actuator. Generally, the layout has been shown to have l i t t l e eff'ect on the atmospheric 
correction performance for piston only zonal correctors (Loktev, De L ima Monteiro and 
V d o v i n 2001). I n the case of pure piston actuators, roughly 4N-8N actuators are required 
to get the same fitting error as for a continuous facesheet mir ror w i t h N actuators, but for 
actuators w i t h t i p and t i l t correction as well as piston, the number of actuators required 
to get the same performance is ^ (Roddier 1999). 
The second type is the deformable, or continuous facesheet, mirror . I n this, the 
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reflecting surface is completely continuous, but is deformed by discrete actuators. Again, 
these actuators are generally, bu t not exclusively, piezo-electric materials. These may be 
zonal or modal , depending on whether the area of influence for each actuator is localised 
to tha t actuator or affects a larger area of the surface, and hence whether the control 
loop is modal or zonal. Each actuator i n a modal corrector has an influence funct ion, 
which describes how the phase change introduced by a uni t control signal to that actuator 
varies w i t h posi t ion across the wavefront corrector surface. I t has been shown that, for 
correcting atmospheric turbulence, modal corrector type and actuator layout have l i t t l e 
effect on performance (Loktev et al. 2001). 
The t h i r d type is a l iqu id crystal device. This is unique i n that i t may operate in 
transmission, as well as reflection. They have been demonstrated to funct ion at low 
frequencies (Gourlay, Love, Bi rch , Sharpies and Purvis 1998), as well as at more practical 
speeds (Restaino, Baker, Dayton and Finkner 2000), however some issues remain. I n 
part icular , l i qu id crystal spatial l ight modulators (SLMs) suffer f r o m being sensitive to 
polarisat ion of the incoming beam, and usually have a narrow bandpass, although some 
work has been done to address these issues (Bold, Barnes, Gourlay, Sharpies and HcLskefl 
1998). 
The f o u r t h type is the b imorph mirror , which consists of two layers of piezo-electric 
mater ia l bonded together, w i t h a reflective layer applied. B y applying voltages across the 
layers one layer can be expanded while the other is contracted. Actuators are constructed 
by sp l i t t ing the piezo layers i n appropriate positions. These are again modal devices (Cao 
and Yang 1997). 
The final type is the stacked actuator mirror , which is similar to the conventional piezo-
electric actuated deformable mirrors, although the actuators consist of mult iple discrete 
discs, rather than a single larger disc. Whether this constitutes a genuinely distinct fifth 
type is not clear, al though here the classification of Collings (1999) has been followed. 
The number of actuators required i n a correction element is proport ional to {D/ro)"^, 
where D is the telescope diameter and ro is Fried's parameter, defined as the distance 
over which the rms phase of the atmosphere is 1 rad (Roddier 1999). 
The interactuator spacing is not a major issue, since the beam can usually be re-
imaged to a diameter to suit the adaptive optical element being used. However, i t does 
indirect ly constrain the size of the deformable mirror . 
I t was established i n the 1970s that the layout of the actuators is not significant for 
40 actuators or more (Tyson 2000). Recent research has extended this l i m i t down to 37 
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actuators (Loktev et al. 2001). 
The required frequency response of a deformable mir ror is defined by the Greenwood 
frequency (Greenwood 1977): 
where v is the mean w i n d velocity i n the turbulent layer, A is the wavelength of 
the incident beam, and L is the average thickness of the turbulent layer. I n practise, for 
astronomical purposes, the desired bandwidth is typical ly 200-400Hz, although correction 
at slower speeds s t i l l yields improvements to the astronomical observation. 
The required stroke for a given application depends on whether a separate t i p - t i l t 
mi r ro r is uti l ised. Assuming a separate t i p - t i l t corrector to be present, the required phase 
correction is the phase error introduced by the atmospheric turbulence, given by Sasiela 
(1994): 
4 , = 0 . 1 3 4 ( ^ - j (2.12) 
which corresponds to an rms phase dis tor t ion of several wavelengths for a nominal 
astronomical instal lat ion (Tyson 2000). 
The advantages column of Table 2.3 should be considered w i t h caution; a characteristic 
that may be an advantage for one apphcation may be detrimental to an alternative appli-
cation. Nevertheless, some general advantages w i l l be mentioned here. The ThermoTrex 
mir ror has a substantial advantage i n that each segment is completely independent w i t h 
no cross-talk. The Meadowlark device operates at a much lower voltage than the other 
forms of wavefront corrector, a b ig advantage as i t simplifies the control electronics. The 
most significant advantage of the C I L A S mirrors and the Xinetics mirror is that they 
have been deployed i n many installations, and hence are a more mature technology than 
the other devices. 
M E M S devices have several advantages over conventional wavefront correctors. Most 
notably, the small size means that they are simpler to deploy. The small size also alows 
M E M S devices to be more easily embedded into other systems, raising the prospect of 
embedding whole A O systems into relevant instruments. I n addit ion, M E M s devices 
are dramatical ly cheaper than conventional devices. The O K O Technologies device also 
2. Background 27 
benefits f r o m having been deployed i n many systems, including laser beam correction, 
ophthalmology, intracavity laser control, communications, holographic memory and opti-
cal fiber switching (Vdovin 2001d). Since M E M s are bo th more compact and lower cost 
than t rad i t iona l wavefront correctors, they can be used in many more fields, which should 
lead to rapid development and matura t ion of these novel technologies. 
2.2 Cryogenic Adapt ive Optics 
There are two major reasons why i t would be advantageous to be able to cool an adaptive 
optics system to cryogenic temperatures. The first, and perhaps most fundamental reason, 
is for ground based infra-red astronomical observations. The second reason is for satellite 
observatories, which are frequently passively cooled. B o t h of these reasons would apply 
to a space based infra-red observatory, such as the Next Generation Space Telescope 
(NGST) ( N A S A 2001). 
2.2.1 Infra-red Observations 
Historically, astronomical flux measurements at optical wavelengths were separated into 
three pass bands, U, B and V. The development of infrared detectors w i t h sufiicient sen-
s i t iv i ty to be used for astronomical purposes in the 1950s led to Johnson (1962) extending 
this scheme into infra-red astronomy, w i t h the creation of the J, K, L and M bands, de-
fined to fit the transmission bands through the atmosphere. These bands were originally 
defined as per Table 2.4. 
Fi l ter Short wavelength edge (/L/m) Long wavelength edge (/im) 
J 1.1 1.4 
K 1.9 2.5 
L 3.2 4.1 
M 4.4 5.5 
Table 2.4: Original Def in i t ion of I R filters 
Transmission is approximately 70% w i t h i n the pass band, and 0% outside. Data 
f r o m (Johnson 1962) 
Over t ime, the definitions of these bands has gradually altered, and new bands have 
been added. A summary is presented in Table 2.5 (Lena, Lebrun and Mignard 1998). 
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Fi l te r Ao(Aim) AAo ifJ-m) 
I 0.90 0.24 
J 1.25 0.30 
H 1.65 0.35 
K 2.20 0.40 
L 3.40 0.55 
M 5.0 0.3 
N 10.2 5 
Q 21.0 8 
Table 2.5: Recent Def in i t ion of I R filters 
Ao is the central t ransmit ted wavelength, A A Q is the w i d t h of the pass-band. Adapted 
f r o m (Lena et al. 1998) 
W h e n these pass bands are compared w i t h the black body emissions curve, reproduced 
i n Figure 2.6, i t can be seen that the emissions f r o m room temperature objects becomes 
increasingly significant as the wavelength moves fur ther into the infra-red. As can be 
seen f r o m the Figure, by reducing the temperature of an object to 78K, i t 's emissions are 
dramatical ly reduced. I n particular, the effect i n the K-band of cooling is massive. 
Infra-red telescopes are designed to minimise the amount of radiation f r o m room 
temperature emissions observed by the detector. These emissions come f r o m all the 
elements i n the optical pa th to the detector. Hence, instruments such as spectrographs 
are frequently cooled. A cryogenically cooled A O system would therefore be advantageous 
for infra-red astronomy, since at least the beam sphtter and wavefront corrector are in 
the optical path , and hence observed by the detector. 
6 
I t is interesting to note that the Fried parameter, ro, varies w i t h As, so adaptive optics 
becomes easier to implement at infra-red wavelengths than at optical wavelengths (Lena 
et al . 1998). 
2.2.2 Satellite Observations 
Satellites are frequently cooled to cryogenic temperatures for reasons of practicality. I t is 
simpler to main ta in the temperature of a satellite by cooling to the lowest temperature 
i t encounters dur ing an orb i t than to keep i t heated to the warmest temperature encoun-
tered. Cooling is either done passively, by the use of a shield to block solar radiation, or 
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Figure 2.6: Black Body emission curves 
Red line is for a temperature of 293K, Black for 78K and Blue for 35 K throughout. 
Graphs A, B, and C show emissions on a linear scale, each graph is indenpendently 
scaled. Graph D shows emissions for each case on a logarithmic scale. Letters above 
graph D denote standard astronomical filters, using the definitions in Table 2.5 
actively, using a coolant such as liquid helium. However, since AO systems correct for 
atmospheric turbulence, why does a satellite observatory require an AO system? 
The main driver is that, as space-based telescopes get larger, the density of the pri-
mary mirror has to be reduced in order to meet mass constraints. For example, for the 8m 
NGST, an areal density of less than 10 kg/m^ is required, which is a factor of 10 less than 
current lightweight space telescopes (Holota et al. 1999). This will inevitably result in the 
telescopes being less rigid, and hence introduce optical aberrations. A detailed analysis 
of the potential aberrations on a space based telescope primary mirror are discussed in 
Holota et al. (1999). The sources of aberrations identified include manufacturing errors, 
gravitational release, thermal effects, mounting stresses and alignment errors (longitudi-
nal, lateral and angular). Here, two of those will be discussed, gravitational release and 
thermal effects. The likely effect of constructing the mirror in the gravitational field on 
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the surface of the E a r t h before deployment i n a weaker field is a radial ly symetric devi-
a t ion i n the mi r ro r surface. This deformation w i l l be parabolic, and hence w i l l lead to 
some defocus i n the final optical system. 
The aberrations introduced by thermal effects w i l l be as a consequence of variations 
i n the coefficient of thermal expansion of the mir ror and support structure. There are 
two components to the aberrations that this w i l l introduce. Firstly, there wiU be a 
static component, representing the aberrations introduced by the cooling f r o m the room 
temperature construction and pohshing of the mirror , down to the cryogenic temperatures 
of the satellite's operation. Then there w i l l be a t ime-varying component f r o m variations 
i n the satellite's temperature. The second component can be minimised; however, the 
first can only be circumvented by polishing the mir ror at the operating temperature of 
the satellite. This solution would be many times more expensive than implementing some 
f o r m of active optics on the satellite; 
Hence, there are compelling reasons for implementing an active optics solution on a 
large satellite observatory. Other reasons do exist, such as the possibility of using a non-
d i f f rac t ion l imi t ed p r imary mir ror and implementing active correction for cost reasons. 
More ambitious space observatory proposals have also been suggested. Schemes such 
as that proposed by Angel, Burge, Hege, Kenworthy and Woolf (2000), which consists 
of the p r imary mir ror and the secondary mir ror being on separate satellites flying in 
format ion , would certainly require some f o r m of A O , be i t active or adaptive, to correct 
for alignment errors. 
2.2.3 Infra-red Satellite Observatories 
A cryogenically cooled A O system suitable for ground-based infra-red observations and for 
satellite operation could, of course, be deployed in an infra-red sateUite observatory. There 
is a fu r ther advantage to this approach, i n addi t ion to those outlined above, in that i t 
becomes possible to conduct infra-red observations at wavelengths where the atmosphere 
is opaque. 
2.2.4 Cryogenic Adaptive Optics requirements 
Referring to Figure 2.1, i t is clear that the only sections of the A O system that need to be 
cooled to eliminate room temperature emissions f r o m the detector are the beamsplitter, 
deformable mi r ro r and the t i p - t i l t mirror . The control loop is identical irrespective of the 
temperature of the system. The wavefront sensor may be cooled to reduce thermal noise 
2. Background 31 
on the C C D detector; however, this is a consequence of meeting noise requirements and 
has no impact on the emissions observed by the detector. 
The requirements for the wavefront corrector become more stringent at cryogenic tem-
peratures. The general requirements for a room temperature wavefront corrector, such 
as frequency response and max imum stroke, s t i l l apply to the cryogenically cooled wave-
f ron t corrector. Since, for reasons that w i l l be discussed, the performance of a wavefront 
corrector generally deteriorates as i t is cooled, this means that either this deterioration 
has to be minimised, or the room temperature operation of the wavefront corrector has 
to be substantially superior to the m i n i m u m requirements. Here, the opt imum design 
for a cryogenic wavefront corrector w i l l be discussed. Section 2.4 w i l l evaluate how well 
M M D M s meet these criteria. 
2.2.4.1 Ideal Cryogenic Wavefront Corrector 
The first design decision is to decide on the type of actuator that should be used. There are 
four main types of actuation for a wavefront corrector; piezo-electric stack, bimorph, l iquid 
crystal and electrostatic. O f these, the first three are not suited for cryogenic operation. 
Piezo-electric stacks have dramatically reduced maximum stroke and hysteresis problems 
at cryogenic temperatures. Al though some work has been done towards reducing these 
problems, Paik, Park and Shrout (1999) report that the throw of piezo-electrics specifically 
tuned for cryogenic operation have a max imum stroke 'significantly lower than the room 
temperature value'. B i m o r p h mirrors suffer f r o m the same problems as piezo-electric 
mirrors , a l though they also have the addit ional d i f f icu l ty of bonding dissimilar materials 
together, which leads to addit ional stresses on the device at cryogenic temperatures. 
This w i l l be discussed more f u l l y later i n this section. L i q u i d crystals typically have a 
working temperature range down to -10°C. Beyond this, the l i qu id crystal material freezes. 
This leaves electrostatic actuation as the only actuation technology currently practical at 
cryogenic temperatures. 
The second design choice is whether to have a continuous facesheet or a segmented 
mi r ro r surface. Due to thermal contraction of the segments, i t is likely that a segmented 
device would have segment alignment issues, as well as a reduced fill-factor. Hence a 
continuous face sheet mi r ro r is preferable. 
The t h i r d design choice is the size of the device. Generally, the smaller the device the 
better. The exception to this rule is when the actuator density is hmited, in which case 
the size of the device is hmi ted by needing to have suflScient surface area to fit the requisite 
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number of actuators into the device. However, smaller devices are simpler to install, easier 
and cheaper to cool, generally have lower power consumptions, and can potentially be 
embedded into other instruments. Therefore, for an ideal cryogenic wavefront corrector, 
a small device is preferable, al though a m i n i m u m size w i i l l be determined by the actuator 
density and aperture required for the apphcation. 
The f o u r t h design choice is to decide f r o m what materials the device should be man-
ufactured. Whi le the specific materials are not impor tant , homogeneity of the device 
is crucial. Specifically, a l l materials used should have coefficients of thermal expansion 
as similar as possible. This reduces the stresses introduced by differential thermal con-
t rac t ion . This is par t icular ly significant for those areas that directly support the optical 
surface. A n y coefficient of thermal expansion mis-match w i l l result i n undesirable static 
deformations o f the deformable mi r ro r surface, which w i l l require some of the actuators 
stroke to correct, and hence leave less stroke available for turbulence correction. Closely 
related to the homogeneity is the complexity of the final design. I n this regard, com-
ponents that require cr i t ical alignment are a l iabi l i ty , since the alignment is unlikely to 
be maintained f r o m room temperature to cryogenic temperatures. Since there are more 
applications for room temperature A O than for cryogenic temperature A O , i t is reason-
able to assume that wavefront correctors w i l l generally be designed for room temperature 
operation, w i t h only minor optimisations available for cryogenic operation. 
The remaining design criteria, such as number of actuators, reflective coating and 
frequency response, are apphcation specific, and identical to the room temperature re-
quirements. 
2.3 Micro-Machined Membrane Deformable Mirrors 
Micro-machind membrane deformable mirrors ( M M D M s ) w i l l be described here, before a 
discussion of why they are suitable for cryogenic operation i n Section 2.4. The M M D M s 
used i n this project were donated by O K O Technologies (Vdovin 2001b). M M D M s are 
a f o r m of M E M S / M O E M S ^ device, developed by Vdov in and Sarro (1995) for adaptive 
optics. These devices are constructed as shown i n Figure 2.7. The final device consists 
of two parts; the actuator structure and the deformable membrane. These devices have 
continuous facesheets and are electrostatically actuated. 
The actuator structure is obtained by patterning an a lumin ium interconnection layer 
^ Microelectromechanical/Microoptoelectromechanical 
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Figure 2.7: M M D M Cross-section 
Cross section through an M M D M , i l lus t ra t ing the diff'erent materials used in the con-
s t ruct ion. The dis t inct ion between 'Membrane structure' and 'Actuator Structure' is also 
made. The membrane is formed by etching away the silicon wafer, w i t h the a luminium 
layer subsequently being deposited over the membrane. 
on the surface of a silicon wafer, insulated by a layer of silicon dioxide. The devices studied 
w i t h i n this thesis had one of two actuator patterns, i l lustrated i n Figure 2.8. However 
a rb i t ra ry actuator patterns may be produced, to a resolution of 2/xm (Vdovin 1996). 
The actuators are connected to a conducting track on the rear of the PCB by means 
of metallized holes, called 'vias'. These vias are important to reduce the effect of air 
damping (Tyson 2000). 
The membrane structure is formed by the bulk-micromachining of a sihcon wafer. 
I n this process, a silicon wafer is coated on bo th sides by a t h i n (500-700nm) layer of 
silicon ni t r ide . A suitable compensation mask, described in Vdov in (1996), is then cut 
out of one of the n i t r ide layers. The silicon layer is then anisotropically etched w i t h a 
w a t e r / K O H solution. This solution does not etch the silicon ni tr ide, so the result is an 
opt ical ly smooth silicon ni t r ide membrane suspended by a Silicon wafer. The membrane 
is approximately circular, w i t h the max imum deviation f r o m a circular contoirr of 0.2mm 
(Vdov in 1996). The membrane is then coated w i t h a reflective surface. I n the case of 
the devices studied here, this surface was 200nm of A l u m i n i u m , however, other metal or 
dielectric coatings are available (Vdovin , Sarro and Middelhoek 1999). 
The membrane structure is subsequently mounted over the actuator structure, w i t h an 
air gap between the two structures of 200;iim. The membrane is then electrostatically ac-
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Actuators 
15mm 
Figure 2.8: Actuator structure of the MMDMs 
In the case of M M D M A, dimension a in the diagram corresponds to 1.75mm, hence /? is 
10.5mm. In the cases of MMDMs B and C, dimension a is 1.25mm, and ^ is 7.5mm 
tuated by keeping the membrane at OV, and applying voltages to the actuators. Applying 
the same voltage to all of the actuators causes the membrane to take a parabolic shape. 
The actuators can only attract the membrane; the membrane cannot be pushed away 
from the actuator structure. Hence, the membrane is conventionally biased to half of the 
maximum stroke before use. The maximum stroke of the device is 10/im at the centre of 
the membrane (Vdovin et al. 1999). The membrane edge is fixed, and hence no correction 
can be performed at the periphery of the device. Therefore, the optimum beam radius is 
less than the membrane diameter. Experimentally, the optimum optical pupil diameter 
has been determined to be about 65% of the membrane diameter (Paterson, Munro and 
Dainty 2000). The initial surface of the membrane is flat to within 0.5/im peak to valley 
over the whole surface, and to within 150nm in an rms sense (Vdovin et al. 1999). 
I t has been shown experimentally that a membrane model can be used for the static 
description of micro-machined adaptive mirrors (Vdovin 1996). Hence, the membrane 
deflection 5(a;, y) can be described by the Poisson equation, given in Equation 2.13, where 
P{x,y) is the electrostatic pressure at position {x,y), and T is the membrane tension: 
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AS{x,y) = -
Pix,y) 
In the case of electrostatic actuation, P{x,y) is given by Equation 2.14: 
(2.13) 
P = 
eeoV{x,yy 
(2.14) 
d{x,yy 
where e is the dielectric constant of air and eo is the dielectric constant of free space, 
V{x, y) is the potential distribution on the actuator structure and d{x, y) is the distance 
between the membrane and the actuator structure. Equations 2.13 and 2.14 require a 
set of boundary conditions, describing the shape of the membrane contour 5c = F{x,y) 
(Vdovin et al. 1999). 
MMDMs have been successfully deployed in a test-bed AO system (Paterson et al. 
2000), and in a field demonstration (Dayton et al. 2000). 
2.4 Are MMDMs ideal cryogenic wavefront correctors? 
Referring back to Section 2.2.4.1, we see that there are four requirements for a wavefront 
corrector to be suitable for cryogenic operation, in addition to those required for room 
temperature operation. As discussed in Section 2.3, MMDMs have been succesfully used 
as room temperature wavefront correctors, hence only the cryogenic requirements remain 
to be fulfilled. These are summarised in Table 2.6. 
Condition Property Requirement 
1 Actuation Not piezo-electric or liquid crystal 
2 Reflecting Surface Continuous 
3 Size Smaller volume is beneficial 
4 Materials As few interfaces between materials with 
dissimilar coefficients of thermal expan-
sion as possible 
Table 2.6: Summary of the additional requirements for a cryogenically cooled wavefront 
corrector 
I t is clear that MMDMs satisfy conditions 1, 2 and 3. Condition 4 is slightly less clear. 
Figure 2.7 shows a cross section through an M M D M . 
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There are 4 interfaces of interest, summarised in Table 2.7. 
Interface Upper 
Material 
Lower 
Material 
Upper Material 
CTE (10-^)/°C 
Lower Material 
CTE (10-^)/°C 
1 Aluminium Silicon 
Nitride 
(Si3N4) 
25 0.8 
2 Silicon 
Nitride 
Silicon 0.8 2.33 
3 Silicon Silicon 
Nitride 
2.33 0.8 
4 Silicon 
Nitride 
Spacer 0.8 Unknown 
Table 2.7: Summary of interfaces between dissimilar materials in an MMDM. 
CTE is the coefficient of thermal expansion. A l l data from (Tyson 2000). 
Note that interfaces below the spacer have been ignored. Any stresses introduced 
from beyond the spacers are considered to be part of the unknown coefficient of thermal 
expansion in interface 4. I t should be noted that these devices are intended for room 
temperature operation; future devices may be optimised for cryogenic operation and hence 
use more homogeneous materials. 
However, although there are four interfaces between dissimilar materials in the current 
design, there are still some fortuitous aspects that should improve the suitabihty of these 
devices for cryogenic operation. Firstly, for the optical surface to be used, there is only 
one interface, between Aluminium and Sihcon Nitride. This means that any aberrations 
introduced by interfaces 2, 3 and 4 would only affect the boundary of the optical surface. 
Hence, by using a smaller area of the optical surface, these eff'ects can be reduced. Sec-
ondly, although the membrane structure is supported in four corners (one corner by the 
membrane ground connection, the other 3 by spacers), only one of the spacers is glued 
to the membrane structure. Hence, the membrane structure is fixed in two positions, the 
membrane ground connection and the opposite spacer. This reduces the effect on the 
optical surface of the distortions introduced by the actuator structure. 
Finally, the silicon nitride (0.5-0.7/im) and aluminium (0.2/^m) layers are much shal-
lower than the silicon wafer (525/im) (Vdovin 1996). Hence the stresses introduced by 
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co-efl[icient of thermal expansion mis-match should be minimised. 
Table 2.8 summarises the suitabihty of MMDMs for cryogenic wavefront correction. 
Condition Property Requirement MMDMs meet 
requirement? 
1 Actuation Electrostatic / 
2 Reflecting Surface Continuous Membrane / 
3 Size Small volume / 
4 Materials Homogeneous ? 
Table 2.8: Summary of the suitability of MMDMs as a cryogenic wavefront corrector 
Alternative devices for cryogenic wavefront correction are simply not as suitable. The 
cryogenic suitability of the devices fisted in Table 2.3 in Section 2.1.2.3 are presented 
in Table 2.9. W i t h the exception of the Northrop-Grumman device, for which ful l de-
tails were unavailable, the only other wavefront corrector that appears to be suitable for 
cryogenic operation is the Boston MicroMachines device. However, the structure of this 
device is more complex than that of an OkoTech M M D M , so the M M D M is the most 
likely candidate for a cryogenic wavefront corrector. 
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Device 1: Actuation 2: Surface 3: Size 4: Materials 
Thermotrex X X X X 
Wright AFB / ? " / X " 
Northrop-Grumman ? / / ? 
Meadowlark X X / x-^ 
Xinetics X / X X 
Boston MicroMachines / / ? / 
Cilas (Bimorph) X / ? ^ X ' ' 
Cilas (Piezo) X X X X 
"Although the optical surface is segmented, a lenslet array is used to increase the fill-factor. This may 
eliminate the problems associated with a segmented surface 
''The mirror is a stacked polysilicon membrane, supported by complex flexures 
"^unknown 
•^Although the materials are homogeneous, they are also unsuitable for operation at cryogenic temper-
atures 
^May be segmented or continuous 
^The mirror is a stacked polysilicon membrane, supported by posts mounted upon another polysilicon 
membrane, in turn supported over electrodes. 
'Marginal 
''The reflecting surface is bonded to the two layers of piezo-electric 
Table 2.9: Summary of the suitabifity of MMDMs as a cryogenic wavefront corrector 
Sources: (ColHngs 1999, Lee et al. 1998, Bifano, Perreault, Krishnamoorthy Mali and 
Horenstein 1999, Roddier 1999) 
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2.5 Conclusions 
This chapter has summarised the development of adaptive optics systems, and analysed 
the constituent parts of such a.system. The motives for cooling an AO system to cryo-
genic temperatures were then discussed. The two prinicple applications are ground-based 
IR observations and satellite observatories. The need for a cryogenic AO system for 
both these applications was discussed, along with the requirements for an ideal cryogenic 
wavefront corrector. I t was established that cryogenically coohng an AO system did not 
have any implications for the wavefront sensor or the control loop. MMDMs were then 
discussed, and compared with the ideal cryogenic wavefront corrector. The suitabihty 
of other wavefront correctors was also examined. I t was determined that MMDMs were 
not ideal wavefront correctors, but were the closest currently available device to the ideal 
wavefront corrector. The only improvement that could improve MMDMs cryogenic char-
acteristics is to construct them from more homogeneous materials. The remainder of this 
thesis explores the properties of MMDMs when cooled to cryogenic temperatures (78K). 
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Chapter 3 
Cryogenic Cooling of 
Micro-Machined 
Membrane Deformable 
Mirrors 
3.1 Introduction 
This chapter introduces the previous work undertaken on the cryogenic cooling of Micro-
Machined Deformable Mirrors (MMDMs) by Bonicel (1999). The mechanical mounting 
method of the earfier work is then discussed and analysed, with particular emphasis 
placed on the efficiency of the design for the purpose of cryogenic cooling. A model is 
then introduced to assess the theoretical limits of this mechanical mount. Prom this 
model, i t is shown that i t was necessary to construct a new mounting method to achieve 
the targets of this thesis. A new design for the mechanical mounting is then described, 
having been developed through the use of the model. Experimental verification of a 
new method for measuring the M M D M temperature is also demonstrated. Finally, the 
experimental results from this new mounting are presented. 
3.2 Original Mechanical Mount 
Preliminary work on this project had been undertaken by Sebastian Bonicel. A brief 
summary of the initial system wil l be given here, for more detail see Bonicel (1999). The 
aim of the preliminary work was to characterise 19 channel MMDMs of 10mm diameter, 
as described in Vdovin, Middelhoek and Sarro (1997), down to 126K. The three main 
sections of their system, and indeed, the system described elsewhere in this thesis, were 
the control software, control electronics and mechanical mounting. A discussion of the 
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re-design of the mechanical mounting will be presented here. Changes to the control 
software wil l be discussed in sections 4.3 and 5.3 and the electronics will be discussed in 
section 5.2.1. 
3.2.1 Mechanical Mounting 
Calcium FIOLMje Window 
Cold Housing 
Beam to/from 
outside world 
GIO 
Mounting PCB 
Support Plate 
MMDM 
O Uo^ UDJS 
Cold Plate 
Liquid Nitrogen 
T=77K 
Aluminium 
PCB 
Figure 3.1: Original Micro-Machined Deformable Mirror Mechanical Mounting 
Dewar walls are at room temperature, and the interior of the dewar is evacuated to 
~ 10~''mbar. 
The dewar was a commercial model from Oxford Instruments (Oxford Instruments 2002). 
The initial set-up within the dewar was designed for mounting a 19-channel MMDM. 
which was provided mounted on a G-10 printed circuit board with trailing leads for the 
control signals (see fiigure 3.1). This was supported by an aluminium support plate and 
L-bracket, which were in turn attached to the cold plate. However, in this arrangement. 
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the membrane of the M M D M is not in thermal contact with the cold plate, since the layer 
of G-10 is a good thermal insulator (Marquardt, Le and Radebaugh 2000). To remedy 
this, and facilitate a good thermal contact between the M M D M and the cold plate, an 
aluminium thermal plug was used, which was attached to a further G-10 support in 
such a way that i t just made contact with the front of the membrane. This thermal 
plug was then attached to the cold plate using a copper braid. Also mounted on the 
thermal plug were a pair of diodes for temperature measurements and a pair of resistors 
for heating, to raise the equilibrium temperature of the M M D M to a controllable value. 
The wires within the system, for the M M D M control signals, the diodes and the resistors 
were enamelled constantan wire. Constantan was chosen due to having high electrical 
conductivity coupled with low thermal conductivity. 
The cold housing shown in Figure 3.1 was only present for some of the tests. The 
purpose of this housing was to reduce the radiative emissions from the dewar walls onto 
the thermal plug. The reason it was only present on some of the tests was that it was 
necessary to evaluate whether it made any improvement to the system. 
3.3 Cooling the Original System 
3.3.1 Diodes as Thermometers 
A fundamental problem that had been addressed prior to the start of this project, was that 
of how to measure the temperature of the MMDM? The solution implemented consisted 
of measuring the forward voltage across a diode which was mounted onto the thermal 
plug. Since this thermal plug was in turn in thermal contact with the mirror, the diode 
should be at the same temperature as the M M D M . The technique of using the variation 
in forward voltage across a diode as a thermometer is well established (Szmyrka-Grzebyk 
and Lipinski 1995). Certain caveats apply, however. Notably, since the exact composition 
of each diode is unique, each diode must be individually cafibrated. Secondly, an error 
may be introduced due to the change in current flowing through the diode, depending on 
the exact design of the circuit used (Bresee 1999). 
3.3.2 A Model for Evaluating the Thermal Properties of the Mechanical 
Mount 
A fundamental part of this project was to successfully cool the M M D M to under 80K in 
order to characterise it's suitability for practical cryogenic instruments. However, using 
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the original system, the M M D M temperature could be routinely cooled to 126K, and 
occasionally cooled to as low as 115K. To assess why the M M D M was not achieving 
a temperature of under 80K, an audit was undertaken of the the thermal inflows and 
outflows to the M M D M within the dewar. Since the diode thermometers were attached 
to the thermal plug, it was the termal plug temperature, rather than M M D M temperature 
that was being measured. I t was assumed that the M M D M was at the same temperature, 
since the plug was in thermal contact with the membrane of the M M D M . 
3.3.2.1 Convective Inflows 
Thermal transfer by convection can be immediately eliminated, since the dewar is typically 
evacuated to 10"^  mbar before cooling. 
3.3.2.2 Conductive Inflows 
The constantan wire connecting the resistors and the diodes to the external power supply 
and multimeter, respectively, were the potential source of conductive inflow. The power 
input for a given M M D M temperature can be calculated from equation 3.1, using the 
values from Table 3.1 
P = kA TH-TC (3.1) 
Symbol Value Description 
k 43 .1W/mK Coeflicient of thermal conduction (value 
from Weast (1975-1976)) 
A 2.29xl0 -^m2 Area of cross-section, from diameter measured with 
a micrometer 
TH 293K Temperature of "Outside World", measured with a 
diode thermometer 
Tc Temperature of M M D M 
L 180mm Length of constantan wires (measured) 
Table 3.1: Values used to calculate power into system from conduction 
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3.3.2.3 Radiative Inflows 
The radiative inflow was calculated from Stefan-Boltzmann's law, given in equation (3.2). 
P = EAGT^ (3.2) 
Using the values from Table 3.2, a radiative power input from the outside world could 
be obtained. The area used for determining the radiative inflow was the that of the front 
and side surfaces of the thermal plug, since these were the only areas exposed to radiative 
emissions from room temperature sources; in the case of the side surfaces, it was assumed 
that the dewar walls were at room temperature (see Figure 3.1). The emissivity of the 
aluminium-coated membrane wil l be negligible, since the reflectivity is ~ 1 . 
Symbol Value Description 
e 0.5 Assumed (see text) 
A 3.37xlO-' 'm Absorbing area 
a 5.67xlO-^W/m2-K4 Stefan-Boltzmann's constant 
T 293K Room temperature 
Table 3.2: Values used to calculate power into system from radiative inflow 
I t should be noted that the emissivity of the thermal plug, e, was assumed to be 0.5, 
considered to be a reasonable upper limit value for the roughened aluminium used to 
construct the thermal plug. 
The copper braid used to connect the M M D M to the cold plate also has a finite surface 
area. This area was dependent on the specific braid used (several were used for the initial 
tests), and varied from 4.32xl0~^m^ up to 5.35xl0~'^m^; values which are notable for 
being larger than the absorbing area of the plate. Hence, the absorption of the wire was not 
negligible. An emissivity, e, of 0.5 was also assumed for the copper. The temperature used 
to evaluate the power radiating onto the copper braid was the cold housing temperature, 
for those simulations including the cold housing, or room temperature radiation from the 
dewar walls otherwise. 
The cold housing also had a diode thermometer attached so that the temperature of 
the housing was known. The contribution of the housing, when installed, to the total 
radiative inflow could then be calculated from the experimentally measured temperature 
of housing. 
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I t is assumed that the radiative emissions from the cold plate of the dewar are negli-
gible; an assumption which should be considered to be sound due to the T^ term in the 
Stefan-Boltzmann equation. 
3.3.2.4 Convective Outflows 
Convection can again be ignored, for the same reason as for power inflows. 
3.3.2.5 Conductive Outflows 
The conductive outflow from the M M D M is given by equation 3.1. In this case k is the 
thermal conductivity of the copper, TH is the M M D M temperature and Tc is the cold 
plate temperature, A is the cross-sectional area of the copper braid, and L is the length 
of the braid, with values from Table 3.3. 
Symbol Value Description 
k 401W/m-K From (Weast 1975-1976) 
A 2.69xl0 -^m2 From diameter measured with a micrometer 
TH Temperature of M M D M 
Tc 77K Temperature of Cold Plate 
L 100mm Length of copper braids (measured) 
Table 3.3: Values used to calculate power out of system from conduction 
3.3.2.6 Radiative Outflows 
Radiative output from the thermal plug is also governed by the Stefan-Boltzmann equa-
tion (equation 3.2), although the area involved is now the entire surface area of the thermal 
plug. Also, the temperature involved wil l vary in emission, dependent on the temperature 
of the thermal plug rather than the atmosphere, see Table 3.4. 
Symbol Value Description 
£ 0.5 Assumed (see text) 
A 2.06xl0-^m Emitting area 
a 5.67xlO-^W/m2-K4 Stefan-Boltzmann's constant 
T Thermal Plug Temperature 
Table 3.4: Values used to calculate power out of system from radiative outflow 
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3.3.2.7 Equilibrium 
Having established the equations governing the power into and out of the thermal plug, 
these could then be balanced to determine the temperature of the thermal plug at equi-
librium. These equations were evaluated numerically. 
There were two principal reasons for solving the above equations numerically rather 
than analytically. Firstly, it was hoped that more insight into the cooling process could 
be gained by this approach. Secondly, solving the equations analytically would not be 
simple ^ Therefore, a computer model was constructed to iteratively solve the equations. 
The model assumed a value of thermal plug temperature, and calculated the net power 
flow. I f the net power was positive, a higher temperature was used. Similarly, if the net 
power was negative, a lower temperature was attempted. This process was repeated until 
the net power was under a pre-defined threshold value, typically 1/iW. 
3.3.3 Evaluation 
This model provided several key insights. The first result obtained was that the temper-
ature of the cold housing was not significant, once the housing was appreciably colder 
than the ambient room temperature. This was to be expected due to the T"* term in 
equation 3.2. However, the reduction in the area of the thermal plug exposed to the 
ambient temperature was significant (the outer wall of the dewar is considered to be at 
room temperature). In particular, the copper braid was no longer exposed to the walls 
' Attempting to solve analytically for the case without the cold housing yields 
eAsaTTP + (—p— ? — ) T T P = z f H tAAaibckgd (o oj 
where the nomenclature is defined as: 
Subscript: Indicates a property of: 
1 Copper braid 
2 Constantan wire 
X Cross-section (all other areas are surface areas) 
E Emission 
A Absorption 
T P Thermal Plug 
bckgd Ambient temperature outside dewar 
C Cold plate temperature 
This reduces to 
X • T / / " -f y • T H = Z (3.4) 
where X, Y and Z are constants. The case including the cold housing is similar. 
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of the dewar, but instead to the lower temperature of the cold housing. Hence all fur-
ther analysis was undertaken comparing the experiments and modelled results with the 
cold housing installed, since the cold housing had been demonstrated to be essential to 
achieving low temperatures. 
The main result to emerge from the modelfing was the role of radiation in the tem-
perature of the thermal plug, and by extension, the M M D M . The calculated radiation 
input was 73.1mW (assuming room temperature of 293K, as measured with a diode ther-
mometer); which is independent of the thermal plug temperature. Assuming a thermal 
plug temperature of 80K, and hence maximising the power into the system from ther-
mal conduction (equation 3.1), yields a total conducted power in of just 5mW, and an 
absorbed power in from the copper braid of 0.5mW. This means that over 93% of the 
incoming power came from radiation onto the thermal plug. I t was clear that this had to 
be reduced in order to achieve a lower M M D M temperature. 
The model suggested that the thermal plug should be substantially cooler than 115K, 
the lowest temperature experimentally obtained with the original system; equilibrium 
was achieved at a temperature of 82K in the modelled system. The principal source of 
the power outflow was conduction through the copper braid, which was the reason for 
the copper braid initially being installed. There were several potential reasons for the 
discrepancy. Firstly, the copper wire used may have been a copper alloy, which would 
consequently have had a difi"erent coefficient of thermal conduction. 
Secondly, a major assumption in the model is that the aluminium housing is completely 
opaque at infrared wavelengths. The modelled housing eliminates all radiation from the 
room temperature dewar walls. 
Thirdly, the assumed value of the emissivity (0.5) may also have been wrong. However, 
this does not result in a sufficiently large change in the ultimate equilibrium temperature, 
resulting in a modelled equilibrium temperature of 86K, for a perfect black body with 
emissivity of 1. 
Finally, all thermal interfaces were assumed to be perfect. The problem of the dif-
ference in temperature between two dissimilar materials in contact is non-trivial, and 
literature only has values for certain specific combinations. Unfortunately, the situation 
described here was relatively complex; there were interfaces between the copper of the 
cold plate and the alloy solder tag, the solder tag to the copper wire, a similar connection 
at the other end of the copper wire, and the final interface between this alloy solder tag 
and the aluminium thermal plug. To improve some of these contacts, a layer of indium 
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foil was inserted at the interfaces of solder tag with cold plate, and solder tag with thermal 
plug. As an aside, a layer of indium foil was also inserted between the thermal plug and 
the M M D M membrane when the M M D M was in use. Indium is a very soft metal, so the 
foil increases the effective surface contact area by filling in the minute ridges and valleys 
in the materials at either side of the boundary. 
The model was most useful in directing attention towards the areas which had the 
largest potential improvement, notably the radiative inflow into the thermal plug. 
3.4 The Motivation for a Re-design 
Having established the limitations of the mechanical mounting, devloped by Bonicel 
(1999), attention was focused on the requirements for a re-designed mounting. The first re-
quirement was that the new mounting had to be compatible with the 37 channel M M D M 
from Okotech(Vdovin 2001b). The 19-channel M M D M was supplied mounted directly 
onto a PCB. The 37-channeI M M D M , on the other hand, was mounted onto a standard 
11x11 PGA connector. This in turn mounted onto a PCB with two IDC connectors for 
the control voltages. This packaging method increased the vertical extent of the mirror 
package, and necessitated at least modification to the M M D M mechanical mounting, to 
prevent the front surface of the package contacting the cold housing. 
The second motive for a re-design was that i t was clear that some method would 
have to be found to reduce the radiative load onto the M M D M . This would entail the 
mounting of either re-imaging optics to reduce the field of view onto the MMDM, or the 
use of suitable filters. 
A third motive was that i t was desirable to remove the thermal plug from the sys-
tem completely. Having calculated the power radiated from the mirror at 80K, it was 
known that if the radiative load onto the M M D M could be reduced to a similar level, a 
temperature of 80K should be acheivable without recourse to conducting heat away from 
the M M D M . The reason why it would be beneficial to remove the thermal plug Wcis that 
it would help to preserve the fragile membrane of the M M D M . These membranes are 
< Ifim thick, and under high tension, so they rupture easily. Once the membrane has 
been punctured, the M M D M becomes useless. Therefore it was desirable to reduce the 
risk of damaging the membrane. In addition, there were concerns that differential thermal 
contraction of the indium, aluminium and shcon-nitride membrane may have introduced 
further aberrations upon cooling the M M D M set up. 
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3.5 Re-design 
The model described i n Section 3.3.2 was directly applicable to evaluating the validity 
of the re-design, and estimating how well a given design would meet the requirements 
out l ined i n Section 3.4. 
The space w i t h i n the dewar is hmited, part icular ly i n the vertical direction (defined 
as the direct ion f r o m the cold plate to the dewar window). Due to this, i t was decided to 
mount the M M D M as close to the cold plate as possible, so the a luminium L-bracket was 
shortened for the new design. This was purely for practical reasons, and had no direct 
effect on the temperature attained by the M M D M w i t h i n the dewar. 
I t was decided to continue w i t h the cold housing, albeit constructing a new one f r o m 
copper, w i t h a larger contact area w i t h the cold plate. This should result i n the cold 
housing a t ta in ing a lower temperature than for the earlier cold housing design. Al though 
the radiative load f r o m the cold housing was not a significant factor i n the model of the 
or iginal system, i t was hoped to reduce other radiative inputs to such a degree that the 
magnitude of the emissions f r o m the cold housing would be of a comparable level. Hence, 
reducing the cold housing emissions was bo th advantageous and achievable. There was 
another addi t ion to the cold housing, i n that i t was coated in several layers of aluminised 
mylar f o i l . This f o i l is highly reflective at infra-red wavelengths and so should reduce 
the radiative thermal load on the M M D M further . This would make the experimental 
system more similar to the modelled system, in that i t would ensure that the cold housing 
was indeed opaque at infrared wavelengths. The mylar f o i l itself has a low thermal 
conductivi ty, so energy absorbed by the outer layers is not conducted through to the cold 
housing. A n aperture was cut through the f o i l and cold housing to allow the M M D M to 
be observed f r o m outside the dewar. 
The most radical change f r o m the original design was a change in emphasis. The origi-
nal design was motivated by the desire to remove power f r o m the M M D M , by conduction. 
The new design was intended to prevent the radiative load reaching the M M D M in the 
first place. Consequently, the copper wire to the cold plate was removed, along w i t h the 
thermal plug; and a filter was added over the aperture of the cold housing. This filter was 
a simple short pass filter (Schott classification KG4) , which absorbed wavelengths above 
4/wm. Hence, the m a j o r i t y of the room temperature emissions (at lO/xm, f rom Wien's 
displacement law) are blocked. The equation for the radiative power into the M M D M 
became 
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P='-xAex J riX)dX (3.5) 
•J Jo e A * T - 1 
where the factor of | is f r o m the thickness of the f i l ter being 3mm, compared to 
the thickness of the f i l te r used to produce the transmission curve being 2mm. T ( A ) is 
the transmission of the f i l ter at a given wavelength, A . T represents the temperature of 
the outside environment, i n other words, room temperature. This had to be integrated 
numerically, by the t rapezium rule, due to only having empirical data for the transmission 
curve (Schott Glass Technologies, Inc. 1998). The model indicated that, w i t h the fi l ter 
installed, the M M D M temperature should be essentially the same as that of the cold 
housing and filter. The radiative power i n f r o m the environment was cut to 8.3^W, a 
dramatic improvement over the 73.1mW of radiated power wi thou t the filter. I t should be 
noted that , for a practical cryogenic A O system for infra-red astronomy, a more complex 
filter would be required that had a narrow band-pass in the region of interest. 
Now tha t the thermal p lug had been removed, i t became necessary to find an alterna-
tive mount ing point for the diode thermometers. A n addit ional plate of a lmuminium, of 
the same f ron t surface area as the M M D M was mounted w i t h i n the dewar and the diodes 
epoxied to this plate. Several tests were conducted to ensure the vahdity of this remote 
temperature sensing approach, by mount ing mult iple plates w i t h i n the re-designed cold 
housing and measuring the temperatures of each plate. Locations used for these tests 
included mount ing plates alongside the M M D M socket and on an extension above the L -
bracket, as well as each test having a plate mounted i n the M M D M socket for reference. 
Even using dissimilar metals, the largest measured temperature diflference for plates of 
the same surface area was 2 ± 0 . 5 K . Similarly, when the surface area was different, the 
largest temperature difference at equi l ibr ium was also 2 ± 0 . 5 K , however the surface area 
was significant i n the non-equil ibr ium temperatures, leading to temperature differences 
of up to 2 1 ± 0 . 5 K . Note that the possibility of attaching the diodes directly to the front 
surface of the silicon wafer surrounding the M M D M membrane was considered, but was 
deemed to be impract ical . The temperature variations were independent of the location 
of the temperature-sensing diode w i t h i n the cold housing. This meant that the entire 
volume w i t h i n the cold housing could be considered to be at the same temperature. The 
final mount ing point chosen for the thermal sensor plate was above the L-bracket, as this 
allowed the t raiUng wires f r o m the diode to be permanently attached to the L-bracket, 
and hence prevented the risk of these wires obscuring areas of the M M D M surface. 
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The conducted power into the system from the constantan wire to the diodes was 
reduced by connecting the wires to the cold plate between the connector and the diodes. 
This effectively changed the conduction system from being 
Tdiode ' * Tf^ckgd 
to being 
with the power transfer in each case being governed by equation 3.1. This prevented 
the power coming in through the connector from being conducted to the diodes, a.s the 
cold plate was colder than the diodes. Hence the power load onto the diodes was reduced. 
This does not directly affect the M M D M temperature, since the diodes sse no longer in 
direct contact with the M M D M , but it does affect the measured temperature. 
The re-designed mount is shown in Figure 3.2: 
Calcium iDuride Window 
Fiiter 
Beam to/from 
'outside world' 
Key: 
MMDM 
Socket 
Support Plate MMDM 
Mounting PCB 
'^"OO UDiUDlSUO 
Cold Plate 
Liquid Nitrogen 
T=77K 
Aluminium 
PCB 
Copper 
Figure 3,2: Micro-Machined Deformable Mirror Re-designed Mechanical Mounting 
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3.6 Experimental Verification of New Design Improvements 
Having installed the re-designed mechanical mount ing w i t h i n the dewar, i t was necessary 
to ver i fy that lower temperatures were indeed being attained. I n the course of evaluating 
the val id i ty of having the diode thermometer remote f r o m the M M D M , a diode was at-
tached to the cold plate. Hence, the capability to measure the cold plate temperature was 
gained. I n the first test r un after instal l ing the re-designed mount, a cold plate temper-
ature of 7 9 ± 0 . 5 K was measured, w i t h a M M D M temperature of 8 0 ± 0 . 5 K . I n subsequent 
operation of the re-designed mounting, temperature of 7 7 ± 0 . 5 K for the cold plate and 
7 8 ± 0 . 5 K for the M M D M have been measured. Therefore, the re-design achieved it 's ob-
jective, and tests towards characterising the M M D M at temperatures under 80K could 
begin. 
3.7 Conclusion 
I n this chapter, the i n i t i a l mechanical mount ing of the M M D M has been introduced. This 
mount ing was determined experimentally to be suitable for cooling M M D M s to 126K, 
however, the target temperature for this work was 80K. These experiments introduced 
the use of diodes as thermometers. A model was constructed to evaluate the power balance 
w i t h i n the system at equi l ibr ium to investigate why the i n i t i a l mechanical mounting did 
not cool an M M D M to 80K. Prom this model, i t was determined that the most significant 
factor i n raising the M M D M temperature was the radiat ion inflow f r o m outside the dewar, 
which contr ibuted to over 93% of the power into the M M D M . Hence, a new mechanical 
mount ing was designed. This new design involved a fundamental change in the cooling 
mechanism for the M M D M s : instead o f drawing power away f r o m the M M D M through 
thermal conduction, a filter was introduced to prevent the radiated power f rom reaching 
the M M D M . The model predicted that the power absorbed by the M M D M would be 
reduced by 10'', f r o m 73.1mW, to O.OOSmW. A remote sensing approach to measuring 
the temperature of the M M D M is outl ined, along w i t h experimental verification of this 
technique. I t is then shown by experiment that this new mount cools M M D M s to 78K. 
Hence, this new mount design is suitable for the characterisation of the M M D M properties 
at cryogenic temperatures. 
Chapter 4 
Static Characterisation 
of Micro-Machined 
Membrane Deformable 
Mirrors 
4.1 Introduction 
The static characterisation of the M M D M at cryogenic temperatures is v i t a l to the ap-
pl icabi l i ty of M M D M s as a solution to the problem of wavefront correction at cryogenic 
temperatures. I f the shape of the membrane cannot be controlled at 78K, then i t cannot 
be used as a wavefront corrector at this temperature. To this end, i t was necessary to 
study the static properties of the M M D M at cryogenic temperatures, and, for compari-
son, at room temperature. I n this chapter, a method to accurately measure the surface 
figure of a deformable optical element is described. This method is then applied to a 
sample of three M M D M s . From this, the effect on the i n i t i a l surface figure of an M M D M 
of cooling the M M D M to 78K is shown, bo th quaUtatively through false coloured phase 
maps, and quanti ta t ively in terms of Seidel aberrations. Subsequently the effect on the 
influence functions of cooling the M M D M to 78K is shown. I t should be noted that the 
l i terature already contains room temperature actuator influence functions for M M D M s 
(Dayton et al . 2000), however, the properties of a given M M D M may vary f r o m one batch 
to another, so i t was deemed prudent to examine these properties again. Some of the 
work w i t h i n this chapter has previously been published (Dyson, Sharpies, Dipper and 
V d o v i n 2001). 
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4.2 Surface Measurements 
4.2.1 Optical Arrangement 
There are two static mechanical properties of the membrane of interest; the in i t i a l surface 
figure, and the influence func t ion for a given actuator. B o t h of these measurements 
essentially break down into a measurement of the membrane surface. Hence, for this 
project , a Zygo P T I interferometer was used 4.2.2. The set-up is i l lustrated in Figure 4.1. 
For clarity, the beam expander and collimator are shown as a single lens. 
Mirror Control 
Computer 
Dewar 
High voltage 
Amplifier 
Zygo 
Interferometer 
Beam Condenser 
MMDf^-
Dewar, fiousing 
mirror, looking down 
^ , onto optical bencfi 
Plane mirror witti 
Tip-Tilt alignment control 
(at 45 degrees to optical bencti) 
Beam 
Side view of 
Dewar 
Zygo Control Computer 
Figure 4 .1: The bench set-up for the static characterisation measurements 
Some points are wor th remarking on; firstly, the laser used in the Zygo is a Helium-
Neon laser of wavelength A=633.9nm. The beam condenser was used since the smallest 
beam diameter of the Zygo was 33mm, which would mean that only a quarter of the beam 
was being uti l ised when s tudying a 15mm diameter mirror . Hence a beam condenser 
was uti l ised to match the beam size to the M M D M size and make opt imum use of the 
resolution of the C C D camera w i t h i n the Zygo. The beam condenser was the cause of 
some aberrations i n the measurements. The impact was assessed and minimised by the 
use of a flat mi r ro r to reflect the beam back to the Zygo, and quant i fying the alignment 
w i t h the Zygo software. 
The dewar (see Section 3,2) containing the M M D M (see Section 2) had to be mounted 
vertically, w i t h the mir ror point ing downwards, i n order to prevent the l iquid Nitrogen 
f r o m pour ing out. Hence the need for the fo ld mirror . This was also the reason why the 
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interferometer was used in a horizontal configuration, rather than a vertical configuration. 
Had the dewar been mounted vertically with the Zygo pointing downwards from above 
the dewar, it would have been impractical to cool the dewar. However, if the dewar were 
above the Zygo, the turbulent affect of the liquid nitrogen vapours would have been a 
problem; and the effects of the condensation on the Zygo and reference flat may have 
been problematic. 
4.2.2 Principle of operation of the Zygo P T I Interferometer 
The principle of the Zygo P T I interferometer is in essence similar to the Fizeau inter-
ferometer, as illustrated in Figure 4.2. In this configuration, the interference fringes are 
generated by the path length difference between the beams refiected off the test surface 
and reference flat respectively. Two features of the Fizeau interferometer are worth com-
menting on. Firstly, it is heavily reliant on the use of a laser, since a coherent light source 
is required due to the unequal path configuration. Secondly, the Fizeau interferometer has 
a huge advantage over most other interferometer designs in that the wavefront degrada-
tion due to the expanding optics and beam splitter before the reference flat is eliminated 
since the reference and measurement beams both travel through the same optical system. 
Fold Mirror 
Reference Flat 
Beam 
Expander 
Surface to be tested 
CCD Camera Beam Splitter 
Figure 4.2: Principle of operation of a Fizeau interferometer 
The Zygo P T I interferometer adapts this arrangement as shown in Figure 4.3. There 
are two major differences. Firstly, a piezo-electric transducer is added between the col-
limator and the reference flat. This translates a control voltage to a displacement and 
moves the reference flat, hence changing the optical path difference between the reference 
surface and the surface to be measured (Soobitsky 1985). 
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Beam Splitter 
Figure 4.3: Principle of operation of the Zygo P T I interferometer 
The second difference is the addi t ion of an alignment arm (not shown) which simplifies 
the alignment of the optical system. This is a huge practical advantage, although i t is 
not a fundamental design difference (Domenicali and Hunter 1980). 
Three images are captured by the hardware, w i t h different phase shifts applied. A 
surface map is then constructed by the Z y M O D software (Zygo Corporat ion 1992). There 
are numerous advantages associated w i t h the phase-shifting interferogranis. compared to 
conventional Fizeau interferograms, some of which w i l l be highlighted here. The first 
advantage is that , since the phase is being modulated in a known way, the polari ty of 
the wavefront can be defini t ively measured. For example, i t can be determined whether 
a surface being measured is concave or convex. 
Phase-shifting also yields two significant advantages w i t h respect to the intensity of 
the measurement beam. First ly, the measurements are intensity independent. This was 
cr i t ical to this project , due to the number of surfaces between the interferometer and the 
M M D M ^ Secondly, measurements can s t i l l be taken w i t h low contrast fringes. 
The single most significant advantage of phase-shifting is, however, precision. The 
phase measurement error is l imi ted solely by the detector noise. This enables very accurate 
measurements to be taken under normal circumstances'^. 
'There axe 9 surfaces between the reference flat and the MMDM, as can be seen in Figures 4.1 and 3.2. 
each leading to some light loss through reflection 
^quoted accuracy is better than A/50 peak to valley 
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4.2.3 Z y M O D Software 
Having understood the physical aspects of the Zygo P T I interferometer, i t is necessary to 
examine the Z y M O D software that drives the hardware and translates the three images 
into a surface map. The software has to drive the phase-shifting P Z T as well as collecting 
the data f r o m the interferometer. A f t e r collecting the images to be analysed, the software, 
knowing the phase shifts that have been introduced through the P Z T , can reconstruct the 
surface to great accuracy. The details of the various options to tweak the configuration 
are not impor tant ; however some of the features of the software are significant. The 
software is capable of determining the aperture w i t h i n which measurements are required 
w i thou t user intervention. This is due to the fact that the areas ou twi th this aperture do 
not reflect, and hence the signal detected by the CCD camera w i l l not vary w i t h changing 
voltage to the P Z T . 
The surface map is saved i n a proprietary data format . This can be converted to more 
portable formats, as the data format is well-documented (Zygo Corporation 1992). The 
surface map can be decomposed into the coefficients of up to 36 Zernike polynomials^, 
w i t h some loss of accuracy. The software also describes the wavefront by the five 3rd 
order Seidel coefficients, again w i t h some loss of accuracy'* 
One other feature of the software that was invaluable to this project was the abili ty 
to subtract one wavefront f r o m another. I n this way, small deviations f r o m the in i t ia l 
surface could be measured by subtracting the in i t i a l surface f r o m a new result. I t w i l l be 
seen how useful this was i n Section 4.4.4. 
4.3 Additional Software 
The control of the Zygo is only one of three areas where software was important for the 
static testing of the M M D M . There was also extensive work done on the M M D M control 
software, and on data analysis scripts. I t was necessary to re-write the M M D M control 
software since the original software was of hmited functionali ty, for a specific task; while 
for this project a more general approach was considered important . The need for script-
based image analysis is clear once the number of files concerned is understood. Assuming 
a bare m i n i m u m of one image for each of the three M M D M s unpowered, and one for 
^Defined as per the University of Arizona's F R I N G E program (Zygo Corporation 1992). 
''The Seidel coefficients are chosen to minimise the RMS wavefront fitting error, rather than to follow 
the strict definition of the Seidel aberrations, see (Zygo Corporation 1992). 
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each of the 37 actuators at a given voltage, i n the two m i n i m u m environments^ a total 
of 228 raw images had to be processed. Each of these had to be converted into a more 
portable format than the proprietary Zygo format, cropped to a reasonable size and then 
false-coloured. I n addi t ion, there is the necessity for repeated measurements, and other 
environments; such as comparing room temperature results w i t h and wi thout the vacuum, 
or examining intermediate temperatures. Some f o r m of automation is obviously required. 
4.3.1 Static M M D M Control Software 
The original software to control the M M D M consisted of two programs wr i t t en in C, 
each of which was based on the software provided w i t h the M M D M s . Bo th programs 
ran under MS-DOS. These programs were wr i t t en by Sebastian Bonicel (Bonicel 1999), 
having been based on the programs supphed w i t h the M M D M s by O K O Technologies. 
The static control software allowed the user to select an actuator w i t h the cursor keys, 
and then to change the voltage applied to that actuator i n 5V increments. This software 
was adequate for the characterisation of the 19 channel M M D M s static properties. 
I t was decided to completely re-write the M M D M control software, rather than at-
tempt to mod i fy the existing software. This was par t ly motivated by a desire to use more 
modern tools, since the original software ran under MS-DOS. Once the decision was made 
to switch to Windows N T 4, i t became necessary to choose a programming language. For 
simplici ty, the original C was dropped i n favour of Nat ional Instruments ' Lab V I E W , a 
much higher level programming language. This was in order to achieve a more rapid de-
velopment cycle, par t icular ly w i t h regard to re-designing the interface. A further reason 
for re -wr i t ing the software was the need to drive 37 M M D M channels, through two 20 
channel d ig i ta l to analogue converter (DAC) cards, rather than the 19 channels through 
one card, driven by the original software. The software was completely re-written for two 
reasons; firstly, i t was necessary to use a more sophisticated user interface for the control 
of the 37 channels. Secondly, i t was decided that re-wri t ing the software would probably 
take less t ime than mod i fy ing the original software to control the 37 channels. 
The requirements for the control software were straightforward. The algori thm for 
the software was: 
In i t i a l ly , the re-wri t ten program for static testing was intended to be a separate entity 
f r o m the dynamic testing software (see Section 5.3). However, the two developments 
merged, since the requirements for the static testing software are a subset of those for the 
^At temperatures of 77K and ambient 
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Set a l l M M D M channels to OV (Note: upon computer switch-on, the D A C 
channels are set to random voltages) 
Provide user w i t h a reminder of the safe switch on procedure for the M M D M 
power supplies 
L O O P 
Read f ront panel controls for desired actuator voltages 
Check which actuators have been altered f r o m previous i terat ion 
F O R each changed actuator 
I F actuator signal outside safe range, coerce into safe range 
A p p l y each new actuator voltage 
N E X T actuator 
U N T I L user stops program 
Provide user w i t h a reminder of the safe switch off procedure for the M M D M 
power supplies 
Table 4.1: Pseudo-code a lgor i thm for the static control software of the M M D M s . 
dynamic testing software. Hence, maintaining two sets of software was unnecessary. 
4.3.2 Data Analysis Software 
The analysis of the i n i t i a l surface figure data f r o m the Zygo P T I interferometer consisted 
of three steps. 
The first step was to convert the images f r o m the proprietary image map format output 
f r o m the Z y M O D software into something more portable. This was achieved using the 
map2pgm program previously installed on the Zygo control PC. A bash shell script was 
set up to run this conversion program on al l of the data files. 
The second step was to re-scale each image so that comparisons between different 
experimental results could be made. This was necessary since the Z y M O D software 
automatical ly scales the output data to fill the 8-bit intensity range available. Therefore, 
to compare two different results, i t was necessary to scale the one w i t h the smaller peak 
to valley deviat ion by the rat io of the peak to valley deviations, and hence reduce the 
intensity range used by this image. 
The final step was to false colour the images to highhght the detail w i t h i n them. 
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The problem of analysing the influence func t ion data was slightly more complicated, 
but can be delineated into four steps. 
The first step was again to convert the images a portable image format. 
The second step was to subtract the relevant in i t i a l surface figure f r o m the influence 
func t ion . This was necessary since the in i t i a l surface figures were substantially larger 
than the influence functions in some cases, so the detail of the influence funct ion was 
lost. I t also allowed more meaningful comparisons to be drawn between different results. 
This was done using the Image Magick suite of image processing tools (Image Magick 
Studio 2001). Due to noise effects caused by d i f f rac t ion at the edges of the images, a 
median filter was also applied to remove single pixel features. 
The t h i r d step was to normalise each image to fill the intensity range available to 
highlight detail . 
The final step was to false colour the images. Cross sections through the final images 
were taken using a per l script, which were then re-scaled to match the measured peak to 
valley values. 
4.4 Results 
The static testing results are broken up into two sections, i n i t i a l surface figures and 
influence functions. The in i t i a l surface flgure is a map of the surface of the membrane 
wi thou t applying any control voltages. The results i n this section were obtained by re-
mount ing the M M D M in such a way that only one p i n was i n the mounting socket. The 
purpose of this single point mount was to ensure that mount ing stresses did not contribute 
to the i n i t i a l aberrations, i n order to isolate the deformations inherent to the device; in 
other words, to measure the op t imum in i t i a l surface figure for each M M D M . These results 
w i l l be presented i n the quantified f o r m of the Seidel aberrations for each measurement, 
and the quahtative surface map image. 
The influence functions are a map of the deviations f r o m the in i t i a l surface figure 
caused by poking each ind iv idua l actuator. Hence, each M M D M has 37 influence func-
tions, one for each actuator. These are shown after having had the appropriate in i t i a l 
surface flgure removed in each case. Cross sections through a sample of the influence 
functions w i l l also be included to facihtate better comparisons between the results. 
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4.4.1 Initial Surface Figures 
The coohng process introduces aberrations to the membrane surface due to differential 
thermal contraction between the dissimilar materials i n the M M D M construction. The 
i n i t i a l figures are shown here as false coloured contour plots of the membrane surface. 
The surface figures were taken under a variety of circumstances. The first two sets are 
at room temperature; one at atmospheric pressure and one evacuated. Then results were 
taken at 78K, again evacuated. Finally, results were taken at intermediate temperatures 
w i t h the dewar evacuated. The reason for taking so many results was that i t was hoped 
tha t the effects of evacuating the dewar could be discriminated f r o m the effects of the 
cooling process itself. 
Before presenting the experimental data, there are a few points to note. Firstly, the 
image rotations f r o m one result to the next are not necessarily the same. Secondly, only 
one result for each case is presented. Many more were taken, but , for reasons of brevity, 
are not included here. The presented result is a typical result for each case. Finally, all 
of the presented images are false coloured to the same scale. This has been done to aid 
comparison between one result and another; however, the consequence is that there is not 
much detai l to be observed in the warm results. 
4.4.2 Seidel Aberrations 
Plots are presented below of the variat ion of the major Seidel aberrations w i t h the tem-
perature of each M M D M , w i t h the differences between the M M D M s having been defined 
i n Figure 2.8. The data are presented w i t h the t i p / t i l t on the M M D M having been sub-
tracted i n software. I n addi t ion, the diameter of the image that is analysed is about 95% 
of the diameter of the measured image. This is due to the Zygo's hmited handhng of 
d i f f rac t ion effects f r o m the edges of the membrane surface. I t should be noted that the 
set-up prevents the M M D M being at an equi l ibr ium temperature between 78K and room 
temperature; i t is always either cooling down or warming up. 
Since the M M D M cannot be held at an equihbr ium temperature other than at room 
temperature or 78K, the absolute errors i n the recorded aberrations have been taken to 
be constant w i t h temperature, and the measured errors f r o m the cold measurements have 
been applied to each data point . I t is obvious f r o m the plots (Figures 4.5, 4.6) that the 
scatter on the measurements is much greater for larger aberrations. This is not an effect 
of the low temperatures involved, as can be seen by examining the plot for M M D M A 
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(Figure 4.4), Despite similar temperatures, the scatter is much smaller. Therefore, it is 
assumed that the Zygo interferometer becomes less accurate for large aberrations, that 
is, aberrations leading to a peak to valley displacement of the membrane surface greater 
than about 8A. The peak-to-valley (P-V) values recorded incorporate higher order terms 
than the individual Seidel aberrations presented, and so are not a simple sum of the other 
presented aberrations. 
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Figure 4.4: Variation of Zygo-measured aberrations with temperature for MMDM A 
The results for M M D M A (Figure 4.4) show that a substantial fraction of the MMDM"s 
dynamic range (ss l l / xm w 18A) remains after correction for static aberrations at cryo-
genic temperatures. It should be noted that, were it possible to remove the astigmatism, 
the M M D M would scarcely be affected by the coohng process. 
The results for M M D M B (Figure 4.5) show very different behaviour from the first 
M M D M . Cooling this M M D M results in a P-V membrane displacement of 9.78 ± 0.09A. 
The predominant contribution to this behaviour is again astigmatism. However, with 
this M M D M , the other aberrations are also on a significant scale, particularly Coma and 
Defocus. These results clearly indicate that this M M D M possesses considerably greater 
aberrations at cryogenic temperatures than the first M M D M . 
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Figure 4.5: Variation of Zygo-measured aberrations with temperature for MMDM B 
The results for the final M M D M (MMDM C, Figure 4.6) are distinctly different from 
M M D M B and are even further from the M M D M A results. The P-\' MMDM (lisi)la( (>-
ment here is 10.14±0.06 A, which is only marginally greater than for the second MMDM. 
However, the contributions from the various individual aberrations are different to those 
for M M D M B. In particular, both Spherical Aberration and Defocus are larger in magni-
tude. 
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Figure 4.6: Variation of Zygo-measured aberrations with temperature for M M D M C 
4.4.2.1 Discussion of Seidel Aberrations 
Perhaps the most striking aspect of the preceding initial surface figure Seidel aberration 
results is that astigmatism is consistently much greater than any of the other aberra-
tions. This could be due to two effects. The initial surface figure of the MMDMs also ha.s 
astigmatism as the most significant aberration, so the cooling process could simply be 
amplifying the aberrations already present in the system. The second, and more intrigu-
ing, possibility is that the astigmatism is caused by the contraction of the rectangular 
wafer. A future experiment of some interest would be to study the initial aberrations 
of a M M D M on a circular mount. This would hopefully lead to the major aberration 
becoming defocus or spherical aberration, which are simpler to correct with fore-optics. 
4.4.3 Phase M a p s 
The change in the MMDMs caused by cooling to 78K can perhaps be best illustrated 
through the use of phase maps of the MMDM's surface, measured using the Zygo PTI 
interferometer (Zygo Corporation 1992). These maps have been false-coloured to indicate 
regions of constant phase. In each case, one image is presented from the cold measure-
ments, at a temperature of 78K, and one from the room temperature measurements. Note 
that the image rotations are not necessarily the same between the cold images and the 
warm images. 
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The images for M M D M A (Figure 4.7) show the increase in astigmatism caused by 
coohng. Note that the false-colour map used has been scaled for a total P-V displacement 
of lOA to better illustrate the maps for the cold MMDMs. Hence there is very little detail 
visible; in the w^arm maps. 
(a) Cold (b) Warm 
Figure 4.7: Initial surface figures for M M D M A. 
The phase maps for M M D M B (Figure 4.8) illustrate the scale of the effect on the 
revised MMDMs of cryogenic cooling. The void at the lower-left hand corner of the image 
was due to the aberrations caused by cooling the M M D M , which meant that the reflected 
light did not return to the Zygo camera. 
i " 
(a) Cold (b) Warm 
Figure 4.8: Initial surface figures for M M D M B 
The image presented for M M D M C is shown in Figure 4.9 Again, the void at the lower 
left of the image was due to the aberrations on the M M D M . This was verified through 
the use of a beam-splitter and a screen at a similar optical path length from the MMDM 
as that from the M M D M to the Zygo. This image clearly shows that the MMDM surface 
is heavily deformed by the cooling process. 
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(a) Cold (b) Warm 
Figure 4.9: Initial surface figures for M M D M C 
These results indicate that there is a large variation in the initial surface figure of a 
cryogenically cooled M M D M depending on the specific M M D M used. For these experi-
ments, M M D M A came from an earlier batch than MMDMs B and C. Indeed, MMDMs 
B and C are quite likely to have come from the same batch. It is clear that MMDM A 
is less affected by being cooled to 78K. Potential causes for this have been discussed in 
a private communication from Gleb Vdovin (Vdovin 2001a). Four parameters are varied 
from one batch of MMDMs to another. These are: 
1. membrane thickness (composite, A l + nitride) 
2. ratio of nitride thickness to aluminum thickness 
3. tension of nitride 
4. tension of alumiimm 
Unfortunately, the values for these parameters for the MMDMs tested here are not 
known. However, given the differences in the coefficients of thermal expansion for the 
dissimilar materials used in the M M D M construction, summarised in Table 4.2, it seems 
likely that the crucial factor for cryogenic operation is the ratio of nitride thickness to alu-
minium thickness. For infrared operation, a gold coated membrane would be used rather 
than aluminium, for better infra-red reflectivity. The coefficient of thermal expansion of 
gold is closer than aluminium to that of silicon, so a gold coated membrane may cope 
better with the stress of cryogenic cooling. 
4.4.4 Influence Funct ions 
The influence function of each actuator in a modal wavefront corrector is simply the phase 
change introduced to a wavefront for a given signal to that actuator. Tlii> is ( ' ( l u i v a l c n i I D 
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Material Coefficient of thermal Source 
expansion at 25° C 
( K ^ 
Aluminium 25x10"^ (Weast 1975-1976) 
Silicon 3x10-'^ (Weast 1975-1976) 
Gold 16x10-^ (Weast 1975-1976) 
Silicon Nitride, Alpha 2.90x10"^ (Shackleford 1997) 
Silicon Nitride, Beta 2.25x10"^ (Shackleford 1997) 
Table 4.2: Coefficients of thermal expansion for M M D M materials. Note that Silicon 
nitride forms one of two crystal structures, denoted by alpha or beta. 
the change in the MMDM's surface map caused by applying a voltage to a given actuator 
in this case (although the phase change is actually twice the membranes displacement at 
a given point due to the reflection of the wavefront). 
For the results presented here at 78K, the influence functions were swamped by the 
init ial surface figure deformations of the membrane outlined above (see Section 4.4.1). 
Consequently, it was necessary to do some image processing to the surface maps obtained 
for the infiuence function data. Due to the number of influence functions involved (37 for 
each of 3 MMDMs in 3 sets of environmental conditions), this process was automated, 
through a mixture of bash shell scripts, perl, C and some tools from the Image Magick 
toolkit (Image Magick Studio 2001). For more detail of the image processing done, see 
Section 4.3.2. 
4.4.5 Influence Funct ion Phase Maps: M M D M A 
The actuator numbering scheme utihsed here is as given in Figure 2.8 in Section 2.3, 
although the results are mirror-imaged and rotated relative to the numbering scheme. 
The actuators are described in terms of zones, where the actuators within each zone are 
defined by Table 4.3. The false colour maps run from black, meaning no change at all 
from the reference image, through green indicating a small change, yellow, red blue and 
white, indicating the region with the greatest deviation from the reference. 
The final false coloured phase maps are presented here. Figure 4.10 and Figure 4.11 
shows the influence functions for M M D M A at room temperature and at 78K respectively. 
This device has a 1.75mm center to center spacing between actuators, hence the edge 
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Zone Actuators 
0 1 
1 2-7 
2 8-19 
3 20-27 
Table 4.3: Definition of actuator zones 
actuators in zone 3 are very close to the the fixed membrane boundary, with the gap from 
the edge of the aperture to the center of the outermost actuators being 1.375mm 2.8. 
In general, the room temperature results and the cold results for M M D M A are similar. 
This wi l l be further illustrated in Section 4.4.9, where selected cross sections will be 
presented. I t should be noted that all of the results presented here are individually 
normalised, to exploit the ful l range available from the false colour map in order to 
enhance the detail in the structure. This does mean that no valid comparisons between 
the magnitude of different results can be made here; however, this will be explored by 
examining the cross sections through the infiuence functions in Section 4.4.9. 
In zones 0 and 1, the room temperature result gives a clearly defined infiuence function. 
These functions are roughly circularly symetric, although some hexagonal structure is 
visible in the zone 0 result. This is due to the actuators being hexagonal. The 78K 
results for zones 0 and 1 are similar to the room temperature results, albeit noisier. Some 
errors in the subtraction of the reference flat can be seen, particularly in the cases of 
actuators 2, 4 and 5. In the case of actuator 4, this error appears to be symmetric, across 
the diagonal from the lower left corner to the upper right. This would be indicative of 
an astigmatic residual, which would be expected since the predominant aberration in the 
reference image is astigmatism. 
The case of zone 2 is similar to that for zones 0 and 1. In the room temperature 
results, the most noticeable feature is that the images for zone 2 are noisier. This is due 
to the reduction in the membrane throw for actuators closer to the edge of the membrane, 
which means that the signal to noise ratio is lower. Hence, when the signal is amplified to 
use the fu l l range of the false colour map, more noise becomes visible. This phenomenon is 
equally prevalent in the 78K results. Note that the predominant residual artefact is again 
astigmatic, as can be seen in the results for actuators 14, 15 and 16. In the specific case 
of actuator 10, the residual appears to be predominantly circularly symmetric, indicative 
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of a focus error or spherical aberration. This is almost certainly due to an error in the 
reference flat subtraction. 
The final set of actuators, zone 3, is perhaps the most interesting set in this data. For 
all of these actuators, i t is apparent that the signal is further reduced from the case for zone 
2, hence the residual error from the image manipulation stage is even more prominent. 
However, the results are still useful. Since the six corner actuators (20, 23, 26, 29, 32 
and 35) should be closest to the boundary, they should also have the weakest signals. 
While this is true for most of the corner actuators, both actuators 20 and 35 have strong 
signals. This leads to the hypothesis that the actuator pad is actually off'set marginally 
from the membrane, in the direction from actuators 20 and 35 towards actuators 26 and 
29, resulting in actuators 26 and 29 being closest to a membrane edge, while 20 and 35 
are the furthest corner actuators from the edge. I t should be noted that the residual 
errors after subtracting the reference wil l probably be greatest for the zone 3 actuators 
due to the initial reference flat being taken before the results, with the results proceeding 
in order of actuator number. Hence, any deviation in the optical alignment, through for 
example, thermal contraction or expansion of the mountings holding the beam condenser, 
wi l l result in the reference flat being less accurate for the later results. In the case, the 
results were taken in the order of the actuator numbering scheme, so the reference flat 
wi l l be most accurate for actuator 1 and least accurate for actuator 37. 
The 78K results for zone 3 are again similar to the warm results, although there is a 
greater random noise component and less reference subtraction error. Again, actuators 
20 and 35 have the strongest signal of the six corner actuators. A point to note about 
actuators 23, 24, 26, 29 and 32 of the 78K results, and 23, 25, 26, 27, 28, 29 and 32 
of the room temperature results, is that the false colouring scale picks out the largest 
variation from the reference as white, and in these cases this is not at the actuator itself 
Some of these results, for example, actuator 27 of the warm results, have the highest 
points at an edge of the aperture. This is due to the presence of diffraction effects at 
the edge of the M M D M aperture. The Zygo P T I does not handle these diffraction effects 
well. Consequently, in the image processing phase, a median filter of radius 1 pixel, was 
applied to all of the images. This removed the worst of the diffraction effects in most 
cases, however some residual effect remained. A larger radius of filter was attempted, but 
removed some detail from the images. 
Due to the fixed boundary edge, and the limited scale of motion available to the 
perimeter actuators, OKO technologies revised the actuator pattern by packing the ac-
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tuators closer together, resulting in a 1.25mm center to center actuator spacing, see 
Figure 2.7. This meant that the outer actuators were now centered 2.25mm from the 
membrane edge. M M D M A was of the first type, with 1.75mm center to center actuator 
spacing, while MMDMs B and C were of the revised type. Note that there were no other 
changes to the design. 
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Figure 4.10: Room temperature influence functions for MMDM A 
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Figure 4.11: Cryogenic temperature influence functions for MMDM A 
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4.4.6 Influence Funct ion Phase Maps: M M D M B 
The room temperature results for M M D M B (Figure 4.12) show a dramatic improvement 
in the signal to noise ratio compared to the results for M M D M A (Figure 4.10. This 
is entirely due to the actuators being further from the fixed membrane boundaries, and 
hence causing a larger displacement in the membrane position. 
The 78K results for M M D M B (Figure 4.13) have a void towards the lower left, due to 
the void being present in both the data map and the reference map. This void is due to 
the aberrations introduced onto the M M D M surface by the cooling process, as explained 
in Section 4.4.3. In a substantial fraction of cases, the largest deviation from the reference 
surface is along the edge of this void, affecting the false colouring of the rest of the image 
surface. I t was decided not to apply a larger median filter, or to randomly crop out this 
data, for two reasons. Firstly, it was felt that it was important to be consistent between 
the data sets for each M M D M in each environment. This was particularly significant with 
regard to the median filtering option, since i t may have obscured genuine data and made 
the maps look less noisy than the maps for the other MMDMs. Secondly, information 
would have been lost from the influence functions of actuators 11-14 and 24-29 should 
any process be used to consistently remove this edge. Consequently, some loss of detail 
on some surface maps has to be tolerated. 
I t is worth noting that some of the void region could be restored by applying a voltage 
to the relevant actuators, as shown by the results for actuators 25-29. This indicates that 
the membrane must have been sloping upwards, relative to the actuator pad, from the 
center to the boundary, as the image was restored by pulling the membrane towards the 
relevant actuator. 
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Figure 4.12: Room temperature influence functions for MMDM B 
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Figure 4.13: Cryogenic temperature influence functions for MMDM B 
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4.4.7 Influence Funct ion Phase Maps: M M D M C 
M M D M C may be from the same manufacturing batch as M M D M B; it possesses the 
same actuator spacing, was part of the same delivery and has very similar experimental 
properties. The room temperature influence functions (Figure 4.14) do appear to have 
a systematic error in the reference subtraction, resulting in a residual t i l t growing in 
magnitude from the left hand side up towards the right hand side. Otherwise, the maps 
look similar to those for M M D M B. The cold results (Figure 4.15) suffer from a similar 
false colour scaling problem as for the results for M M D M B (Section 4.4.6). Again, the 
void at the lower left is present. These results, though, appear to have a discontinuity 
near the edge of the membrane close to the void in some of the results, for example, for 
actuator 4. This has to be a measurement artefact of some sort, since the membrane 
was still intact upon subsequently warming the device up, and appeared to be intact to 
a visual inspection while cold and within the dewar. 
For several surface maps, a large reference subtraction error is apparent. However, 
the remaining surface maps compare well with those for M M D M B. Two small patches 
can be seen in the void. A similar patch was also observed in the results for MMDM 
B. I t is conjectured that these patches are simply reflections from dust particles on the 
membrane. 
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Figure 4.14: Room temperature influence functions for MMDM C 
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Figure 4.15: Cryogenic temperature influence functions for MMDM C 
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4.4.8 Influence Funct ion Phase Maps: S u m m a r y 
Before examining the cross sections of the influence functions, the phase map results 
wil l be summarised. Several important points have been discussed. Firstly, there are 
two models of M M D M being tested. The flrst version had actuators with a center to 
center spacing of 1.75mm ( M M D M A) , while the second version had an actuator center 
to center spacing of 1.25mm. This revision resulted in a substantial improvement in the 
consistency of the influence functions in a given device from one actuator to the next at 
room temperature, particularly for the outermost actuators. 
Secondly, M M D M A appears to have the closest match between the cold and warm 
influence functions. This is to be expected, since the initial surface figure is the least 
distorted of the three MMDMs (see Section 4.4.3. 
A final point worth noting is that these influence functions represent the flrst adaptive 
optical element technology to have been demonstrated to work at temperatures down to 
78K. Furthermore, these devices have been designed for room temperature operation, 
and therefore there is scope for optimisation of the design and manufacturing process for 
cryogenic operation. 
4.4.9 Influence Funct ion Cross-Sections 
Having examined the MMDMs influence functions in a qualitative way, by examining the 
false coloured surface map plots, it is now necessary to study some quantifiable results 
from the influence functions. To do this, each image was rotated so that the intensity peak 
lay along a horizontal line through the center of the image. This fine was then extracted 
and plotted. This did mean that, in some cases, the actuator was missed, due to the peak 
intensity being a diffraction effect and hence remote from the actuator position. In these 
cases, the image was rotated interactively to ensure that the actuator was in the correct 
position. 
The cross sections were then scaled so that the peak was in accordance with the peak to 
valley displacement measured by the Zygo. Finally, the position co-ordinate was scaled to 
a percentage of the membrane radius. The membrane edge was clearly identifiable within 
the images, hence was a natural reference for the scaUng. 
The cross sections were used to answer several specific questions. Firstly, it will be 
shown that the actuators' influence functions were dependent only on the distance from 
the center of the membrance, and not on the actuators angular position within the zone 
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(Section 4.4.9.1). This means that only a triangle of 7 actuators (for example, 1, 2, 8, 
9, 20, 21 and 22 from Figure 2.8) would have to be studied to obtain a complete set of 
influence functions. For clarity, in later sections this has been further trimmed down to 
a line with one actuator in each zone. Secondly, it was necessary to determine whether 
evacuating the dewar had any effect on either the shape or the magnitude of the influence 
functions. This leads to isolating what effect coohng the M M D M had on the actuators' 
influence functions. 
4.4.9.1 Influence Function Cross-Sections: Zones 
In the specific case of M M D M A, it has already been established in Section 4.4.5 that 
the influence functions are not independent of the angular position around the zone for 
actuators in zone 3, the outermost actuators. In the case of all MMDMs, it is clear that 
zone 0 can be ignored since it only consists of one actuator. 
Hence, one result from each M M D M will be presented to illustrate that the influence 
functions are indeed independent of angular position around the membrane. One result 
wi l l be shown from a revised M M D M (MMDM B) for Zone 1, the zone closest to the 
center of the membrane. A result wil l also be shown for Zone 2 of the original MMDM 
design ( M M D M A) , the furthest out zone for the original type of M M D M where the 
distance between the edge of the membrane and the actuators is sufiiciently great that 
the variations in this distance for different actuators is negligible. Hence, this zone is the 
furthest from the center for the original M M D M design for which the angular position is 
being claimed to be irrelevant. Finally, a result wil l be shown from Zone 3 of the other 
revised M M D M ( M M D M C). This zone is the furthest from the center for the revised 
MMDMs, hence the argument for inclusion is the same as that for the MMDM A. 
The influence functions of Zone 1 of M M D M B are shown in Figure 4.16. Two graphs 
are shown, the first (Figure 4.16a) shows the absolute values for the magnitude of the 
M M D M displacement introduced by applying 250V to the appropriate actuator. In this 
case, it can be seen that there is some variation in the magnitude of this displacement. 
There are three potential causes for this variation. The first is that the Silicon wafer 
supporting the membrane and the PCB supporting the actuators are not parallel, so 
the distance between the membrane and the actuators is not constant over the entire 
membrane. The second is that there may be some sort of electrical variation, from one 
actuator to another, for example, since each actuator has a separate amplifier, there may 
be some variation in the gains of each amphfier. Finally, it is possible that the electrode 
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Figure 4.16: Cross section through Zone 1 actuators of M M D M B 
actuators are not uniform area. These are all practical issues, so the influence functions 
were normalised for better comparison of the ideal performance (Figure 4.16b). As can 
be seen, there is an excellent agreement in the shapes of all 6 influence functions. There 
does appear to be a slight residual t i l t in actuators 6 and 7 relative to the other actuators. 
This is almost certainly a slight discrepancy due to the subtraction of the reference flat. 
— Ac-ioainrlll 
-— Anuaior 12 
— AUujior 14 
— - Ai.iU4l.ir |H 
-HJ 
(a) Absolute 
— Ailiuuv* 
— AUiulof 111 
ALIIUIOT 1 2 
A<.tu4l«r 14 
— Ai-lualKrlh 
- A^-lujIiic IK 
m KM.) 120 14() INI 
IVrciTHape Kajju> ai.-n>s>. Mf mhranc 
(b) Xormaiised 
Figure 4,17: Cross section through Zone 2 actuators of MMDM A 
Zone 2 of M M D M A is shown in Figure 4.17. Again. Figure 4.17a is the absolute values 
while Figure 4.17b is the normalised values. The variation in the MMDM displacements is 
greater than for Zone 1 of M M D M B. Of particular note, actuator 18 has a displacement 
that heads to zero at half radius in the positive direction, before increasing again. This 
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is due to the method of subtracting the reference, where it is the absolute difference 
between the reference and the data that is plotted, so it can not go negative. However, 
the actuators cannot push the membrane away from the unpowered membrane position, 
so this limit is physically realistic. In this case, it means that there must have been some 
error in the subtraction of the reference flat; for example, some wavefront deformations 
may have been introduced in the beam condenser due to thermal expansion or contraction 
of the mounts. 
The larger variation in the magnitude of the influence functions is presumably caused 
by the same mechanisms as for M M D M B above. However, since MMDM A is from 
an earlier batch, it is likely that the manufacturing tolerances were less strict and so 
any t i l t wil l be greater, as wil l any variation in the actuator areas. The fact that the 
two largest displacements occur for the two actuators opposite the two with the smallest 
displacements lends credence to the argument that the variation is caused by a t i l t between 
the membrane and the actuators. Again, these are practical issues, so the normalised 
influence functions are also shown. Here, it can be seen that there is once again excellent 
agreement between the individual influence functions. 
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Figure 4.18: Cross section through Zone 3 actuators of MMDM C 
The final set of results confirming that the rotational position of an actuator does 
not affect the influence function is given in Figure 4.18. These results are very similar 
to those given for M M D M B, even down to the range of displacements observed being 
similar. Another similarity is that 2 actuators have a substantially stronger signal than 
the remainder. However, one of the actuators involved is different. The variation in 
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magnitudes is again ascribed to t i l t between the membrane and the actuators; again, the 
two actuators with the largest throw are adjacent. 
The normalised results (Figure 4.18b) do show an interesting variation from the results 
for the other MMDMs. There appears to be a residual t i l t between the influence function 
data and the reference data. This is shown clearly by actuator 34. Between the peak of 
the influence function and the membrane edge at -100% radius, this influence function 
is consistently higher than the other five functions. However, between the peak of the 
influence function and the +100% membrane edge, this influence function is consistently 
below the rest of the influence functions. Similar variations can be observed in the other 
influence functions. This can be explained by further errors in subtracting the reference 
data in this case. The principle justification for this explanation is that only one influence 
function (actuator 20) tends to zero at both boundaries. Since, physically, it is known 
that the membrane edge is fixed, there cannot be a variation between the reference and 
the influence function data at the periphery of the image. 
To summarise, the angular position of an actuator around a zone does not have any 
significant eff'ect on the shape of the influence funciton. However, the amplitude of the 
influence function does vary on a per-actuator basis. This could be due to several fac-
tors, such as the membrane being tilted relative to the actuator pad, non-uniformity of 
membrane thickness or non-uniform actuator area. A variation in the magnitude of the 
influence functions is not critical to the development of MMDMs for adaptive optics, it 
is easily compensated for within the control loop. Since the shapes of the functions are 
similar, it raises the possibility of storing four influence functions (one for each zone) and a 
scalar (to represent magnitude) for each actuator on the control computer, as opposed to 
37 unique influence functions. This would both be simpler and lead to simpler calibration 
when an M M D M was replaced. 
4.4.9.2 Influence Function Cross-Sections: Evacuation 
There was no realistic reason to expect any significant change to the influence functions of 
an M M D M after evacuating the dewar. The results obtained for M M D M A are shown in 
Figure 4.19. As can be seen, evacuating the dewar has no affect on the influence function. 
Any variation between the results is clearly within the range of variation introduced by 
subtracting the reference data. 
M M D M A has an unusual variation in the magnitude of the displacement for a given 
actuator voltage. Each influence function obtained for Figure 4.19 corresponds to an 
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actuator signal of 250V. I t was expected that the zone 0 actuator would have the greatest 
throw, followed by zones 1. 2 and 3 in that order. This was indeed the case for MMDMs 
B and C. As can be seen, this trend does not hold true for M M D M A. This has to be 
due to some factor intrinsic to this speciflc device, as all other equipment used for both 
driving and measuring the M M D M was identical for the three MMDMs. Potential causes 
for this variation include a variation in the thickness of the membrane or the aluminium 
layer. I f this is the case, then the fact that M M D M A came from a much earlier batch 
may be signiflcant. particularly as MMDMs B and C did not exhibit this behaviour. 
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Figure 4.19: Cross section through selected influence functions at atmospheric pressure 
and evacuated for M M D M A at room temperature. 
4.4.9.3 Influence Funct ion Cross-Sections: Cryogenic Cool ing 
Having determined that the evacuation of the dewar does not affect the influence functions 
of an M M D M , it is necessary to determine the effect of cooling the dewar on the influence 
functions. Results wil l be presented for all 3 MMDMs. 
The influence functions at room temperature and at 78K for MMDM A are shown 
in Figure 4.20. Given the caveats for this M M D M discussed in Section 4.4.9.2. it is 
necessary to be cautious about drawing conclusions from the results obtained from this 
M M D M . Nevertheless, it is interesting to note that the shapes of the influence functions 
remain very similar upon cooling, as shown by Figure 4.20b. The magnitude of the 
displacements is dramatically increased for actuator 35. This could be a consequence of 
a lateral shift between the membrane and the actuators induced by differential thermal 
contraction upon cooling, resulting in the actuator being further from the edge of the 
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membrane at 78K than at room temperature. However, this hypothesis does not explain 
why the displacement is increased for Zone 0 and Zone 1 actuators. It is possible that 
the discrepancy is due to an error in the reference file subtraction. This hypothesis is 
strengthened by the residual having a zero point at a radius of -|-20%, with a rising curve 
to each side. This is indicative of a negative residual being coerced into a positive signal 
by the algorithm used to determine the diff'erence between the data and the reference 
images. 
The displacement for the Zone 2 actuator, on the other hand, is reduced. A reduction 
in the displacement for an influence function is consistent with the results that will be 
shown for MMDMs B and C. To summarise the results for M M D M A, these results do 
not allow any clear conclusions to be drawn. 
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Figure 4.20: Cross section through selected influence functions at room temperature and 
78K for M M D M A 
The result of cooling M M D M B is shown in Figure 4.21. The apparent translation 
in the position of the influence function is due to either the deformations introduced to 
the membrane surface by cooling, or by the methods used to imdo these deformations to 
enable comparisons to be done with the room temperature results. This may also be an 
explanation for the apparent narrowing of the influence functions. In this case, however, 
there is a clear trend with regard to the magnitude of the influence functions. The cold 
influence functions are consistently reduced in comparison with the room temperature 
influ(!nce functions. The exception is for the outermost actuator. 35. which appears to 
have a plateau artefact from a poor reference subtraction. The scale of the magnitude 
reductions is given in Table 4.4. and indicate a reduction in the throw for a given actuator 
of approximately 15%. 
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Figure 4.21: Cross section through selected influence functions at room temperature and 
78K for M M D M B 
Actuator 295K P-V displacement 78K P-V displacement 78K displacement 
(A) (A) relative to 295K 
displacement 
1 
7 
18 
1.53 
1.31 
1.14 
0.87 
1.29 
1.09 
0.96 
0.98 
84% 
83% 
84% 
112% 
Table 4.4: Peak to Valley displacements for selected actuators of MMDM B 
Similar results are found for M M D M C, as shown in Figure 4.22. Again, the peak to 
valley displacements are tabulated, in Table 4.5. This time, though, there is more of a 
scatter in the change in displacements, resulting in an average reduction of 23 ± 3.5%. 
The main difference between the results for M M D M C and M M D M B is that there is 
much less translation between the room temperature and the 78K results in the case of 
M M D M C. The large spikes in both sets of results are a consequence of diffraction effects. 
To summarise the cold results, two MMDMs (B and C) have been shown to have 
influence functions at 78K which are similar to those at room temperatures, albeit reduced 
in magnitude by approximately 20%. For the M M D M A, the results are less consistent. 
Again, the influence fimctions have a good shape agreement with the room temperature 
results, but the magnitude of the functions is less certain. 
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Figure 4.22: Cross section through selected influence functions at room temperature and 
78K for M M D M C 
Actuator 295K P-V displacement 78K P-V displacement 78K displacement 
(A) (A) relative to 295K 
displacement 
i 
7 
18 
.•55 
1.53 
1.39 
1.17 
0.87 
1.25 
1.05 
0.77 
0.73 
82% 
76% 
66% 
84% 
Table 4.5: Peak to Valley displacements for selected actuators of M M D M C 
4.4.10 Conc lus ions 
In this chapto!r, a method to measure the static properties of a deformable optical element 
using a Zygo PTI interferometer has been described. This method has then been applied 
to a sample of three MMDMs at room temperature and at 78K. The analysis method for 
these results has been described. The results have been presented in several ways. Initial 
surface deformations have been quantified in terms of Seidel aberrations and presented as 
false colour phase maps. The influence functions have then been analysed. The influence 
function for each actuator is shown as a false coloured phase map at room temperature 
and at 78K. Finally, some cross-sections through these influence functions were presented. 
Cooling the MMDMs has been shown to introduce large initial surface deformations, of 
about lOA for MMDMs B and C, and 6A for the remaining M M D M , A. MMDM A was from 
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a separate batch to MMDMs B and C, which opens up the possibility of manufacturing 
parameters for the MMDMs, such as membrane thickness, to be optimised for cryogenic 
operation. A l l of the MMDMs used in this project were intended for room temperature 
operation, and were therefore optimised for such operation. In the case of M M D M A, 
the initial surface deformations are sufficiently small to leave a substantial fraction of the 
18 A dynamic range free for wavefront correction. The exact dynamic range available for 
correction is dependent on the diameter of the beam being used. I t has also been shown 
that two of the MMDMs, B and C, have influence functions at 78K that are very similar 
to those at room temperature, although the influence functions are reduced in scale by 
about 20%. M M D M A has influence functions at 78K which are very similar in shape to 
those at room temperature, but the change in magnitude is unpredictable. 
These results are the first experimental evidence for an adaptive optical element that 
functions at cryogenic temperatures. 
Chapter 5 
Dynamic 
Characterisation of 
Micro-Machined 
Membrane Deformable 
Mirrors 
5.1 Introduction 
I n this chapter, the dynamic properties of three MMDMs are examined at room tem-
perature and at 78K. This evaluation is necessary to determine where MMDMs may 
be deployed as wavefront correctors at cryogenic temperatures. In particular, i t wifl be 
shown that the MMDMs operate at sufficiently high frequencies to be suitable for both 
active and adaptive optics. Specifically, the operating bandwidth of the MMDMs will be 
compared to that required for atmospheric correction (Greenwood 1977). Further, the 
quoted maximum frequency of operation of IkHz wil l be indirectly investigated (Vdovin 
and Sarro 1995). 
The set up used was similar to that used for the static measurements (Chapter 4), with 
minimal alterations. A beam splitter was utilised to pick off part of the reflected beam 
which was re-directed to a photodiode (see Figure 5.1). The first tests to be conducted 
determined the effect on the MMDMs dynamic characteristics of evacuating the dewar. 
This effect is characterised in three ways: by presenting a plot of photodiode response 
against time for a subset of the results; by examining the statistics of the signal; and 
finally by examining the power spectra of the photodiode signal. A similar scheme is then 
implemented to examine the effects on the M M D M of cooling the dewar. Finafly, a brief 
discussion is undertaken outlining a potential methodology for improving the MMDMs 
90 
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dynamic performance at 78K. 
5.2 Set-up 
The set up for measuring the dynamic properties of the MMDMs was necessarily diff'erent 
from the set up for the static testing. Every effort was made to ensure that as much of 
the set up as possible was common between the two sets of experiments. The optical 
arrangement was as shown in Figure 5.1 
High Voltage 
Amplifier 
Mirror Control 
Computer ADC Cord 
Photodlode 
Zygo 
Interferometer 
Beam Condenser 
Black lines denote 
beam from unfocussed 
membrane; red from 
focussed membrane 
Plane mirror with 
Tip-Tilt alignment control 
(at 45 degrees to optical bench) 
Dewar, housing 
mirror, looldng down 
onto optical bench 
Zygo Control Computer 
Figure 5.1: The bench set-up for the dynamic charecterisation measurements 
The control signal is a square wave of the frequency being examined. This drives the 
membrane surface to oscillate at the same frequency. The reflected beam is thus 
focussed to two diS'erent positions, changing the photodiode signal with time. 
Although the Zygo P T I interferometer is again installed in this set-up, the anticipated 
dynamic response times of the M M D M were too fast to be captured by the camera within 
the Zygo. Hence, the Zygo P T I was being used in this phase of the experiments purely 
as a light source. The beam reflected from the M M D M surface was re-directed towards 
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a photodiode by use of a beam sphtter. The photodiode was positioned near the focus 
of the M M D M when 180V was applied to all actuators. Hence, by switching between 
two different voltages, the membrane surface could be moved, changing the focal distance 
of the M M D M . Therefore, the amount of light intercepted by the photodiode could be 
changed, and a time-varying signal could be obtained. The IPL10530DAW photodiode 
had a frequency response of 65kHz, while the Computer Boards PCI-DAS08Jr ADC card 
in the computer had a quoted maximum frequency of 20kHz {Farnell Catalogue 1999, 
ComputerBoards Inc. 1999). In practise, 20kHz was found to be unrehable, so the card 
was run at a more rehable lOkHz. Hence, the Nyquist frequency was 5kHz, and this rapid 
response time was the reason for utilising the photodiode rather than a camera for the 
dynamic testing measurements. 
5.2.1 Electronics 
The electronics used to power the MMDMs in the original set up were essentially as sup-
plied with the MMDMs. Digital to analogue converters installed within the PC controlled 
a 20-channel amplifier board with a signal of 0-5V. The gain of the amplifier was 53, so 
the output from the amplifier was in the range of 0-265V. 19 channels from the amplifier 
were then connected to the M M D M actuators. This electronics set-up has remained fun-
damentally unchanged for the duration of this project; the only major alterations prior 
to the initiation of the dynamic testing were to duplicate the system to drive the extra 
channels in the 37 channel M M D M ; and the instaUation of a high voltage monitor to 
allow the temporal behaviour of the electronics to be assessed. 
One further alteration was made for the purposes of the dynamic testing. In these 
experiments, the specific dynamic response of interest was not that of the electronics but 
of the membrane. After all, were the electronics to be the limiting factor in the reaction 
time of the membrane, they could always be upgraded. Hence, it was decided to modify 
the electronics so that a single channel from the digital to analogue converter card was 
connected to the first 19 amplifier channels. In this way, the delay introduced by setting 
these channels sequentially was eliminated. A sufficient signal was obtained from driving 
the 19 central actuators that it was deemed to be unnecessary to drive the zone 3 actuators 
for these experiments. 
The high voltage amplifiers were provided by OKO technologies with the MMDMs, 
and remained unaltered for the duration of this work (Vdovin 2001b). There were 20 
amplifiers on each card, with a jumper on each card to short one of the channels to 
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Earth. This was done in the case of the first card to ground the membrane channel. This 
left 19 channels on the first card, which were used to drive actuators 1 to 19; 20 to 37 were 
driven from the second card with two amplifier channels spare. The dynamic performance 
of the electronics was also an issue. Presented in Figure 5.2 is the signal measured after 
the high voltage amplifiers for a voltage change of OV to 180V and back. I t should be 
noted that the rise time is voltage dependent, while the fall time is not. 
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Figure 5.2: Dynamic response of the electronics 
The voltage overshoot present in the rising signal is a consequence of the design of the 
electronic circuit. As wil l be seen in the dynamic testing results, this overshoot is present 
in the membrane motion (see Section 5.4). 
5.3 Software 
The requirements for the M M D M control software for the dynamic testing were very 
similar to that for the static testing. The differences have been highlighted in the psuedo-
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Set all M M D M channels to OV 
Remind user of the safe switch on procedure for the M M D M power supplies 
LOOP 
Read controls for actuator start and finish voltages and number of iterations 
Check which actuators have either voltage altered from previous end voltage 
FOR number of iterations 
IF actuator start signal outside safe range, coerce into safe range 
Apply each new actuator start voltage 
Wait for delay 
IF actuator end signal outside safe range, coerce into safe range 
Apply each new actuator end voltage 
Wait for delay 
NEXT iteration 
UNTIL user stops program 
Remind user of the safe switch off procedure for the M M D M power supplies 
Table 5.1: Pseudo-code Algorithm for M M D M control software for dynamic testing. 
code algorithm in Table 5.1 with italics: 
As can be seen, i f the delay is set to zero and only the end voltages are altered, 
this software is functionally identical to the static control software. Hence, the dynamic 
control software was used for both tasks. 
A limitation of this software, and indeed of Lab VIEW, is that the delay has to be 
an integer number of milhseconds. Therefore, only certain signal frequencies could be 
studied, for example, 500Hz when delay was set to 1ms. After a given run, these samples 
were then saved to disc. 
5.4 Results 
The dynamic testing undertaken was intended to answer specific questions, in a similar 
manner to the static testing results. The first aspect to be investigated was the effect of 
evacuating the dewar on the response time of the membrane. Unlike the case for the static 
testing, i t was anticipated that there would be some change in the dynamic response due 
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to evacuation, since it is accepted that the response time is limited by air damping of the 
membrane in conventional operation of the MMDM. Secondly, the effect of cooling the 
MMDMs on the dynamic response of the membrane will be investigated. 
The results are presented in two forms. First, graphs will be shown of a small subset 
of each 1 second long measurement, showing about two complete cycles of the signal. 
After this has been done for each question being examined, statistics and power spectra 
over the whole measurement will be presented. 
5.4,1 Evacuation 
5.4.1.1 Photodiode Response 
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Figure 5.3: Comparison of evacuated and atmospheric pressure M M D M dynamic re-
sponses for M M D M A driven at 50Hz 
Figure 5.3 shows the measured photodiode signal from driving MMDM A from OV to 
180V at 50Hz for the M M D M at atmospheric pressure and evacuated to 1 x 10"''mbar. 
I t was expected that the membrane would behave differently at lower pressures, since 
the membrane is subject to air damping from the air gap beween the membrane and the 
actuator pad, see Figure 2.7 (Vdovin and Sarro 1995). However, it is clear that there 
is little effect from evacuating the dewar in the measured dynamic response. Since the 
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sample time is at least comparable to the rise time, it is possible that the evacuation is 
having an eflFect on a shorter timescale. 
The reason for plotting the relative Photodiode signal, rather than the absolute signal, 
is that the Zygo laser is not intensity stabilised (since the Zygo P T I is a phase-shifting 
interferometer, i t is intensity independent, hence the laser does not need to be intensity 
stabilised for normal operation). Therefore, each set of data has been translated so that 
the minimum signal is at 0, and scaled so that the maximum is at 1. I t is clear from 
the graph that there is an overshoot when the control signal goes from 180V to OV. This 
causes the re-scaling to introduce a slight DC offset in the photodiode signal for the OV 
control signal, for example, between 254ms and 265ms. One further point to note is that 
the duty cycle is clearly not 50%, as evidenced by the synchronicity of the falls of the two 
signals at 233ms and the subsequent asynchronicity in the corresponding rises at 245ms. 
There are subsequent variations at 275ms. Other data also shows similar patterns. This 
is a consequence of the use of MS Windows 95 as an operating system, rather than using 
a real time operating system. The dynamic testing was conducted under Windows 95 
rather than NT for speed reasons; however, NT is also not a real-time operating system, 
so the same problem would have occurred. The main reason for not using a real-time 
operating system was the additional complexity inherent in such a system, to solve a 
relatively minor problem. I t wil l be see in the power spectra (see Section 5.4.1.3) that 
the effect of these slight timing errors are not significant. 
Examining the results for M M D M B, see Figure 5.4, again shows little difference be-
tween the atmospheric pressure and evacuated results. These results were taken for a 
driving frequency of lOOHz. There appears to be a little more noise in the measurements 
for the evacuated results than for the atmospheric pressure results. This is due to the 
results having been taken when the Zygo laser was less intense, and so the signal was a 
factor of 4 weaker than for the atmospheric pressure results. Hence, when the results are 
re-scaled, the noise is also amplified, so the signal to noise ratio is lower. An intensity 
stabilised laser was not considered for two reasons; firstly, i t would have required more 
substantial alterations to the optical set-up, and secondly, the cost of an intensity sta-
bilisied laser was a substantial deterrent. Nevertheless, the signal is still much stronger 
than the noise, so the results are still significant, in other words, the signal to noise level 
was still acceptable. Again the rise and fall times are comparable or less than the sample 
time. 
Driving M M D M C at 250Hz produces the results shown in Figure 5.5. Here, the effect 
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Figure 5.4: Comparison of evacuated and atmospheric pressure MMDM dynamic re-
sponses for M M D M B driven at lOOHz 
of not having a duty cycle of 50% is again apparent. However, what is more interesting 
is that the M M D M appears to act as a damped simple harmonic oscillator after each 
change in position. Figure 5.6 shows the detail of the previous results, on the same scale 
as Figure 5.5. Here, it can be seen that the damped oscillations also appear to occur for 
M M D M A, but not for M M D M B. In the case of the signal for M M D M B at atmospheric 
pressure, the absolute photodiode signal was close to the largest measurable signal, but 
saturation does not account for the lack of oscillations, as can be seen by the absence of 
oscillations in the 'off' signal. It would appear that either M M D M B does not exhibit the 
same oscillations as A and C, or that the oscillations were too rapid for the photodiode to 
detect. However, Figure 5.7 shows a detail from the results obtained at 50Hz for M M D M 
B, and shows the membrane overshooting, with oscillations for at least the evacuated case. 
However, the oscillations are more rapid. This suggests that the oscillations may still be 
present in the other results, but are just too rapid to be detected by the experimental set 
up. 
In the case of M M D M C, the evacuated results indicate that the oscillations are more 
rapid and decay quicker than for the atmospheric results. This is unexpected, since the 
absence of air from both sides of the membrane should result in a smaller, rather than 
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Figure 5.5: Comparison of evacuated and atmospheric pressure M M D M dynamic re-
sponses for M M D M C driven at 250Hz 
larger, damping force. Every effort was made to ensure that the circumstances for the two 
measurements were identical. Despite this, the dewar had to be removed from the system 
to be evacuated, before the system was re-ahgned. However, everything else within exper-
imental control was kept constant, for example, the M M D M was simply left in the socket 
from the atmospheric measurement to the evacuated measurement. A potential explana-
tion could be a slight temperature variation between the two measurements, causing a 
change in the membrane tension. 
A final set of results examining the effect of evacuating the dewar is shown in Fig-
ure 5.8. These results were again taken with M M D M A, but this time at 500Hz. No 
speeds between 500Hz and 250Hz were available due to the limitation of having an inte-
ger number of milliseconds between control signal changes. These results are much noisier 
than the previous results. This would be indicative of the membrane never achieving a 
stable position, but for the signal to change before it has reached equilibrium, hence re-
sulting in a smaller signal, and therefore a lower signal to noise ratio. It is also clear that 
the duty cycle is straying further from 50%, hence suggesting that the computer is being 
worked harder to drive the contol electronics at these speeds. This suggests that, rather 
than the membrane not reaching equilibrium in each cycle, it may be that the computer 
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Figure 5.6: Comparison of evacuated and atmospheric pressure MMDM dynamic re-
sponses: detail of figures 5.3 and 5.4 
is limiting the performance of the M M D M in this case. It also may be possible that the 
electronics may be responsible. This will be discussed further after examining the power 
spectra in Section 5.4.1.3. 
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Figure 5.8: Comparison of evacuated and atmospheric pressure M M D M dynamic re-
sponses for M M D M A driven at 500Hz 
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5.4.1.2 Statistics 
It is interesting to examine a few statistics of the preceding results. For the purposes of 
the following statistics, each graph was split into two section, one of all the data points 
above the average relative photodiode signal (the Upper population), and the other of the 
remaining data points below this average (the Lower population). Statistical summaries 
of these two populations are provided in Table 5.2. In the case of the two revised MMDMs, 
B and C, it is clear that the standard deviation, and hence the random noise, is similar 
for both the upper and the lower populations. It is equally clear that this is also the Ccise 
for the original MMDM, A, but only at 50Hz. Where this MMDM is being driven at 
500Hz, a discrepancy arises between the noise present in the upper population and the 
lower population, with the upper population having a standard deviation about half of 
that for the lower population. This is a consequence of the large overshoot present each 
time that the membrane goes from the upper population to the lower population. 
Evacuating the dewar does not have an appreciable affect on the standard deviation of 
the two populations. This means that the damping force in the system is significantly less 
than the restoring force from the membrane tension. Elsewhere, it has been hypothesised 
that air damping is the limiting factor in the dynamic response of MMDMs (see, for 
example, (Vdovin and Sarro 1995)). This may be the case for frequencies higher than 
those being examined here, but is not the case for frequencies up to 500Hz. 
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MMDM Environment Driving 
Frequency 
(Hz) 
Population N Mean Standard 
Deviation 
Figure 
A Evacuated 500 Upper 4944 0.856 0.0676 
A Evacuated 500 Lower 5056 0.379 0.105 5.8 
A Atmosphere 500 Upper 4966 0.840 0.0775 
A Atmosphere 500 Lower 5034 0.464 0.172 
C Evacuated 250 Upper 4963 0.783 0.0944 
C Evacuated 250 Lower 5037 0.130 0.0743 5.5 
c Atmosphere 250 Upper 5020 0.772 0.0821 
c Atmosphere 250 Lower 4980 0.238 0.0844 
B Evacuated 100 Upper 4927 0.870 0.0627 
B Evacuated 100 Lower 5074 0.140 0.0624 5.4 
B Atmosphere 100 Upper 4986 0.950 0.0378 
B Atmosphere 100 Lower 5015 0.0351 0.0419 
A Evacuated 50 Upper 5108 0.786 0.0608 
A Evacuated 50 Lower 4892 0.335 0.0748 5.3 
A Atmosphere 50 Upper 5311 0.814 0.0838 
A Atmosphere 50 Lower 4689 0.403 0.0857 
Table 5.2: Evaluation of MMDM dynamic response: evacuated and atmospheric pressure 
Evaluation of MMDM dynamic response: evacuated and atmospheric pressure. 'Upper' 
population is defined as all data points above the mean of the 10,000 points in each total 
sample, 'Lower' population is the remaining points. N denotes the number of data points 
in the sample. 
5.4.1.3 Power Spectra 
The power spectra for both the preceding MMDM measurements and other MMDM mea-
surements are presented here. These were obtained by subtracting the average photodiode 
response from each data point and applying a fourier transform to the resultant. These 
fourier transforms were then normalised so that the largest peak has a value of 1. Since 
the laser intensity did vary with time, there was no absolute power information contained 
within the data; everything was relative. Hence, nothing was lost by scaling the fourier 
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transforms. Instead, the distribution of the power to the different frequencies was of 
interest. 
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Figure 5.9: Power spectra for driving each M M D M at 50Hz 
Figure 5.9 shows the power spectra obtained for each M M D M when driven at 5()Hz. 
corresponding to a period of 20nis. The first thing to notice is that there is no notice-
able difference between the results obtained with or without evacuating the dewar. This 
similarity was the reason for presenting each case as a separate graph: presenting both 
the evacuated and atmospheric pressure results in the same graph led to one set of data 
being obscured by the other. It is also apparent that there is little variation from one 
M M D M to another. Since it is known that M M D M A is from a different batch to the 
other MMDMs, and that there is sufficient difference between A and the other MMDMs 
to cause a substantial variation in the static properties, this is perhaps surprising. 
The graphs consistently show a strong peak at a period of 21ms. which is the driv-
ing frequency (for a nominal period of 20ms. plus about 1ms for system overhead and 
electronic delays). There are also some higher frequency components present in the data, 
resulting in spikes at shorter periods. These higher frequencies are the harmonics of 
the membrane system. I t should be noted that the frequencies of these harmonics do 
not match those expected from a circular membrane, with edge boundary conditions, as 
summarised in Table 5.3. In the table, the predicted harmonics come from Bessel fimc-
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tions (Soedel 1981). The literature provides examples of real drums posessing harmonics 
that do not fit with the predicted results, see for example. White and White (1980). In the 
MMDMs' case, though, the discrepancies from the predictions are quite large. However, 
the frequency multiples observed are consistent with a one dimensional oscillator fixed 
at one end. It is conjectured that the edges of the membrane have the eff'ect of splitting 
the membrane into a finite number of 1-D oscillators, with the boundary edge fixed and 
the central point of the membrane being the driven free end, as per Figure 5.10. In the 
real MMDM, there are far more crenellations, so the length of each oscillator would be 
much greater than its width, indicating that each oscillator could be considered to be 
1 dimensional. This relies on the oscillators being independent. 
Harmonic Period 
(ms) 
Predicted 
Period (ms) 
Frequency (multiples 
of fundamental) 
Predicted frequency 
(multiples of funda-
mental) 
Fundamental 21.275 21.275 1 1 
2nd 7.042 6.65 3.02 3.196 
3rd 4.219 3.37 5.04 6.306 
4th 3.012 2.25 7.06 9.440 
Table 5.3: Measured and predicted harmonics for membrane 
Key: 
2 Oscillating regions 
• Static Regions 
Figure 5.10: Illustration of finite number of strings model for MMDM harmonics 
For a driving frequency of 250Hz, the results shown in figure 5.11 are obtained. Two 
other peaks are observed at lower frequencies, specifically lOOHz (period of 10ms) and 
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Figure 5.11: Power spectra for driving each M M D M at 250Hz 
50Hz (period of 20ms). The 50Hz signal is electrical noise picked up somewhere in the 
computer, photodiode and analogue to digital converter system. The lOOHz signal is 
similar noise picked up from flourescent strip lights used in the rooms surrounding the 
laboratory where these results were obtained. In the case of MMDMs B and C. the same 
harmonic pattern is present as for the 50Hz results. In the case of M M D M A, these peaks 
are still present, but there are also many other peaks, particularly in the atmospheric 
pressure results. I t is worth noting that the harmonics are another method to probe 
the eff'ect of air damping on the membrane. In particular, the lack of air damping does 
not yield a stronger signal for the 1.25kHz peak (0.8ms period) spike in the case of the 
evacuated results. This indicates that the effect of air damping, rather than being tlie 
limiting factor in the response time of the MMDMs, is insignificant to frequencies above 
the nominal maximum M M D M frequencies (Vdovin and Sarro 1995). 
The results shown in Figure 5.12 were obtained for a driving frequency of 500Hz. It is 
clear that the M M D M is not suitable for operation as a wavefront corrector at this speed 
using the current hardware. I t is believed that the cause of the multiple peaks obtained 
in this set up is the control hardware, either at the electronics or at the computer. In the 
case of the electronics, the imits supplied with the MMDMs were used; no effort was made 
to re-design the electronics for high speed operation. The computer used was similarly 
5. Dynamic Characterisation of Micro-Machined Membrane Deformable 
Mirrors 106 
1 
0.75 
0.5 
0.25 
0 
1 
0.75 
0.5 
0.25 
0 
I 
0.5 
S 0.25 
13 1 
§ 0.75 
K 0.5 
0.25 
S 0 
' i I 
I 0.75 
^ 0.5 
0.25 
0 
1 
0.75 
0.5 
0.25 
0 
M M D M A Evacuated 
M M D M A Atmosphenc Pressure 
— M M D M B Evacuated 
M M D M B Atmosphenc Pressure 
M M D M C Evacuated 
y ..i.,M... I LI 
M M D M C Atmospheric Pressure ; 
0.25 0.5 
I " ' I I I I r 
8 16 .32 64 128 2.56 512 
Period (ms) 
Figure 5.12: Power spectra for driving each M M D M at 500Hz 
an off the shelf PC using a non-real time operating system. 
However, of most interest when considering the mechanics of the MMDMs is that 
evacuating the dewar has not improved the high frequency performance of the membrane. 
Indeed, the presence of air in the atmospheric pressure results appears to amplify certain 
high frequency components above the accepted maximum frequency of IkHz (Vdovin 
and Sarro 1995), such as the peak at a period of 0.9ms, corresponding to l . lkHz. For 
frequencies below IkHz, there is no effect on the membrane's frequency response from 
evacuating the dewar. Above this threshold frequency, the evacuated response appear to 
be marginally reduced compared to the response with air present. However, even in this 
regime, the effect is small. 
5.4.2 Cryogenic Temperatures 
Having estabfished that evacuating the dewar does not affect the MMDMs dynamic re-
sponse, it is now necessary to examine this response at 78K. This will be done by following 
the same methodology as for the previous room temperature results. 
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Figure 5.13: Comparison of room temperature and 78K M M D M dynamic responses for 
M M D M A driven at 50Hz 
5.4.2.1 Photodiode Response 
Figure 5.13 shows a 60ms subset of the results obtained for M M D M A at 78K being 
driven at 50Hz. I t is clear that the driving signal does not have a 50% duty cycle. ;is Wcus 
discovered for the room temperature results. More interesting is that the signal is much 
noisier; the membrane appears to be continually oscillating at a high frequency ( IkHz). 
This is swamping the 50Hz variation clearly visible as the dominant source of noise in 
the room temperature results. It is also important that the rise and fall time of the cold 
results is again comparable to or quicker than the Nyquist time of the measmements 
(0.2nis). 
The 78K results for M M D M B being driven at lOOHz are shown in Figure 5.14. There 
is again a very clear high frequency oscillation in the signal, indicative of oscillations of 
a frequency higher than IkHz. Verification with an oscilloscope indicates that the high 
frecjuency signal is in the region of 6.5kHz. so the results shown here are being aliased by 
the measurement apparatus. Again, the rise and fall times seem to be of the order of the 
Nyquist time, at most. 
The signal to noise ratio for the measurements of the dynamic response of M M D M 
5. Dynamic Characterisation of Micro-Machined Membrane Deformable 
Mirrors 108 
0 — 0 Room Temperature (Evacuated) 
— 78K (Evacuated 
y 0.6 
290 295 
Time (ms) 
.'1(1 
Figure 5.14: Comparison of room temperature and 78K M M D M dynamic responses for 
M M D M B driven at lOOHz 
C, shown in Figure 5.15 at 250Hz is lower than for the preceding measurements, due 
to external factors. However, it is clear that the high frequency components observed 
for M M D M B are still present. The change in the response between OV and 180V is 
not sufficient in this case for any meaningful comment on the rise and fall time. More 
information wil l be apparent in the power spectra, over the full Is mea.sureraent. 
Again, the signal to noise measurement for M M D M A at 500Hz. shown in Figure 5.16 
is low. While it is clear that there is a strong noise component, this noise does not contain 
a very high frequency component as was observed for MMDMs B and C. It is possible 
that this high frequency noise is still present, but at a much higher frequency, such that 
the pliotodiode is merely detecting the time averaged noise component. 
There are two potential reasons for the different noise characteristics between MMDM 
A and the other two MMDMs. The first is that the differences between the two MMDM 
batches cause genuinely different dynamic responses. The second is that the dynamic 
responses are directly dependent on the initial surface figure of the MMDMs. This will 
be discussed further in Section 5.5. 
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Figure 5.15: Comparison of room temperature and 78K M M D M dynamic responses for 
M M D M C driven at 250Hz 
5.4.2.2 Statistics 
Statistics are not offered for the cold dynamic response of the MMDMs. The reason for 
this is that there is no simple way to separate the upper and lower populations, since the 
two populations occupy overlapping voltage ranges, see for example. Figure 5.14. 
5.4.2.3 Power Spectra 
The power spectra for the cryogenic tests are presented here. Figure 5.17 shows the 
power spectra for the 3 MMDMs driven at 50Hz at 78K and at room temperature, with 
the dewar evacuated in both cases. The blown up region for MMDM A at 78K illustrates 
the high frequency component of the noise (note that the blown up region has linear axes; 
for the main graphs, the time axis is logarithmic). These components are sufficiently 
large to be visible without zooming in for MMDMs B and C. I t is clear that the harnmics 
of the cooled M M D M are the same as for the room temperature case. Also, with the 
exception of frequencies over 2kHz, there is very little variation in the dynamic response 
of the MMDMs upon cooling to 78K. The only other significant variation occurs at very 
low frequencies for the results for M M D M C. I t is unclear what the source of this noise 
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Figure 5.16: Comparison of room temperature and 78K M M D M dynamic responses for 
M M D M A driven at 500Hz 
is, but it was common to each of the cold measurements of M M D M C. It should be noted 
that, in the case of M M D M C at 78K, the graph was normalised to the peak at 50Hz. 
rather than to the largest peak. This was done in order to aid comparisons to the other 
sets of results. 
The results for the power spectra at 250Hz are presented in Figure 5.18. This again 
shows that there is no difference between the room temperature and 78K results for 
M M D M A for frequencies below ~2kHz. For M M D M B, the same is almost true, al-
though there is some low frequency (<50Hz) component to the signal. This is potentially 
measurement noise, or some external factor (for example, a drift in the laser intensity). 
For M M D M C, the cold results are more noisy, and the low frequency noise component 
is apparent for frequencies <100Hz. Again, this could be due to some external factor. 
I t should be noted that the results for M M D M C at 78K were normalised to the peak 
at 250Hz rather than the absolute maximum, which occurred at a very low frequency. 
In all three cases, it must be emphasised that the 78K results are similar to the room 
temperature results between lOOHz and 2kHz. 
The power spectra for a driving frequency of 500Hz are presented in Figure 5.19. The 
case of M M D M A shows little variation between the cold and room temperature results. 
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Figure 5.17: Power spectra for driving each M M D M at 50Hz at 78K and room temperature 
although there is an additional spike at a period of 0.365 ms (2.7kHz) in the cold data. 
Again, for frequencies below 2kHz, there is little difference between the two sets of results. 
There is a slight difference in the scaling, since the graphs were normalised to different 
peaks. In this case, since there were several peaks near the driving frequency, it was 
decided to leave the scaling to be on the largest peak corresponding to a period less than 
64ms. This meant that the room temperature M M D M A results were normalised to the 
20ms (50Hz) noise peak, while the cold results were normalised to the peak at 1.4ms 
(~700Hz). 
The cases of M M D M B and C are more interesting. The cold results bear little 
resemblance to the warm results, with a massive peak at 0.388ms (~2.6kHz) swamping 
the rest of the spectrum. What other detail that can be observed indicates that the 
smaller peaks do occur at frequencies that correspond to the observed room temperature 
peaks. I t would appear that some sort of resonant mode at 2.6kHz is being excited by 
driving these two MMDMs at 500Hz. 
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Figure 5.18: Power spectra for driving each M M D M at 250Hz at 78K and room temper-
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5.5 Discussion 
The preceding results show that the dynamic response of an MMDM is not affected by 
evacuating the dewar. This implies that it will not be possible to increase the maximum 
operating frequency of an MMDM by removing air damping through using the MMDM 
in a vacuum. This is significant, as previously air damping had been considered to be 
the factor limitng the maximum operating frequency of the MMDMs. However, it does 
raise the potential of increasing the MMDM maximum frequency by optimising the man-
ufacturing process for an enhanced dynamic response by, for example, manipulating the 
membrane tension. 
It has also been established that, within certain limits, cooling the MMDM does not 
effect the dynamic response of the MMDM. These limits are explored in Section 5.4.2.3. 
Beyond the areas where the room temperature and cold results match, the main discrep-
ancy is a high frequency signal superimposed over the desired signal. This high frequency 
signal is both larger and at a lower frequency for the revised MMDMs, B and C. There 
are two potential causes for this effect. Firstly, the variation is due to the different initial 
surface figures at 78K, where MMDMs B and C are substantially more deformed than A. 
In this case, efforts to optimise the design of MMDMs for cryogenic operation would have 
only one aim: to reduce the initial surface aberrations. A potential cause for this ringing is 
that the membrane wafer is warped by the cooling process and is then rocking on the two 
mounting points. This would suggest that the static and dynamic performance are linked, 
since reducing the warping would both inprove the initial surface figure and reduce the 
magnitude of the high frequency ringing. Alternatively, the correlation between inferior 
initial surface profile and inferior dynamic response could be coincidental. In this case, 
it may be possible to optimise the design for dynamic operation, although the designer 
would have to take care to avoid improving the dynamic response to the detriment of the 
initial surface figure. 
It should be possible to discriminate between the two cases outhned above at room 
temperatures by artifically introducing surface aberrations onto an MMDM, by either 
actuator control or deforming the mounting, and examining the MMDM dynamic response 
in this case. If no change is observed, then the dynamic response characteristics are 
intrinsic to the MMDM; otherwise they are a consequence of the initial surface aberrations. 
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5T6 Conclusions 
In this chapter, the dynamic characteristics of a sample of three MMDMs at room tem-
perature and at 78K have been presented, for driving frequencies from 50Hz to 500Hz. 
I t has been shown that evacuating the dewar has no effect, within measurement limits, 
on the dynamic properties of the MMDMs. Statistics have been presented for the room 
temperature results, both evacuated and at atmospheric pressure. 
The 78K results are also very similar to the evacuated results. The principal difference 
is the presence of a high frequency (2kHz) ringing over the desired signal. This ringing was 
strongest for M M D M C. The initial stages towards further investigation and eUmination 
of this phenomena are also discussed. 
The MMDMs have been shown to be suitable for operation at room temperature for 
operation as wavefront correctors up to at least 250Hz; faster operation would require 
the use of alternative electronics. These tests have been conducted with the electronics 
provided with the MMDMs (as described in Section 5.2.1). 
For cryogenic operation, only M M D M A appears to be suitable as a wavefront cor-
rector. I t is clear from the power spectra, that the high frequency component of the 
signals for MMDMs B and C are too large for these devices to be operated as wavefront 
correctors. 
However, the fact that M M D M A is from a different batch to B and C does reinforce 
the prospect of optimising the design of MMDMs for cryogenic operation, an idea raised 
in Section 4.4.10. One method of investigating the potential optimisation process has 
been outlined in Section 5.5. 
Considering the worst case scenario, where the dynamic response of MMDM A is 
the best that can be achieved, MMDMs would still be almost as suitable for operation 
as wavefront correctors at 78K as they are at room temperatures. The high frequency 
component illustrated in the insets for figures 5.17 and 5.18 would be the cause for some 
concern, however, i t is equally clear from those figures that the vast majority of the power 
is going to the desired driving frequencies. 
To summarise, of the three MMDMs tested, one (MMDM A) has a suitable dynamic 
response to be considered to be acceptable as a wavefront corrector at 78K. In addition, 
the prospect of optimising the design of MMDMs for cryogenic operation is intriguing. 
The idea of optimising the design is encouraged by the fact that M M D M A is from a 
different batch to the other two MMDMs, and has less intial surface deformation from 
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cooling. I t is hoped that a design that minimises the initial surface deformation would 
also optimise the dynamic response. 
Chapter 6 
Simulated System for 
Wavefront Correction 
Using a Curvature 
Sensor 
6.1 Introduction 
Roddier (1988) proposed that an AO system could be constructed from a curvature sensor 
and membrane mirror in such a way that the response to an aberrated wavefront from 
the wavefront sensor was directly proportional to the wavefront corrector signals required 
to correct the aberrations in the wavefront. The main advantage of such a system is that 
it eliminates matrix multiplication within the control loop, and hence results in a shorter 
delay between detecting an aberration and correcting i t . In this Chapter, the aim is to 
verify that this method works through the use of a simulated system. Note that this differs 
from the existing curvature sensing systems, such as CFHT (Rigaut, Salmon, Arsenault, 
Thomas, Lai, Rouan, Veran, Gigan, Crampton, Fletcher, Stilburn, Boyer and Jagourel 
1998), in that the wavefront reconstruction step is being completely eliminated in this 
simulated system. This simulation utilises theoretical influence functions rather than the 
experimentally measured influence functions for reasons to be discussed in Section 6.4.1. 
These theoretical influence functions have been previously compared to room temperature 
experimental influence functions by Dayton et al. (2000). In this Chapter, the work 
in Section 6.4.1, which compares theoretical influence functions to cryogenic and room 
temperature experimental influence functions, has been previously published (Dyson et al. 
2001). The effects of varying parameters within the simulated system, such as beam size, 
are also evaluated and discussed. This work is not specific to cryogenic adaptive optics; 
the conclusions wi l l be applicable to both room temperature and cryogenic systems. The 
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motive for this particular system is that, by ehminating the wavefront reconstruction, the 
feedback loop within the adaptive optics system is simplified. 
6.2 System 
The simulated system is presented in Figure 6.1. I t is based on the system proposed 
by Roddier (1988). The M M D M is shown as a transmissive, rather than a reflective 
component for clarity. Three systems are shown in the diagram; one showing the detector 
in the focal plane of the system, and two with the detector planes Pi and P2, which are 
the two defocussed images required for curvature sensing. Throughout this chapter, the 
term 'curvature image' wil l be used to describe the image obtained by taking the contrast 
between the images in planes Pi and P2; hence the pixel {x,y) in the curvature image is 
defined as: 
Pi{x,y) - P2ix,y) 
Pi{x,y) + P2{x,y) 
The simulated system simply changes the distance between the final lens, L3 and 
the detector. This would be awkward to implement in a real system, however a sim-
ilar variation in optical path length can be achieved using a vibrating reflecting mem-
brane (Roddier 1999). Alternatively, the same results can be achieved by utilising a 
beam sphtter between the M M D M and the field lens, and having two duphcate systems 
from the field lens through to the detector. Due to the large focal length of the MMDM, 
this simulated system would not be practical. However, additional optics could be utilised 
to shorten the optical path length. This has not been simulated, since the simulation is 
intended as a proof of concept, rather than as a blueprint for an operational system. 
This simulated system uses a 37 actuator M M D M , so 37 subapertures were used for 
the detector. This maintains the 1:1 correspondence between actuators and subapertures 
required to dispense with the wavefront reconstruction. The detector is considered to 
be a pixellated detector, such as a CCD, to allow for flexible definition of the subaper-
tures (Burley, Walker and Johnson 1998). Although 37 acutators is low-order, existing 
systems have been deployed with lower order correction, such as PUEO on the CFHT 
which uses 19 actuators and 19 subapertures (Rigaut et al. 1998). CFHT is a 3.6m tele-
scope; for Gemini North, an 8m telescope, a 36 channel system, Hokupa'a, was initialy 
installed, although this is intended to be superceded by a laser guide star system (Graves, 
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P P 
Aberrated L 
Beam 
MMDM Detector 
Figure 6.1: Layout of adaptive optics system using a curvature sensor. 
For clarity, the M M D M has been shown as a transmissive, rather than reflective element. 
The focal length of the biased M M D M is / . The three lenses, L i . L^. L^, each have the 
same focal length as the M M D M . The field lens has a focal length of | . The extra-focal 
distance, /, is the distance from the focal plane to planes Pi and P2. which are used to 
generate the curvature image. 
Northcott. Roddier. Roddier and Close 1998, Roth, Guyon. Chun. Jensen, .Jorgenseu, 
Rigaut and Walther 2001). A similar 36-channel system is also used on the 8.2m SUB-
ARU telescope (Takami 2001). 
The most significant aspect of the simulated system described in this Chapter is 
that it eliminates the wavefront reconstruction completely. Each MMDM actuator and 
detector subaperture pair are considenid independently of the other channels. This is 
one of the main advantages of curvature sensor wavefront sensors (Roddier 1988, Roddier 
1991). It has been demonstrated through simulation that a curvature sensor system gives 
good wavefront correction where the drive signal to one actuator is generated from a 
linear combination of the signals on the corresponding suabperture. and the surrounding 
subapertures (Roddier and Roddier 1989). However, it has yet to be demonstrated that 
considering each channel independently provides wavefront correction. In addition, this 
sinmlation wil l use a model of a real membrane mirror, specifically an MMDM. rather 
than a theoretical perfect membrane. 
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This simulated system is not intended as a replacement for an astronomical AO system; 
rather, it is intended to highlight the feasibility of this method for low-cost low-order 
adaptive optics. By eliminating the control loop, however, this method may become 
significant for astronomy when very high order systems are required for future extremely 
large telescopes, where the computational burden of the matrix inversion in the control 
loop becomes overwhelming. 
6.3 Software Toolkit 
The requirements for the toolkit used in this simulation were that it had to be able to han-
dle beam propagation and the application of lenses, aberrations and influence function to 
that beam. Hence, the Lightpipes beam propagation toolbox from Oko Technologies was 
chosen (Vdovin 2001c). This toolkit provided several programs that were essential in the 
construction of the simulation. Firstly, i t includes several methods of beam propagation. 
The 'forvard' command was utilised, which implements a numerical solution of the Fresnel 
equation, using a method outlined in Southwell (1981) and Sziklas and Siegman (1975). 
Functions were included within the toolkit for the application of lenses and Zernike aber-
rations. The M M D M was modelled through two applications of the 'filter' program within 
Lightpipes. The first application applied an intensity filter to eliminate the parts of the 
beam outwith the MMDMs diameter, while the second application applied a phase filter 
to represent the membrane surface. The apphed phase filter was generated by summing 
the 37 influence functions and dividing the result by an appropriate normalisation con-
stant. Using this method, multiplying one influence function by a constant represented 
poking an actuator in the model. Initially, all the influence functions were multiplied by 
0.5, to represent the biased position of the membrane. 
The pseudo-code algorithm in Table 6.3 illustrates the structure of the open-loop 
simulation program. 
The major limitation of this toolkit was that it only models monochromatic fight, so 
diffraction effects can be significant. This simulation modelled the system with a Helium-
Neon laser, of wavelength A=633.9nm. 
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Read actuator signals 
Generate global influence function (initially blank) 
FOR each actuator 
add (signal x actuator influence function) to global influence function 
NEXT actuator 
Divide global influence function by normalisation constant 
Create Lightpipes beam of chosen diameter 
Read aberrations to be applied 
Apply Zernike aberrations 
Propagate beam to M M D M through relay optics 
Apply generated global influence function 
Propagate beam to field lens 
Apply field lens 
Propagate beam to lens L2 
Apply lens L2 
Split beam into beams 1, 2 and 3 
Beam 1: 
Propagate beam to detector in plane Pi 
Beam 2: 
Propagate beam to detector in plane P2 
Beam 3: 
Propagate beam to detector in focal plane of lens L2 
FOR each subaperture 
measure integrated signal, by subtracting beam 1 from beam 2 within area 
of subaperture 
NEXT subaperture 
Table 6.1: Pseudo-code Algorithm for open-loop simulation. 
Planes and Lenses are defined in Figure 6.1. 
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6.4 Simulation Preparation and Tuning 
6.4.1 Theore t i ca l Influence Functions 
The evaluation of the simulated curvature sensor system was conducted with theoreti-
cally calculated influence functions. These were generated with another program from 
Oko Technologies, which uses a simultaneous over-relaxation algorithm to calculate the 
membrane shape, as described in Press (1993). This program was particularly suitable as 
it had been developed specifically to model the response of an M M D M , and the output was 
in a compatible format for the Lightpipes phase filter. These theoretical influence func-
tions have been previously compared to room temperature influence functions by Dayton 
et al. (2000). Presented in Figure 6.2 are cross sections through the experimental and 
theoretical influence functions of actuators 1, 2, 8 and 20 from M M D M B, with a center 
to center actuator spacing of 1.25mm (see Figure 2.8). This Figure has previously been 
pubhshed (Dyson et al. 2001). 
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(a) By Actuator: 
Actuator I Actuator 2 
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-l(X) -75 -50 -25 0 25 .50 75 1(10 
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: : -KX) -75 -.50 -25 0 25 .50 75 HKI 
Percentage Radius 
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Percentage Radius 
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Figure 6.2: Cross-sections through theoretical and experimental influence functions. 
Figure 6.2a is normalised for each actuator independently, while 6.2b is normalised to 
the central actuator for the warm results. 
I t is clear that the theoretical influence functions are virtually interchangeable with 
the room temperature experimental influence functions. There is also a strong similarity 
between the shapes of the cold influence functions and the theoretical influence functions. 
However, these experimental influence functions are not suitable for use in this simula-
tion due to the noise present in the experimental results. The simulation generates the 
membrane surface by summing the 37 individual actuator influence functions, and then 
dividing by a normalisation constant, determined in Section 6.4.2. Considering the area 
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over one actuator pad, the local shape is therefore determined by the measured local sig-
nal, plus the noise from each measured actuator influence function. Cosequently, for the 
area, over one actuator, the contribution consists of 1 part signal and 37 parts noise. This 
effect is compounded by the noise being a systematic artefact from the Zygo phase shifting 
interferometer used in Section 4.4.4 to measure the influence functions. This results in a 
noise-dominated modelled surface of the M M D M . This does not apply to the theoretical 
influence functions as there was no noise present. This is illustrated in Figure 6.3. which 
shows an image of the biased membrane for a set of experimental influence functions, and 
a similar image for the theoretical influence functions. The systematic banding from the 
Zygo can be seen in the model of the biased membrane generated from the experimental 
influence functions. Hence, for this simulation work, the theoretical influence functions 
were used exclusively. 
(a) Experimental (b) Theoretical 
Figure 6.3: Biased membrane shape composed by summing and averaging influence func-
tions. 
6.4.2 Foca l L e n g t h o f S i m u l a t e d M M D M 
Several parameters within the simulation had to be tuned. The focal length was the first 
parameter to be adjusted. This was done by tweaking the normalisation factor in the 
generation of the influence functions until a simulated M M D M at maximum throw had 
the same focal length as the physical M M D M , which is 1200mm. 
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6.4.3 Subaperture Generat ion 
The subaperture pattern used to detect the signals was constructed by examining the 
curvature image, formed by subtracting the image in plane P2 from the image in plane 
P i . 37 such curvature images were examined, with a different actuator poked in each 
image. The area with a dramatic difference from the null image was marked out as the 
subaperture for the relevant actuator. Note that these subapertures were not contiguous. 
Since this is a proof of concept simulation, the loss of light is not an issue. For a practical 
system, i t would be beneficial to maximise the fill-factor. Further, for a practical system, 
it would be possible to have the subapertures automatically generated during calibra-
tion by tagging pixels where the change from the null image is over a certain threshold 
value. For simplicity of computation, square subapertures were used. Flexible specifica-
tion of subapertures could be achieved in a practical system by foregoing the commonly 
used avalanche photodiodes in the wavefront sensor, and utilising a CCD detector in-
stead (Burley et al. 1998). Having constructed the subapertures, it Wcis then possible 
to examine the wavefront sensor response to poking actuators of the M M D M for various 
beam diameters. Note that the subaperure positioning was generated with a beam radius 
of 7.5mm and an / (distance from focal plane to either Pi or P j , as defined in Figure 6.1) 
of 400mm. 
Note that the peripheral subapertures need to be defined such that the edge of the 
pupil image passes through the subaperture. This is to ensure that the outermost sub-
apertures measure the tip on the beam, rather than curvature (Roddier 1988). In the 
system described here, the outermost subapertures were sufficently large that this con-
dition was met for all beam diameters greater than 4.5mm; for smaller beams fewer 
actuator-subaperture pairs would need to be used to ensure that this edge condition was 
met. The importance of this edge condition is that the remaining subapertures detect the 
Laplacian of the wavefront; however Zero-Laplacian modes, such as astigmatism, are not 
detected by these subapertures. Hence, the peripheral subapertures are the only ones to 
detect these modes. Zero-Laplacian modes are still corrected away from the periphery of 
the beam, due to the extensive influence functions of the actuators. However, since the 
sensing is only done by a subset of the subapertures, this correction is likely to be less 
good than that for the modes that are sensed by all of the subapertures. 
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6.4.4 B e a m D i a m e t e r 
The second paramter to be tuned was the beam diameter. The wavefront sensor re-
sponse was examined for beam radii between 2.5mm and 7.5mm, which corresponds to 
the diameter of the M M D M . 
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Figure 6.4: Response of wavefront sensor to poking individual actuators for varying beam 
size. 
Figure 6.4 shows the wavefront sensor response against beam radius, for actuator and 
subaperture pairs 1, 2, 8 and 20. For reference, Figure 2.8 is reproduced as Figure 6.5, 
and illustrates the positions of the actuators. The graphs show the difference in the 
corresponding wavefront sensor subaperture signal from the null signal (with all actuators 
at 50%) for poking each actuator to 10, 30, 70 and 90%. For comparison, the distance of 
each actuator from the center of the M M D M is shown in Table 6.2. From this, it is clear 
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Actuators. 
15mm 
Figure 6.5: Actuator structure of the MMDMs 
In the case of M M D M A, dimension a in the diagram corresponds to L75mm, hence ^ is 
10.5mm. In the cases of MMDMs B and C, dimension a is 1.25mm, and /3 is 7.5mm 
that the measurement with a beam radius of 2.5mm for subaperture 20 is likely to be 
simply noise. The main component of the noise generated is from diffraction effects; no 
random noise is added to the system. The detected signals for actuator 20 for all beam 
radii less than 5.0mm appear to be essentially random. Hence, the signal at these radii is 
considered to be noise-dominated. This puts a useful constraint on the minimum beam 
diameter that can be used for 37-channel correction. 
The detected signal for large beam radii, over about 6.0mm, behaves erratically. Thus, 
there must be some effect from the periphery of the membrane, where there is no actu-
ation, affecting the beam, which then gets detected by the subapertures. This idea is 
reinforced by this effect being greatest for actuator 20, and least for actuator 2, with a 
negligible effect on actuator 1. This provides a constraint on the largest beam radius that 
may usefully be used. 
Actuator Distance (mm) 
1 0 
2 1.25 
8 2.50 
20 3.75 
Table 6.2: Distance from center of M M D M to center of actuator for actuators 1,2 8 and 
20 
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This leaves a narrow range of beam sizes, from 5.0 to 6.0mm which may be useful for 
the forthcoming tests. There are two characteristics of the wavefront sensor response that 
can be assessed within this regime in this test. Firstly, the polarity of the measurements 
is significant. For an actuation of greater than 50% to a given actuator, the response 
on the corresponding subaperture should be negative. Similarly, for an actuation of less 
than 50%, a positive signal should be detected. This polarity requirement is met for all 
actuators for all radii within the region of interest (5.0mm to 6.0mm), with the single 
exception of actuator 20 with a beam radius of 6.0mm. 
The second requirement was that the response for a 40% change from the bias signal 
to an actuator should be greater than the response for a 20% change. This requirement 
was met for all beam radii for actuators 2 and 8. However, a beam radius of 5.0mm was 
the only appropriate radius for actuators 1 and 20. Hence a beam radius of 5.0mm was 
used for the tests in the remainder of this chapter. 
The cause of this variation in subaperture response with beam size is that the MMDM 
response is not pure curvature. Figure 6.6 shows best fit power laws fits to the theoretical 
influence functions for actuators 1,2 8 and 20. The influence functions have been split into 
two parts, each going from the perimeter to the maximum value in opposite directions. To 
fit the data, one of these sections has then been mirror-imaged. Consequently, one section 
is longer than the other for actuators 2, 8 and 20 since these actuators are not central. 
Actuator one is also not central, due to a slight misahgnment between the actuator pad 
and the membrane in the input data used to generate the influence functions. As has 
been previously shown, in Section 4.4.5, real MMDMs may also have an offset between 
the actuators and the membrane. 
The power law fits (generated by the software package Grace (Stambulchik 2000)) for 
these influence function sections range from y a a;^ -^  to y oc x^-^. For a pure curvature 
influence function, these would be y oc a;^ . I f the fit is restricted to a subsection of the 
influence function, this behaviour can be seen with the theoretical influence functions, 
as demonstrated by the fit shown in Figure 6.7. This region is from the center out to 
60% radius of the membrane. This region where the power law fit corresponds to pure 
curvature varies with the radial position of the actuator. Hence, the beam diameter has 
to be tuned to correspond as well as possible to the region where all actuators produce 
pure curvature. 
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Figure 6,6: Power law fits to theoretical infiuence functions. 
Data in solid lines, fit in dashed lines. 
6.4.5 E x t r a - f o c a l D i s t ance , 1 
The third parameter to be tuned was /, the separation between the focal plane and 
either of the defocussed planes. Pi or P2, presented in Figure 6.8. The response should 
vary linearly with increasing /, with variable sensitivity being one of the advantages of a 
curvature sensor system (Roddier 1988). This behaviour is observed, to an extent, for all 
actuators. However, saturation appears to occur for I greater than 600mni for actuator 
1, at 10% and 90% actuation, and actuator 20, at 90% actuation. Hence, an / of 600nnn 
was used for the subsequent tests. 
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Figure 6.7: Power law fit for one subsection of actuator 1 influence function 
Dashed lines show fits, solid line shows data. 
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Figure 6.8: Response of wavefront sensor to poking indiv idual actuators for varying extra-
focal distance, /. 
/ is defined in Figure 6.1, and is the separation f r o m either P i or to the focal plane. 
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6.5 Curvature Sensor Response to Individual Actuators 
I n this section the wavefront sensor response across a l l subapertures w i l l be presented for 
a selection of actuators. For the opt imal curvature sensor and membrane mirror system, 
each actuator w i l l produce a signal i n one and only one subaperture. I t should be noted 
that the i n i t i a l membrane formed by applying 50% actuation to a l l actuators does not 
give a zero signal on a l l subapertures. The wavefront sensor signals obtained for the 
theoretical biased membrane are shown in Figure 6.9. This is indicative of the biased 
membrane not providing pure focus, as a consequence of, for example, slight actuator 
misalignment i n the model for generating the influence functions. The first step in the 
wavefront correction to be shown in Section 6.7 w i l l be to ' f la t ten ' the theoretical biased 
membrane to a pure defocus shape. For the results shown i n this section, though, the 
base wavefront sensor signals shown i n Figure 6.9 are subtracted f r o m the results. 
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Figure 6.9: Response of a l l wavefront sensor subapertures to biased membrane. 
Some actuator and subaperture pairings show responses that are close to the ideal of 
a signal i n one and only one wavefront sensor subaperture. A n example of this behaviour 
is shown i n Figure 6.10, which depicts the wavefront sensor response to dr iv ing actuator 
7 to 30% and 70%. 
The remaining actuators have substantial signals i n the corresponding subaperture, 
but also produce a signal i n other subapertures. Actuator 21 is i n this category, as 
6. Simulated System for Wavefront Correction Using a Curvature Sensor 132 
• 7 0 % Actuation 
• 3 0 % Actuation 
0-^1 ' I ' I ' I 
0.2 h 
,5 0. 
< 
-d . l 
-U,2 
I ' I ' I ' I ' I ' I ' I ' I ' I ' I ' I ' I 
I , I I I I I I . I . I . I . I I I • I ' I • I ' I ' I I I I I I I 
0 2 4 6 8 10 12 14 16 18 2 0 22 2 4 26 28 .30 32 .34 36 .38 4 0 
Subapenure 
Figure 6.10: Response of a l l wavefront sensor subapertures to poking actuator 7 
Red bars denote 30% stroke of actuator 7, Black bars denote 70%. 
shown in Figure 6.11. This behaviour w i l l be ignored in the attempts to correct zeniike 
aberrations described in Section 6.7; for actuator N. i t w i l l be assumed that the signals 
for each subaperture M is zero i f Af / A^. Addi t ional figures showing the response of the 
wavefront sensor to poking each individual actuator are presented in Appendix A . 
The most significant aspect of the wavefront sensor responses to each individual actua-
tor is that i t allows the interaction between the two to be calibrated. Hence, by reversing' 
this process, i t should be possible to correct a given subaperture signal hy simple a/ 
pl icat ion of the corresponding signal to the appropriate actuator. In this scheme, e 
actuator and corresponding subaperture channel should be independent. Therefore, 
subaperture signal is mul t ip l ied by a linear gain to determine the apj)roj)riat(> ( ha 
the signal d r iv ing the relevant actuator. I n this simulated system, since the test 
were ± 2 0 % f r o m the bias position, then the gain for each actuator is 0.2 . s 
the difference between the upper and lower signals detected by the wavefront 
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Figure 6.11: Response of al l wavefront sensor subapertures to poking actuator 21 
Red bars denote 30% stroke of actuator 21, Black bars denote 70%. 
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6.6 Application of Zernike Aberrations 
Having constructed and tuned a simulated wavefront sensor, i t was necessary to examine 
the response of this sensor to the application of Zernike aberrations to the system. Fig-
ure 6.9 i n Section 6.5 shows the wavefront sensor signals for the biased membrane wi thout 
the applicat ion of any aberration. I f the biased membrane introduced pure focus into the 
system, then the signal for each subaperture would be the same, w i t h a small error due 
to d i f f rac t ion effects. Since this is not what is observed, i t is apparent that there are 
other static aberrations introduced into the biased membrane formed f r o m the individual 
influence functions. I n order to demonstrate the sensitivity to Zernike aberrations, the 
static aberrations introduced by the biased membrane w i l l be subtracted f r o m the follow-
ing results; for the wavefront correction steps in Section 6.7, the integral aberrations of 
the M M D M w i l l be restored. The Zernike aberration definitions used are those f r o m Born 
and W o l f (1980). The Zernike aberrations discussed here are in three groups; those w i t h 
purely radial dependence, purely azimuthal dependence and those that depend on both. 
This is summarised i n Table 6.3. The fol lowing results were a l l taken w i t h al l M M D M 
actuators at an actuation of 50%, such that the membrane was biased w i t h a focal length 
of 2400mm. Only the lowest order Zernike aberrations are considered here; for higher 
order correction, more actuators would be required. 
The f irst two aberrations to be considered w i l l be focus and defocus. These are 
the aberrations most suited to the M M D M s , as the application of a single voltage to 
a l l actuators should generate focus. Figure 6.12 shows the response of the curvature 
wavefront sensor to the apphcation of focus, while Figure 6.13 shows the response to 
defocus. Defocus and focus are the same aberration, but defocus has a negative amplitude 
Aber ra t ion Dependence 
Defocus 
Spherical aberration 
T i p 
As t igmat i sm 
Coma 
Radial 
Radial 
Az imutha l 
Radial and Azimutha l 
Radial and Az imutha l 
Table 6.3: Radial and azimuthal dependencies of the Zernike aberrations used in this 
section. 
Def in i t ion of aberrations f r o m Born and Wol f (1980). 
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Figure 6.12: Response of al l wavefront sensor subapertures to focus. 
3 amplitudes of aberration are shown; 4, 8 and 12 radians of aberration at the 
membrane perimeter. (27r radians = l A = 633.9nni) 
relative to focus. They are bo th shown here to demonstrate that the outermost, or zone 3, 
subapertures do not behave in a similar manner to the central 19 subapertures. The outer 
subapertures in a curvature sensor do not measure the second derivative of the wavefront. 
curvature, rather they measure the first derivative, t i p (Ftaclas and Kostinski 2001). Note 
that , for the central 19 actuators, there is a radial dependence to the wavefront sensor 
signals. This is most obvious for the case of 8 or 12 radians of focus. This is indicative 
of the wavefront sensor detecting spherical aberration as well as the applied focus. The 
aberrations are applied purely theoretically in software, therefore this detected spherical 
aberration has to be in the wavefront sensor, as opposed to the M M D M . 
The next aberration to be considered is spherical aberration, shown in Figure 6.14. 
Again , for the central 19 actuators, the wavefront sensor signal is clearly dependent on 
the radial posi t ion of the subaperture. Extrapola t ing the trend f r o m the central 19 sub-
apertures out to the outermost subapertures would give a larger signal than that which 
is observed. This is again indicative of the outer subapertures measuring t ip , rather than 
curvature. 
The only aberration w i t h pure azimuthal dependence is t ip . The wavefront sensor 
response to t i p is shown in Figure 6.15. I t is clear that there is no radial dependence. 
However, the expected signal would be to have a strong positive signal on one side of the 
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Figure 6.13: Response of a l l wavefront sensor subapertures to defocus. 
3 amplitudes of aberration are shown; 4, 8 and 12 radians of aberration at the 
membrane perimeter. {2-K radians = l A = 633.9nm) 
wavefront sensor, and a corresponding negative signal on the opposite side. This is not 
observed, hence the use of this simulated curvature sensor for the detection of t i p may 
not be possible. Hence, although the outermost actuators are not detecting curvature 
i n the case of the other aberrations, i t is possible that they are also not detecting t ip . 
I t is possible that the outer subapertures are detecting a hybr id combination of t ip and 
curvature. 
The remaining two aberrations, astigmatism and coma, are shown in Figures 6.16 
and 6.17 respectively. These aberration have both a radial and an azimuthal component. 
The radial component can be observed in both cases, where the strongest signals are 
present i n the outermost actuators. Note that , in the case of astigmatism, the signal f rom 
some subapertures appears to be saturating for 12 radians of aberration, for example, 
subapertures 28 and 36. There is also some evidence of the azimuthal dependence. I n 
the case of astigmatism, the strongest negative signals i n zone 1 are actuators 2 and 
5, which are opposite. This is the symmetry anticipated for astigmatism. The zone 1 
actuators that are in the region perpendicular to the fine defined by actuators 2 and 5 
have exclusively positive signals, which is again the symetry expected for astigmatism. 
Th i s t rend is continued into zone 2, w i t h negative signals being observed in subaperturt^s 
14, 15 and 9; and positive signals i n the complementary actuators 17. 18 and 12. This 
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Figure 6.14: Response of al l wavefront sensor subapertures to spherical aberration. 
3 amplitudes of aberration are shown; 4, 8 and 12 radians of aberration at the 
membrane perimeter. (27r radians = l A = 633.9nrn) 
t rend does not extend into the periphery actuators. 
I n the case of coma, the azimuthal dependence is more clear. W i t h the single excep-
t ion of a small signal on subaperture 26, the subapertures w i t h negative signals for al l 
amplitudes of coma are 2, 7, 8, 17—19, 20-22 and 33-37. Referring to Figure 6.5, i t is 
clear that these subapertures are a contiguous block. A l l the remaining actuators have a 
positive signal for at least 2 of the three aberration amplitudes studied. 
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Figure 6.15: Response of al l wavefront sensor subapertures to t ip . 
3 amplitudes of aberration are shown; 4, 8 and 12 radians of aberration at the 
membrane perimeter. {2-K radians = l A = 633.9nm) 
0.2 
0.15 
S 0 ' 
< 
1 0.05 
-0.05 
• Wavefroni Sensor Signal to 12 Radians of Aberration 
• Wavefront Sensor Signal to 8 Radians of Aberration 
• Wavefront Sensor Signal to 4 Radians of Aberration 
G1[ 
0 2 4 6 8 10 12 14 16 18 20 22 24 26 28 30 32 34 36 38 40 
Subapcrturc 
Figure 6.16: Response of al l wavefront sensor subapertures to astigmatism. 
3 amplitudes of aberration are shown; 4, 8 and 12 radians of aberration at the 
membrane perimeter. (27r radians = lA = 633.9nm) 
6. Simulated System for Wavefront Correction Using a Curvature Sensor 139 
I I . : 
0 .1 
v„ -0.2 
- 1 1 4 
• Wavefront Sensor Signal to 12 Radians of Aberration 
• Wavefront Sensor Signal to 8 Radians of Aberration 
n Wavefront Sensor Signal to 4 Radians of Aberration 
I ' I ' I ' I ' I ' I ' I ' I ' I ' I 
ft 
I . 1 . I . I 
I 1 I 1 I ' I 
I I I I I 
0 2 4 6 8 10 12 14 16 18 20 22 24 26 28 30 32 .34 36 38 40 
Subaperture 
Figure 6.17: Response of al l wavefront sensor subapertures to coma. 
3 amplitudes of aberration are shown; 4, 8 and 12 radians of aberration at the 
membrane perimeter. (27r radians = lA = 633.9nm) 
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6.7 Wavefront Correction Using the Purely Theoretical M M D M 
I n Section 6.5, the wavefront sensor response to the indiv idual actuators of the M M D M 
was determined. I n Section 6.6, the response to several Zernike aberrations was measured. 
Combining these two sets of data should allow the M M D M to correct the aberrations. 
This Section w i l l determine whether that is indeed the case, and therefore whether the 
influence functions of the M M D M are sufficiently similar to pure curvature to allow a 
curvature sensor -MMDM combination to correct wavefronts wi thout reconstructing the 
wavefront i n the control loop. For the corrected wavefronts, three iterations through the 
feedback loop are used. The first two iterations were identical, while the final i teration 
used slightly different parameters, as the system tended to overcorrect small signals: 
possibly due to the 8-bit digi t isat ion of the actuators' inffuence functions. A threshold 
of 10% was used for the first two iterations, so any correction to a channel that involved 
moving an actuator by less than 10% was ommit ted . For the final i teration, this threshold 
was reduced to 5%, and the correction applied to the actuators was also halved. 
6.7.1 Point Spread Functions 
1 % . , 0 i 
3 92.-05 
5 87#*06 
Figure 6.18: Point spread func t ion for perfect system, using lens instead of M M D M . 
The intensity scale is arbitrary. 
The point spread functions are plot ted on a square 520 x 520 pixel grid, of side 
30mm, g iv ing a resolution of jus t over 17 pixels per m m i n the focal plane. A subset of 
this g r id is presented in each Figure, to show the detail of the point spread funci ton in each 
case. Three iterations through the feedback loop are used to generate the corrected point 
spread functions. For comparison w i t h the aberrated and corrected results, the perfect 
system point spread funct ion , replacing the M M D M w i t h a perfect lens of equivalent focal 
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length, is shown in Figure 6.18. This perfect system is used to calculate the Strehl ratios 
of the uncorrected and corrected systems, shown i n Section 6.7.2. The contours in the 
Figures are intended to be indicative of the beam quality, being one quarter, half and 
three quarters of the beam peak intensity. 
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Figure 6.19: Point-spread functions for biased membrane. 
Corrected results after 3 iterations through feedback loop. The intensity scale is 
arbitrary. 
The first test for the simulated A O system is to correct the aberrations integral to 
the biased membrane. Figure 6.19a shows the point spread funct ion of the M M D M . and 
clearly shows the presence of some astigmatism. Figure 6.19b shows the corrected {)oint 
spread func t ion . The main point of interest is that, although the contours are closer 
together, and better centralised on (x=260, y=261) ' , the peak intensity is actually re-
duced. This demonstrates that the Strehl ratio, being a measure f r o m the peak intensity, 
does not give a f u l l description of a beam profile, or quali ty of A O loop correction. How-
ever, since Strehl ratios are the most common measure of beam correction, they w i l l be 
shown in Section 6.7.2. The main indicat ion that the A O loop has improved the beam 
qual i ty is that the stretched-out point spread funct ion, indicative of astigmatism, present 
in the uncorrected Figure, has been almost completely eliminated in the corrected figur(>. 
Note that , for the fol lowing Figures showing correction of external aberrations, the in i t i a l 
surface figure of the M M D M remains as the aberrated figure, rather than the c o r r c M t t M l 
figure. 
'The location of the optimal peak intensity was obtained from the perfect system point spread function 
in Figure 6.18. 
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Figure 6.20: Point-spread functions for application of 8 radians of Defocus. 
Corrected results after 3 iterations through feedback loop. The intensity scale is 
arbitrary. 
The uncorrected point spread func t ion for defocus is shown in Figure 6.20a. w i t h the 
corrected beam after three iterations of the feedback loop in Figure 6.20b. Note that the 
hexagonal structure f r o m the M M D M actuators is apparent i n the point spread f iuic t ion. 
This may be due to the way in which the M M D M surface is constructed, w i t h the 37 
ind iv idua l influence functions being averaged together, which results in a certain amount 
of p r in t through in the theoretical membrane. This is smoothed out in the real device. 
The corrected point spread func t ion is again much more compact than the uncorrected. 
This t ime, however, the peak intensity is also substantially improved. 
Figure 6.21 shows the uncorrected and corrected point spread functions for the ap-
pl icat ion of 8 radians of spherical aberration. The structure in the uncorrected point 
spread func t ion is interesting. The structure may be an artefact of the simulation, arising 
f r o m the interaction between the sphercial aberration and any pr int through present in 
the theoretically generated membrane. I t is clear in Figure 6.2 that there is a hexago-
nal structure present i n the theoretical membrane. Whether this structure can cause a 
result as complex as that observed for the uncorrected spherical aberration is not clear. 
The corrected peak intensity is marginally off-axis, by 1 pixel i n each direction. This 
corresponds to a displacement of under 60//ni, and so is not considered to be significant. 
The results for t i p are unusual, and are shown in Figure 6.22. The peak intensity 
actually moves fur ther f r o m the center of the detector after correction. Further iterations 
through the feedback loop cause the peak intensity to progressively track fur ther f rom 
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Figure 6.21: Point-spread functions for application of 8 radians of Spherical Aberrat ion. 
Corrected results after 3 iterations through feedback loop. The intensity scale is 
arbitrary. 
the center of the detector. Hence, were this simulated system to be constructed, i t would 
be necessary to ensure that t i p - t i l t correction was handled by some other means, such as 
a dedicated t i p - t i l t mir ror . I t is known that M M D M s are inefficient t i p - t i l t correctors, 
so a separate t i p - t i l t corrector is likely to be implemented regardless of wavefront sensor 
choice (Vdovin et al . 1999). Note that the beam shape is s t i l l improved for t ip . despite 
the peak intensity moving oflF-axis. 
I n the case of astigmatism, i l lustrated in Figure 6.23, the beam shape is improved, 
but some residual astigmatism is s t i l l present. Since the predominant aberration inherent 
to the M M D M is astigmatism, and the correction for this worked well in Figure 6.19, this 
result is a l i t t l e surprising. Subsequent iterations through the feedback loop did reduce 
this residual astigmatism to negligible levels, however, three iterations have been shown 
to give good wavefront correction using an M M D M , Shack-Hartmann wavefront ,sensor 
and f u l l wavefront reconstruction (Vdovin et al . 1999). Hence, the results here are shown 
after the same number of iterations for comparison. 
Uncorrected coma shows some beam shape degradation in Figure 6.24a. however, 
the most significant eflfect is moving the peak intensity off-axis. The corrected beam, 
in Figure 6.24b shows that , unlike t i p , this deviation f r o m the axis is at least part ial ly 
corrected. The point spread func t ion is also improved, becoming more compact. 
To summarise the performance of the A O loop system in improving the point spread 
func t ion for the application of 8 radians of the low-order Zernike aberrations, good correc-
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Figure 6.22: Point-spread functions for application of 8 radians of T i p . 
Corrected results after 3 iterations through feedback loop. The intensity scale is 
arbitrary. 
t i o n is achieved for defocus, spherical aberration and coma. Some correction is observed 
for astigmatism, while t i p is amplif ied, rather than corrected. 
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Figure 6.23: Point-spread functions for application of 8 radians of Astigmatism. 
Corrected results after 3 iterations through feedback loop. The intensity scale is 
arbitrary. 
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Figure 6.24: Point-spread functions for application of 8 radians of Coma. 
Corrected results after 3 iterations through feedback loop. The intensity scale is 
arbitrary. 
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6.7.2 Strehl Ratios and Beam Statistics 
The peak intensities and normalised Strehl ratios for the application of 4, 8 and 12 radians 
of low-order Zernike aberrations are shown in Table 6.4, along with the Strehl ratios after 
three iterations through the feedback loop. 
Considering the first case, that of the inherent aberrations in the system, the Strehl 
ratio for the corrected system is reduced from that of the uncorrected system. However, it 
is clear from the contour plots shown in Figure 6.19 that the astigmatism has been reduced. 
This is indicative of the Strehl ratio, by being a simple measure of peak intensity, not 
being a perfect measure of beam quality. Strehl ratios are still presented here, since Strehl 
ratios are a standard measure of wavefront correction. The contours in the Figures in 
Section 6.7.1 are more accurate measures of the beam quality. Hence the Table includes 
the area, in pixels (each pixel is a square of side 60^m), of the contours at one quarter, 
half and three quarters peak beam intensity. Note that, for the cases where there are 
multiple peaks within a contour, such as in Figure 6.21, the area is the total area of all 
of the peaks. The contour areas are not independent of the peak intensity, and hence 
are not independent of the Strehl ratio. As the peak intensity drops, the quarter, half 
and 3 quarters intensity also drops, and hence the number of pixels over these thresholds 
increases. 
I t is notable that, in the case of Coma, the Strehl ratio increases and the area within 
each contour decreases as the amplitude of the aberration applied goes from 4 radians to 
8 radians. This suggests that the coma is cancelling out some of the initial aberrations in 
the system. 
The contour areas are a better measure of beam correction than the simple Strehl 
ratio, particularly when all three are taken into consideration, as this gives some idea 
of the three-dimensional structure of the point-spread function. The smaller the area in 
a given contour, the better the beam correction. The advantage of the contour areas 
for determining the point spread function structure is clearly illustrated for the case of 
8 radians of spherical aberration. Here, the quarter and half maximum contours are 
dramatically reduced (by factors of 6.6 and 2 respectively), but the 3 quarter maximum 
contour is larger. This indicates that the beam correction is predominantly in the fringes 
of the point spread function. 
The best corrections observed with this system are observed when correcting spherical 
aberration and defocus. Note that for coma and tip, the most obvious effect observed in 
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Figures 6.24 and 6.22 was to move the point spread function, rather than distort i t . This 
is not effectively measured by either the Strehl ratio or the contour area data. 
However, over-correction may still be present in the system, as the system does not give 
good correction for the application of small amplitude aberrations. For the 3 quarters 
maximum intensity contour, that is correction of the parts of the wavefront that are 
already near-perfect, the area increases for the correction of some aberrations. This lends 
further credence to the idea that the feedback loop may be overcorrecting. This effect is 
most prominent for 4 radians of astigmatism, which yields an increase in the area of the 3 
quarter maximum intensity contour by a factor of 2.4. Similarly, the area of this contour 
is increased by a factor of 2 for spherical aberration at 4 radians, and by a factor of 1.5 for 
the application of 8 radians of spherical aberration. This overcorrection is quite likely to 
be caused, at least in part, by the 8-bit digitisation of the theoretical actuator influence 
functions. This 8-bit digitisation limitation also applies to the electronics provided with 
the real MMDMs, so may be a factor in a real system. 
However, for the areas of the half and quarter maximum intensity contours, where the 
larger wavefront deviations are being corrected, the system performs well. Considering 
the case of the one quarter maximum contour, a reduction in the area by a factor of 
6.6 is observed for the application of 8 radians of spherical aberration. An improvement 
by a factor of 3.5 is observed for 8 radians of defocus, and 1.8 for astigmtatism. Coma 
actually deteriorates in this contour, for the application of 8 or 12 radians of aberration, 
albeit marginally. However, it was shown through the point spread functions that the 
main effect of coma was to move the peak intensity off-axis, which was corrected, while 
the beam shape was not dramatically deformed. The half maximum intensity contour 
shows an improvement for coma of a factor of 1.8 for the application of 12 radians of 
aberration. Hence, for coma, it can be concluded that the small wavefront deviations 
are over-corrected, the large ones uncorrected, but the intermediate deviations are well-
corrected. The area of the half maximum intensity contour is reduced by a factor of 
about 2 for each of the remaining aberrations, at an amplitude of 8 radians. A dramatic 
improvement is observed for 12 radians of spherical aberration, with a reduction in the 
area of the half maximum intensity contour, by a factor of 4. Hence, it has been shown 
that the simulated system gives good correction for defocus and spherical aberration and 
reasonable correction for astigmatism. 
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Aberration Peak Intensity 
(Arbitrary Scale) 
Strehl 
Ratio 
FWQM FWHM FW3QM 
Perfect System 7.832009e+05 28 20 10 
None 1.117109e-K05 0.143 200 77 29 
None (Corrected) 9.529071e+04 0.122 126 77 34 
Astigmatism (4 radians) 1.040995e+05 0.133 189 95 42 
Astigmatism (Corrected) 2.618753e+04 0.033 714 242 99 
Astigmatism (8 radians) 7.701376e+04 0.098 278 148 67 
Astigmatism (Corrected) 9.152752e+04 0.117 153 73 34 
Astigmatism (12 radians) 6.017339e-H04 0.077 459 155 51 
Astigmatism (Corrected) 6.636551e+04 0.085 274 115 42 
Coma (4 radians) 1.409462e-h05 0.180 120 68 25 
Coma (Corrected) 1.289612e-F05 0.165 111 52 23 
Coma (8 radians) 1.811965e+05 0.231 78 56 20 
Coma (Corrected) 1.792808e+05 0.229 88 38 19 
Coma (12 radians) 1.675440e-H05 0.214 75 51 19 
Coma (Corrected) 1.756008e-t-05 0.224 79 28 20 
Defocus (4 radians) 3.760683e+04 0.048 557 149 103 
Defocus (Corrected) 5.752399e+04 0.073 175 68 35 
Defocus (8 radians) 1.893285e+04 0.024 944 241 109 
Defocus (Corrected) 3.628216e-t-04 0.046 267 101 27 
Defocus (12 radians) 9.306946e+03 0.012 2767 566 135 
Defocus (Corrected) 1.386025e-l-04 0.018 1224 347 47 
Spherical (4 radians) 1.580896e-h05 0.202 114 44 16 
Spherical (Corrected) 1.306044e+05 0.167 80 52 33 
Spherical (8 radians) 5.548252e-h04 0.071 430 79 12 
Spherical (Corrected) 1.328583e-f05 0.170 65 40 19 
Spherical (12 radians) 2.920867e-f04 0.037 610 98 20 
Spherical (Corrected) 7.421476e+04 0.095 249 24 15 
Table 6.4: Peak intensities and Strehl ratios for aberrated and corrected wavefronts. 
Perfect beam uses lens instead of M M D M . None shows AO loop performance for 
correcting aberrations inherent in the simulated M M D M surface. Amplitude of 
aberration applied shown in parentheses. FWQM, FWHM and FW3QM are the areas, 
in pixels, of the intensities above the quarter, half and three quarter peak intensities 
respectively. 
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Aberration Peak Intensity 
(Arbitrary Scale) 
Strehl 
Ratio 
FWQM FWHM FW3QM 
Tip (4 radians) 1.114212e-F05 0.142 203 79 30 
Tip (Corrected) 9.183153e+04 0.117 124 70 23 
Tip (8 radians) 1.117576e+05 0.143 196 79 29 
Tip (Corrected) 8.806417e+04 0.112 130 68 24 
Tip (12 radians) 1.114176e-h05 0.142 197 79 30 
Tip (Corrected) 9.881158e-F04 0.126 125 60 20 
Table 6.5: Peak intensities and Strehl ratios for wavefronts with tip applied. 
Amplitude of tip applied shown in parentheses. FWQM, FWHM and FW3QM are the 
areas, in pixels, of the intensities above the quarter, half and three quarter peak 
intensities respectively. 
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6.8 Conclusions 
In this Chapter, the principles of an adaptive optics system utilising a curvature wavefront 
sensor in conjunction with an M M D M have been explored. A simulated system has been 
developed, with some comments as to the areas of the simulation that would need to be 
altered for a practical, physical system. This system has then been fine-tuned, identifying 
the optimum beam radius of 5.0mm and extra-focal distance of 600mm. The wavefront 
sensor subaperture responses to poking each individual actuator has been measured, along 
with the responses to low-order Zernike aberrations. These have been combined to correct 
the aberrations. The correction of the integral aberrations in the simulated MMDM has 
been demonstrated, by examining the point spread functions of the initial MMDM and 
the beam after three iterations through the feedback loop. For the apphcation of pure tip 
to the system, an amplification of the movement of the peak intensity in the point spread 
function was observed. Hence, for a system designed to use an M M D M and curvature 
sensor without wavefront reconstruction, a separate t ip-t i l t correction device would also 
be required. Strehl ratios have also been presented, along with some caveats as to their 
interpretation! 
An alternative means to measure the beam quality was presented, by examining the 
area of intensities over one quarter, half and three quarters peak intensity. I t is shown that 
the system may be over-correcting small aberrations, both by examining the area within 
the three-quarters maximum intensity contour, and examing the results for the apphcation 
of small aberrations. This may be due to the 8-bit digitisation in the generation of the 
influence functions; similar digitisation is present in the control electronics for the real 
MMDMs. Using the areas in the quarter and half maximum intensity contours, i t was 
shown that the system gives best correction for spherical aberration and defocus. The 
area within the quarter maximum intensity contour is reduced by a factor of 6.6 for the 
correction of 8 radians of spherical aberration, and 3.5 for the apphcation of 8 radians of 
defocus. 
Hence, i t has been shown that the simulated system gives good correction for defocus 
and spherical aberration and reasonable correction for astigmatism. Coupled with the 
obsevation of the movement of the peak intensity directly from the point spread functions, 
coma can be added to the Ust of well-corrected aberrations. 
This simulation has been demonstrated to correct low order Zernike aberrations. 
The simulation is applicable to both room temperature and cryogenic operation of the 
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MMDMs; the only change required to more closely examine a particular case, such as a 
different radius M M D M , is to adjust the influence functions of the M M D M and repeat 
the calibration steps. The case examined has used influence functions with the same mag-
nitude as the room temperature influence functions. The extension to the cryogenic case 
would require adjusting the magnitudes of these influence functions, and would reduce 
the magnitudes of the aberrations that can be corrected. However, since this is a proof-
of-concept system, and not a model of a physical system, this was deemed unnecessary 
By removing the wavefront reconstruction step, i t also points the way to a system where 
the wavefront correction is performed through simple electronics, possibly even mounted 
on the same silicon wafer as the M M D M . 
Chapter 7 
Conclusions 
In this Thesis, the application of Micromachined Membrane Deformable Mirrors (MMDMs) 
to cryogenic adaptive optics has been explored. In particular, three questions have been 
examined: 
• How can MMDMs be cooled to cryogenic temperatures, and do they survive the 
process? 
• What is the effect on the MMDMs properties of operating them in a vacuum and 
at low temperature. 
• Is it feasible to perform wavefront correction using an M M D M and a curvature 
wavefront sensor without performing an explicit wavefront reconstruction. This 
final question was not specific to cryogenic adaptive optics, but applied equally to 
room temperature and cryogenic adaptive optics. 
7.1 MMDM Cooling 
The initial system for coohng an M M D M was described in Chapter 3. This original system 
was used to cool the M M D M to a temperature of 126K, a temperature determined by 
the use of diodes as thermometers. A model was then constructed to investigate why the 
M M D M was not reaching a lower temperature. I t was shown that the initial method of 
cooling, by conducting the heat away from the M M D M was not as efficient as preventing 
the energy from reaching the M M D M in the first place. Therefore, a re-designed mount 
was developed which utilised a filter to block incoming thermal radiation from reaching the 
M M D M . As a consequence of this, it was no longer necessary to conduct energy away from 
the M M D M . Since there was no longer any material attached to the M M D M , a method 
of remotely sensing the M M D M temperature was developed and verified. Finally, it was 
experimentally determined that the re-designed mount led to the M M D M being cooled 
to, and surviving, a temperature of 80K. 
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7.2 MMDM Static Properties 
A method for measuring the surface of the reflective membrane of the MMDM was out-
Hned in Chapter 4, which utilised a Zygo P T I phase shifting interferometer. Using this, 
the variation in the aberrations inherent in the membrane surface with changing tem-
perature was analysed. In a sample of three MMDMs, one (identified as MMDM A) 
had substantially better performance than the other two. Each M M D M had less than 
lA (A=633.9nm) of aberrations, predominantly astigmatism, at room temperature. Upon 
cooling the MMDMs to 78K, M M D M A showed under 5A of astigmatism, with a negligible 
increase in the other Seidel aberrations. The remaining two MMDMs developed approx-
imately lOA of aberrations in total, with varying magnitudes of each aberration. The 
effect of cooling the devices on the initial surface figure was further illustrated through 
the use of phase maps. In the case of the first M M D M , the aberrations introduced by 
cooling are well within the dynamic range of the M M D M . 
The influence functions of each actuator for each M M D M were then examined quali-
tatively through the use of phase maps. Subsequently, a selection of influence functions 
were quantitatively examined by exploring the cross-sections of the influence functions. 
The first question to be explored was to determine the variation in the influence function 
with the azimuthal position of an actuator. This was necessary to estabhsh the vahdity of 
examining a subset of the actuators. I t was determined that the azimuthal position had a 
negligible effect on the shape of an influence function, but did alter the magnitude. The 
second question to be examined was the effect of evacuating the dewar on the influence 
functions. Evacuation was determined to have no effect on the influence functions of an 
M M D M . The final question was to assess the effect of cryogenically cooling an MMDM 
on the influence functions. I t was determined that the shape of the influence functions 
remained the same at 78K, but the magnitude was reduced by 20%. I t should be noted 
that this is the first demonstration of a wavefront corrector functioning at 78K. 
7.3 MMDM Dynamic Properties 
A method has been developed in Chapter 5 to measure the dynamic response of an 
M M D M , for driving frequencies of up to 500Hz. I t has been shown that evacuating 
the dewar has no effect on the dynamic properties of all three MMDMs tested, within 
measurement limits. I t was determined that all three MMDMs were suitable for room 
temperature operation as wavefront correctors, using the supphed electronics, at frequen-
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cies up to 250Hz. Evacuation was found to have no effect on the dynamic response of the 
MMDMs, which demonstrates that the most significant damping force on the membrane 
was the membrane tension, rather than air damping. Faster driving electronics would be 
required for evaluating higher frequency operation. Upon cooling the MMDMs, a high fre-
quency ringing (2kHz) was observed. This effect was much more prominent for MMDMs 
B and C, compared to M M D M A. I t is unclear as to whether this is connected to the 
increased aberrations inherent in the membrane surface for MMDMs B and C. However, 
since M M D M A was from a different batch to B and C, it does raise the prospect that the 
M M D M design could be optimised for cryogenic operation. I f the dynamic response is 
connected to the static properties, then there is only one degree of optimisation required. 
If , however, the dynamic response and static properties are independent, then a trade-off 
may need to be made between the two performance characteristics. The high frequency 
ringing for MMDMs B and C was too substantial for them to be considered for operation 
at 78K. M M D M A was found to have a suitable dynamic response at 78K to perform as 
a wavefront corrector. Hence, not only are MMDMs the first adaptive optical element 
to have been deomnstrated to work at 78K, but they also function at sufficiently high 
frequencies to be considered to be useful for a practical AO system. 
7.4 Simulation of an AO System Using MMDMs as a Wave-
front Corrector 
A simulated AO system has been constructed in Chapter 6, utilising an M M D M as a wave-
front corrector, and a curvature sensor as a wavefront sensor. This system demonstrated 
that it is feasible to correct a wavefront with a M M D M and curvature sensor without 
reconstructing the wavefront. A novel technique for determining the wavefront sensor 
subapertures was described, which could be applied in a real system to any pixellated 
detector, such as a CCD. The system was then tuned, using the pre-determined subaper-
tures, to an optimum beam diameter and extra-focal distance for the two detector planes. 
The wavefront sensor response to driving each actuator in turn was evaluated, along with 
the response to the low-order Zernike aberrations. Combining these led to wavefront 
correction being demonstrated, through the presentation of point spread functions and 
Strehl ratios. The reasons why the point spread functions are a better indication of beam 
quality than the Strehl ratio were also discussed. The system could not correct tip, but 
instead amplified i t , thus highlighting the need for a separate t ip-t i l t correction system. 
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In addition, astigmatism was not as well corrected as had been hoped. However, good 
correction was demonstrated for defocus, spherical aberration and coma. This simulated 
system lays the foundations for a simple, rapid and low-cost adaptive optics system. 
7.5 Future Work 
The most significant avenue for further exploration is that of M M D M optimisation for 
operation at cryogenic temperatures. Particular encouragement can be gained from the 
fact that, of the sample of 3 MMDMs, 1 had substantially better performance than the 
other 2. Since this one was from a separate batch, it is likely that certain parameters, 
such as membrane thickness, differed from this device to the other 2, both of which were 
from the same batch. As these parameters for the specific devices tested are no longer 
available, future projects studying MMDMs at cryogenic temperatures need to obtain as 
much information about the manufacturing parameters as possible for the devices being 
tested. The key area of investigation should be whether the dynamic response of an 
M M D M is related to the static aberrations caused by cooHng. I t would greatly simplify 
the optimisation process if they were indeed linked. 
A second area of further investigation is to determine how much of the aberrations 
introduced to the membrane surface by the cooling process is due to edge effects, and 
how much to the coefficient of thermal expansion mismatch between the Sihcon Nitride 
membrane and the reflective surface. This can be explored in two ways; firstly, through 
using alternative reflective coatings, and secondly by using larger devices, such that the 
edge effects should not be prominent near the center of the device. 
The simulated system can also be extended. Three potential areas for improvement 
are available. Firstly, i f the systematic Zygo noise can be removed from the experimen-
tally measured influence functions, then i t wil l be possible to use the physical influence 
functions in the simulated system. The second avenue is to implement the measured dy-
namic response of the MMDMs to correct time-varying aberrations. The third avenue is 
to compare the wavefront correction without explicit reconstruction with that achieved by 
reconstructing the wavefront. I t may also be useful to compare a curvature sensor (with or 
without wavefront reconstruction) to other wavefront sensors, such as a Shack-Hartmann 
sensor. 
This Thesis has described the first steps towards the application of MMDMs to the 
field of cryogenic adaptive optics. The results of this work have been positive, identifying 
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one M M D M from a sample of three that has characteristics consistent with being a viable 
wavefront corrector at cryogenic temperatures. Perhaps the largest remaining hurdle is to 
demonstrate the feasibility of optimising the design of MMDMs for cryogenic operation; 
all the results included herein are for devices optimised for room temperature operation. 
The prospect of a functioning cryogenic adaptive optics system is now within reach. 
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